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Section 1 

Introduction & Specifications 



1-1 INTRODUCTION 

1-2. The Model 6160B Frequency Synthesizer pro- 
duces a selectable signal of 1 to 160 MHz in two separate 
ranges: 1 to 12 MHz and 10 to 160 MHz. Resolution is 
Q,1 Hz in the 1 to 12 MHz range and 1 Hz in the 10 to 
160 MHz range. The output signal level is adjustable from 
+3 to +13 dBm into 50 ohms using either a control on the 
front panel or a de control voltage applied to a connector 
on the rear panel. The output signal level will be maintained 
to within ±1 db. 

1-3. Output frequency selection can be done directly 

from the front panel or electrically through a remote con- 
nector on the rear panel. Remote control input require- 
ments are compatible with DTL or TTL logic using BCD 
coding. Logic levels are as follows; 

Logic “0*' = 0 to +0.9V dc or contact closure to 

logic ground- Maximum per line 
current sinking requirement is 1.6 
ma, 

Logic “1” = +2 to +5V dc. 

1-4. The synthesizer is completely solid-state and mod- 
ular construction is used throughout for ease in main- 



tenance. The chassis is designed for bench-top use or 
installation in a standard 19 inch equipment rack. Rack 
mounting brackets and chassis slides are available for rack 
mounting. Input power requirement is 115/23GV ac 
+ 10%, 50 to 440 Hz at approximately 80 watts. 



1-5, Optional features are available to meet specific 
applications. These options are described in Table 1-1. 



Table 1-1. OPTIONS 


OPTION 


DESCRIPTION 


-02 


Internal 5 MHz Standard. 2 X 1 0' 9 per 
day drift rate 


-04 


Rear Output- BNC output connector on 
rear panel. 


-05 


Temperature Compensated Crystal 
Oscillator. 5 X IQ' 6 per year drift rate. 
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1-6. SPECIFICATIONS 

FREQUENCY 



RANGES , , 
INCREMENTS 
SELECTION . 



SPURIOUS OUTPUTS 
NON-HARMONIC 
HARMONICS . . 



SIGNAL TO NOISE RATIO (TYPICAL) 

(Including the effects of the internal standard) 

PHASE 

AMPLITUDE 



SYNTHESIZER RESIDUAL (Internal noise from 5 MHz 
input to synthesizer output) 

PHASE 

AMPLITUDE 



PHASE NOISE SPECTRAL DENSITY 



OUTPUT VOLTAGE 



1 MHz -160 MHz 



SWITCHING TIME 

INTERNAL FREQUENCY STANDARD (Optional) 



1 MHz to 1 2 MHz 10 MHz to 1 60 MHz 

0.1 Hz 1 Hz 

Front panel rotary switches, remote BCD-TTL or DTL pos- 
itive true logic or contact closures. Logic “0” = 0 to +.9V 
dc. Logic “1” = +2 to +5V dc, or open circuit. 



Greater than 83dB (to 1004B) below fundamental. See 
Figure 1-1. 

Greater than 25dB below fundamental, (Typically >30 dB) 



Greater than 62 dB 
Greater than 94 dB 



Greater than 74 dB 
Greater than 94 dB 



Measured in a 30 kHz band exclud- 
ing a 1 Hz band centered on the 
fundamentals for dialed frequencies 
from 80 MHz to 160 MHz. Improve- 
ment in signal to phase noise ratio 
is seen for lower frequencies. 



Guaranteed S$B S/N ratio at the synthesizer output mea- 
sured in a 1 Hz bandwidth. Valid for dialed frequencies 
from 80 MHz to 1 60 MHz, Improvement for lower selected 
frequencies. 



OFFSET FREQUENCY 

1.2 kHz 
32 kHz 
600 kHz 



GUARANTEED $/N 

>115dB 

>121dB 

>l35dB 



Adjustable from +3 dBm to +13 dBm into 5012 (,3V to 
IV rms) with front panel control or external dc voltage. 
Level maintained ±1 dB into 50S2 

Less than SOOjttsee to be within 50 Hz of final frequency. 
5 MHz 



AUXILIARY OUTPUTS . 

AUXILIARY INPUTS 

Reference Frequency , 
External Level Control 



OPTION 


AGING RATE 


STABILITY 


O O 
1 1 


±2 X 10" 9 /Day 
5 X 1 0’ 6 /Year 


1 X 10' s , 0°C to S0°C 
lXlO-^OX to 50°C 



5 MHz at nominally IV rms into 5GJT1- 



5 MHz @ 0 dBm to +16 dBm into 500 
0,1 to 0.8 VDC nominal into > 2 k£2 



t-2 
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4 8 12 20 40 

FREQUENCY MHz 



NOTE 

Power line related spurious 
may exceed these specifica- 
tions when unit is powered 
from 50 Hz t high line voltage 
source . 



Figure 1-1. NON-HARMONIC SPURIOUS PERFORMANCE 



POWER REQUIREMENTS 



DIMENSIONS, WEIGHT 



ENVIRONMENTAL 



OPERATING . . 
NON-OPERATING 



115/230V rms +10% selectable by rear panel switch, 
50 - 440 Hz, 80 watts. 

Standard 19” (48.3 cm) relay rack width, 7” (17.8 cm) 
high, 20” (50,8 cm) behind front panel, 45 pounds (21 kg). 
Slides and rack mounting kit optional (See outline drawing, 
Figure 1-2). 

0 to 50 5 C, 0 to 80% RH, 0 to 10,000 feet. 

-62°C to +70 S C, 0 to 50,000 feet. 




Figure 1-2. OUTLINE DRAWING 
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Section 2 

Operating Instructions 



2-1. INTRODUCTION 

2-2. Tliis section contains information essential for cor* 

reet operation of the Model 6160B. Should any difficulties 
be encountered during operation* please contact the near- 
est John Fluke Sales Representative or the John Fluke 
Mfg. Co., Inc, A complete list of Sales Representatives is 
located at the rear of this manual. 

2-3. SHIPPING INFORMATION 

24. The Model 6160B was packaged and shipped in a 
foam packed cardboard carton. Upon receipt* a thorough 
inspection should be performed to reveal any damage in 
transient. Special instructions for inspection and claims are 
included in the carton. 



2-8. INSTALLATION 

2*9. The synthesizer is designed for bench-top use or it 
can be installed in a standard 19 inch equipment rack with 
the mounting brackets shown in Figure 2-1 and 2-2. Rack 
mounting is done as follows: 

a. Pee) the decals shown in Figure 2-1 from the front 
corner castings. 

b. Remove the screws from the front corner castings 
which match the hole patterns in the rack mount- 
ing brackets. 

c. Attach the rack mounting brackets to the corner 
castings with #8*3 2 PHP screws. 



2-5. If reshipment is necessary, the original container 

should be used. If it is not available, a new container can be 
obtained from the John Fluke Mfg, Co,, Inc, Please refer 
encc the Model number when requesting a new container. 

2-6. INPUT POWER 

2-7. The synthesizer can be operated from either a 
115 or 230V ac, 50 to 440 Hz power line. A slide switch 
on the rear panel allows selection of the appropriate line 
voltage, The rated value of the two fuses on the rear panel 
are as follows: 

115V AC 230 VAC 

PM SLO BLO %A SLO BLO 
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Figure 2-1. RACK MOUNTING BRACKET 
INSTALLATION (M07-205-6QQ) 

2-1 
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< 


i 


d. 


Peel the center side panel decals from the 


h. 


Depress the spring locks on the chassis sections (B) 


i 




synthesizer. 




and insert the synthesizer between the extended ' 

center sections (D) on the cabinet. 


m 


c. 


Attach the chassis section (B) to the side panels 
with the screws (C) provided in the kit. 


i. 


Slide the synthesizer completely into the equip- -i 

ment rack and secure it in place with fasteners 


i 


f. 


Install the cabinet sections (E) and center sections 
(D) in equipment rack. The extension angle brack- 




through the rack mounting brackets. 1 

i 


i 




ets, which are part of section (E), are mounted at 


2-10. 


OPERATING FEATURES 






the rear of the cabinet. 


2-11. 


i 

The location and function of all controls, con- 


E 


8* 


Slide the center sections (D) toward the front of 
the cabinet until they lock in place. 


nectors, 


and indicators is shown in Figure 2-3. 

i 

i 


E 




Figure 2-2. CHASSIS SLIDE INSTALLATION (MOG-280-610) 
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Frequency Dials; 

In-line digit switches that provide selec- 
tion of the desired output frequency. 



POWER Indicator: _ jj 

Illuminates when the synthesizer I ini 

is fully energised, ” ■ ! i 

^ — 44a 

FUNCTION: 

Four position switch used to select the operating mode. 

OFF — Synthesizer partially energized. No 

Output present, 

1-12 MHz — Synthesizer fglly energized. Output 
selectable from 1-12 MHz using Fre- 

LOCAL FREQ quency Dials, 

CONTROL 10-160 MHz - Synthesizer fully energized. Output 

selectable from 10-160 MHz using 
Frequency Dials. 

REMOTE FREQ “ Synthesizer fully energized. Range 

CONTROL Srl! ^ fluency dependent upon 

remote inputs. 



REMOTE FREQ 
CONTROL 



INVALID FREQ; 

Illuminates when the 1 MHz 
Frequency Dial is set to 12 
or above in the 1-12 MHz 
range. 



RF OUTPUT: 

BNC connector which provides 
connection to the synthesized 
output. 



OUTPUT LEVEL : 

Allows adjustment of the output 
signal level, provided the INT/EXT 
LEVEL slide switch on the rear 
panel is set to I NT. Adjustment 
range is from +3 to +13 dBm into 
50 ohms. 



, REMOTE FREQUENCY CONTROL: 

Card edge receptacle which receives remote inputs. 
A mating connector is supplied with the synthesizer 



STD OUT: — — . 

5 MHz standard output available 
when the -02 or -05 Option 
is installed. Level is IV rms 
+ 3 dB into 50 ohms. / 



5 MHz IN: ^ 

Receives the 5 MHZ synthesizer 
drive source, A patch cable is 
supplied for connection to the 
STD OUT, if installed. Input 
level requirements is 0 to +16 
dBm into 50 ohms. 



LEVEL CONT INPUT:' 

Receives an external dc voltage 
for control of the output amplitude. 



\ BUFF 5 MHz OUT: 

Buffered output derived from 
the 5 MHz IN. Level is IV rms 
into 50 ohms, 

RF OUT: 

Provides connection to the 
synthesized output. <-04 
i Option). 

INT/EXT Switch: 

Slide switch used to select internal 
(front panel ATTEN) or external {EXT 
LEVEL) amplitude control. 



Power Receptacle: 

Receives input line power. A 
power cord is supplied. The 
synthesizer is partially ener- 
gized when power is applied. . 



Fuses: 

Protect input power circuitry, 
1.5A SLO-BLO for 115V ac. 
.75A SLO-BLO for 230V ac. 



115/230 Switch: 

Slide switch used to select 115 
Or 230V ac power line input. 



Figure 2-3. OPERATING FEATURES 
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2-12. OPERATING NOTES 



2-13. AC Line Connection 

2-14. The input power cord has a three prong, polarized 
plug. This plug allows connection to either a 1 15 or 230V 
ac, 50 to 500 Hz, single phase power line. The round pin 
on the plug connects the chassis to earth ground, therefore 
ensure that it is connected to a high quality earth ground. 



2-15. The synthesizer is partially energized when the 
power cord is connected to line power. This is done to 
provide continuous operating voltages for the oven of the 
Internal Frequency Standard (—02 Option) should it be in- 



stalled. 



NOTE! 



Line power must be applied for at least 
72 hours before the specified frequency 
stability of the -02 Option Internal 
Frequency Standard is obtained. 



2-21. OPERATIONAL TESTS 

2-22. The following tests can be used to initially verify 
operation of the synthesizer. Required test equipment is 
as follows: 

1. Frequency Counter Fluke 1952 A-07-09 

2. RF Voltmeter HP411A 

3. BNC “T” 

4. 50 ohm in-line compensated load 

5. 50 ohm coax cable 



a. Set the 1 15/230 slide switch to appropriate power 
line voltage. Refer to paragraph 2-6 for fuse 
ratings. 

b. Connect power cord to line power. Refer to 
paragraph 243 grounding information. 

c. Apply 5 MHz drive signal to 5 MHz INPUT 
connector. Refer to paragraph 2-15 tor input 
requirements, 

d. Set INT/EXT slide switch to INT. 









2-16. Drive Source 

2-17. A 5 MHz reference signal is required as a drive 
source. Input signal level requirements is IV rms +.3 dB into 
50 ohms. This signal is applied to the 5 MHz(lNP_UT)con- 
nector on the rear panel. A buffered 5 MHz signal derived 
from the drive source is available at the BUFF 5 MHz OUT- 
PUT connector. ..... . ...... . 

2-18. When the -02, or -05 Option is installed, a refer- 
ence drive signal is available at the STD OUTPUT connect- 
or. A patch cable is included for connection to the 5 MHz 
(INPUT: connector. If an external drive signal is used, care 
should be exercised in transmitting the signal to the syn- 
thesizer to avoid contamination by hum and noise. 



e. 



f. 



h. 

\ 






2-19. External Amplitude Control 



2-20. Provisions have been made to allow the use of an 
external dc voltage to control the output signal level of 
the synthesizer. A LEVEL CONT INPUT connector on the 
rear panel receives the dc voltage. Selection of this feature 
is through an INT/EXT slide switch also located on the 
rear panel. Range of the external amplitude control is 
+3 to +13 dBm. The dc control voltage level is approx- 
imately equal to rms level of the rl output. Input re- 
sistance at the INPUT connector is > 2 kilohm. 



2-4 




Set the FUNCTION switch to 1 - 12 MHz. 
POWER indicator on the front panel should be 
illuminated. 



Set Frequency Dials to 1.0000000. 

Set OUTPUT LEVEL to +3 dBm position. 

Connect rf voltmeter through 50 ohm in-line load 
to RF OUTPUT connector. 



Rotate OUTPUT LEVEL control throughout its 
Tange, observing that output signal level is adjust- 
able from +3 to +13 dBm. 



Set OUTPUT LEVEL control to provide a +13 
dBm output. 



B 

I 

I 



I 

B 

I 




Rotate Frequency Dials throughout frequency 
range, observing output level is +13 dBm +1 dB. 





Set FUNCTION switch to 10 - 160 MHz, ob- 
serving decimal lamp shifts one decade to the 
right, and repeat step f. 
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m. 



Disconnect rf voltmeter. 



Connect frequency counter through 50 ohm coax 
cable to RF OUTPUT connector. Switch in 
50 ohm internal load of counter, if available. If 
counter i$ not equipped with internal 50 ohm 
load, connect an external 50 ohm load to counter 
input connector. / 



o. 



Gate counter externally with signal derived froi^ 
synthesizer frequency standard. \ 



Rotate each Frequency Dial throughout its range, 
observing that a corresponding output frequency 
is present. 



Set FUNCTION switch to 1 — 1 2 MHz and repeat 
step p. 



2-23. If the preceding test conditions were obtained, the 
synthesizer can be considered fully operational. The test 
equipment can be disconnected and the synthesized out- 
put used as desired. 



2-24. OPERATION 



2-25. Frequency Selection 



2-26. Selection of the desired output frequency is done 
from the front panel or remotely with programming inputs 
to the REMOTE FREQUENCY CONTROL connector on 
the rear panel. A FUNCTION selector on the front panel 
selects manual or remote mode of operation. Manual oper- 
ation is in effect when the 1 - 12 MHz or 10 - 160 MHz posi- 
tion is selected. The desired frequency is then selected and 
indicated using the Frequency Dials. Maximum output fre- 
quency is 11. 999999 MHz in the 1 - 12 MHz range and 
1 59 $99999 MHz in the 10 - 160 MHz range. If the most 
significant decade is dialed to 12 or above in the 1 - 12 MHz 
range, an incorrect output will be indicated by the INVA- 
LID FREQ indicator on the front panel. Remote operation 
is in effect when the FUNCTION selector is set for RE- 
MOTE FREQ CONTROL. Remote operation is described 
in paragraph 2-31, 



2-27. Amplitude Control 



2-28. The output signal amplitude is adjustable from +3 
dBm to +13 dBm into 50 ohms using a front panel OUT- 
PUT LEVEL control or a dc control voltage applied to the 
LEVEL CONT INPUT connector on the rear panel. An 
INT/EXT slide switch on the rear panel selects the desired 
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control feature. The OUTPUT LEVEL control on the 
front panel is in effect when the slide switch is set to INT. 
The external dc control voltage is selected when the slide 
switch is set to EXT. Input requirements for the external 
dc control voltage are described in paragraph 2-19. 






"£ 29 . 



Fixed Output 




2-30. A fixed 5 MHz output signal is available at the 
BUFF 5 MHz OUTPUT connector on the rear panel. This 
signal is derived from the reference drive source input. The / 
level is preset to nominally IV rms into 50 ohms. / 



r -’31. Remote Control 



2-32. Control of the output frequency and range is 
possible through a REMOTE FREQUENCY CONTROL 
connector on the rear panel. Interface between the pro- 
gramming equipment and the synthesizer is provided 
through an Amphenol (261-10022-201-50001) mating con- 
nector supplied with the synthesizer, Figure 2-4 lists and 
describes each terminal of the connector. 



2-33. Programming input requirements are compatible 
with DTL or TTL logic using BCD coding. Logic “0” is 0 
to +0.9V dc or logic ground. Logic “1” is +2 to +5V dc. 
Logic ground is available at terminals 6, 7, and 8 of the 
connector. 



NOTE! 



Logic levels are defined without specify- 
ing a maximum digital noise factor of 
0.5 V. If noise is to be considered \ then 
Logic "0” should be 0 to +0.5V dc or 
logic ground, and Logic f T " should be 
+2.5V to +5V dc. 



2-34. Remote control is activated by placing the FUNC- 
TION selector on the front panel to REMOTE FREQ CON- 
TROL position. Presence of a Logic “0” at terminal 5 of 
the rear panel connector selects the 1 — 12 MHz range. A 
Logic “1” at this terminal selects the 10 — 160 MHz range. 
BCD inputs at terminals 10 and 13 through 44 control 
selection of the output frequency. All decades can be pro- 
grammed to a maximum of 9 (8 + 1). Inputs above 9 will 
cause an invalid output. 
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TERMINAL 




POWER FLAG: 
SPARE 



FUNCTION 



LOGIC "0" = POWER OFF 
LOGIC "1" = POWER ON 



RANGE: LOGIC "0" = 1-12 MHz 

j LOGIC "1" = 10-160 MHz 

[ LOGIC GND 

SPARE 

REMOTE FLAG: LOGIC "0” MANUAL 

LOGIC “V'= REMOTE 

SPARE 

DECADE (RANGE) 

100 MHz (10-160 MHz) 

10 MHz (M2 MHz) 

1 MHz (1-12 MHz) 

10 MHz (10-160 MHz) 



100 kHz (M2 MHz) 

1 MHz (10160 MHz) 



10kHz (1-12 MHz) 

100 kHz (10-160 MHz) 



1 kHz (1-12 MHz) 

10 kHz (10-160 MHz) 



100 Hz (1-12 MHz) 

1 kHz (10-160 MHz) 



10 Hz (1-12 MHz) 

100 Hz (10-160 MHz) 



1 Hz (M2 MHz) 

10 Hz (10-160 MHz) 



0.1 Hz (1-11 MHz) 

1 Hz (10-160 MHz) 



REMOTE FREQUENCY CONTROL 

(TOP) 

2 4 6 8 10 12 14 16 IS 20 22 24 26 28 30 3 2 34 36 38 4 0 42 44 



9 11 13 15 17 19 21 23 25 27 29 31 33 35 37 39 41 43 
(BOTTOM) 
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Figure 2-4. REMOTE FREQUENCY CONTROL CONNECTOR TERMINALS 
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3-1. INTRODUCTION 

3-2, This section contains the theory of operation for 
the Model 61 6GB Frequency Synthesizer. The theory de- 
scription is presented first in a simplified block diagram 
description then a functional block diagram description, 
followed by circuit descriptions. A complete set of sche- 
matic diagrams is contained at the rear of the manual. 

3-3. The 6160B Frequency Synthesizer generates dis- 

crete frequencies from 1 MHz to 160 MHz (159.999999 
MHz) in two ranges. One range is from 1 to 1 2 MHz and 
provides 0.1 Hz resolution. The other range is from 10 Hz 
to 160 MHz with 1 Hz resolution. 

34. The synthesis technique used is the indirect 
method. This method employs voltage controlled oscilla- 
tors (VCO) and phase detectors in phase locked loop 
arrangements which are referenced to a frequency standard. 
The arrangement insures accurate and stable output fre- 
quencies with low spurious signals and very low phase 
noise. 

3-5. SIMPLIFIED BLOCK DIAGRAM 
DESCRIPTION 

3-6. A simplified block diagram of the 6160B is 
illustrated in Figure 3-1. As shown in the diagram, the 
6160B can be divided into five basic blocks; Computer, 
Digit Generator, Output Divider, Frequency Standard, and 
Input Filter. The synthesis process occurs within the 
Digit Generator and Output Divider. Front Panel or Re- 
mote control BCD commands are processed by the Com- 
puter and applied to the Digit Generator. These BCD 
digit commands direct the Digit Generator to produce 
discrete frequencies corresponding to each frequency dial 
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selected on the front panel These frequencies are com- 
bined to provide a coherent output from 80 to 160 MHz, 
The 80 to 160 MHz signal is applied to the Output Divider. 
Under commands by the Computer, the Output Divider 
divides the input frequency by 1, 2, 4, 8, 10, 20, 40, or 
SO to yield the frequency selected on the front panel 
frequency dials (or remote control), Stability and accuracy 
of the output signal is based on the Frequency Standard. 
The standard may come from an external 5MHz sourc e^ 
^oTTxom one of the internal crystal oscill ator opti ons 
’(6T60'B-627 "'o 7 -”05J) . ^ ” MHz signals from the 
Tre<Jie7c7"StanTa7d is applied to the Input Filter where it 
is buffered and processed to provide a TTL level square 
wave output. This TTL output is applied to the Digit 
Generator as a reference for producing discrete frequencies. 

3-7. FUNCTIONAL BLOCK DIAGRAM 
DESCRIPTION 

3-8. The following paragraphs describe operation of the 
synthesizer using the 6160B Block Diagram, Drawing No. 
616QB-15Q1, located at the rear of the manual. Supple- 
mental block diagrams will be used during this description. 
These drawings are given figure numbers and occur in the 
following text. 

3-9. Frequency Standard 

3-10. The master oscillator for the frequency synthe- 

sizer can be either an external or internal 5 MHz standard. 
The internal standard is available in two options. One of 
these self-c ontained 5 MHz c rystal oscilla tors is ava ilable 
as the^T&T Option with 2 X 1G" 9 per dayTln fTrate^ The 
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REMOTE FRONT PANEL 




1 - 160 MHz 
OUTPUT 



Figure 3-1. 6160B SIMPLIFIED BLOCK DIAGRAM 



—02 option utilizes an oven for temperature control. Hie 
—05 option is a temperature compensated crystal oscillator ) 
(TCXO) with 5 X 10* 6 peVffiftTSte. 



3-11. input Filter 

3-12. The Input Filter conditions and distributes the 
5 MHz Frequency Standard signal. This signal is buffered, 
filtered, and amplified to provide two 5 MHz signals. It 
also incorporates a X2 multiplier to provide a 10 MHz 
signal. One of the 5 MHz signals is preset to a level of\ 
1 Vrmsinto 50 ohms and made available at the BUFF 5MHz j 
^OUT connector on the rear panel. The other 5 MHz signalY 
is distributed to the 1 MHz Digit Unit (D.U.) Step Loop, j 
(6160B-4153-1) for a reference. The 10 MHz signal is' 
applied as a reference to the 10 MHz D. U. Step Loop 
Phase Detector (6160A-4106-1). 



3-13, The 5 MHz signal to the 1 MHz Digit Unit Step 
Loop module is divided to 1 MHz by a 5/1 divider. This 
signal functions as a reference for the 1 MHz D. U. Step 
Loop. It is also applied to the Six Digit Generator 
(6040A-41Q2) where it buffered and applied to the Com- 
puter as a clock signal. The 1 MHz reference undergoes 
further division for use within Six Digit Generator, 

3-14. Computer 

3-15, The frequency control Computer (6160B-4012) 
generates internal frequency control commands from manual 
or remote synthesizer frequency control inputs. Manual 
inputs are from the front panel frequency controls. Re- 
mote inputs are from the REMOTE FREQUENCY CON- 
TROL connector on the rear panel. These inputs are 
multiplexed serial by decade, processed, and then converted 
to parallel digital commands that establish correct synthe- 
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sis conditions necessary to obtain the preselected output. 
A simplified diagram of the Computer is shown in Figure 
3-2. A formula given in this illustration can be used to 
determine what digital output commands are generated 
for any preselected input. 

3-16. Input commands from the front panel or rear 
panel are applied to the multiplexers. The band logic 
decodes input to 10 MHz digit information and selects 
the appropriate xl, x2, x4, or x8 gates. Range commands 
are applied with the band commands to the Output Divider 
to select dividers and gates in that module. 

3-17. A 1 MHz clock input controls the parallel to 
conversion process. This input signal is applied to the 
load generator and divided by two to drive the address 
generator. The address generator produces binary address 
data to the multiplexer and address converter. The multi- 
plexers serially transfer the parallel synthesizer frequency 
control BCD inputs in 1 Hz to 10 MHz decade order to the 
first x2 multiplier and the xl gates. The output of the 
first x2 multiplier is applied to the following x2 multiplier 
as well as the x2 gates. The output of the second x2 multi- 
plier is applied to the x4 gates as well as the final x2 
multiplier, which produces the x8 output. Carry outputs 



are sequentially applied to the following multiplier by the 
carry “A” and “B” storage circuits. Carry load commands 
are derived from the load generator. The multiplied and 
gated serial by decade BCD information is then applied to 
the 1 MHz and 10 MHz storage circuits and x2 Multiplier. 
Conversion of the serial information to parallel format is 
done in the storage circuits. These circuits are addressed 
in sequence with each decade transfer period by control 
commands from the address converter. 

3-18. Digit Generator 

3-19. Figure 3-3 illustrates the composition of the 
Digit Generator discussed in the Simplified Block Diagram 
description. Frequencies for the six lower order decades, 
1 Hz through 100 kHz, are produced in the Six Digit 
Generator. Frequencies for the 1 MHz and 10 MHz 
decades are produced in the 1 MHz and 10 MHz Digit 
Generators, respectively. The same basic circuit arrange- 
ment is used in each generator and will be described in the 
following paragraph. Afterwards, each of the generators 
will be described separately. 

3-20. Figure 3-4 illustrates the basic phase lock loop 
circuit arrangement used for each decade in the generators. 




Figure 3-2. FREQUENCY CONTROL COMPUTER 



I 
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20.00000 80.000000 

TO TO 

29.99998 159,999999 



SIX DIGIT 




1 MHz DIGIT 




10 MHz DIGIT 




GENERATOR 


1 


GENERATOR 




GENERATOR 





10.000000 

TO 

19.999999 



Figure 3-3. DIGIT GENERATORS 



MAIN 

LOOP 




reference frequency 

DERIVED FROM FREQUENCY 
STANDARD 



Figure 3-4. PHASE LOCK LOOP ARRANGEMENT 
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The arrangement consists of Main Loop and Step Loop 
circuitry. Discrete frequency steps for each digit selected 
in a decade are produced in the Step Loop. These steps 
are then added to the preceeding decade frequency in the 
Main Loop circuit. 

3-21. Beginning with the Step Loop, a reference fre- 
quency derived from the synthesizer’s frequency standard 
is applied to one input of the phase detector. A divided 
down Step Loop VCO frequency is applied to the other 
input. Any difference between the two frequencies results 
in a dc control voltage output from the Phase Detector. 
This control voltage is applied to the Step Loop VCO and 
changes the output frequency until the inputs to the 
Phase Detector are equal, resulting in a phase lock condi- 
tion. The Step Loop VCO output frequency is applied to 
one input of the Main Loop Mixer where it is mixed with 
the Main Loop VCO frequency. The Mixer output is 
applied to the Low Pass Filter which yields the difference 
frequency. A control voltage from the Main Loop Phase 
Detector changes the VCO frequency until the difference 
frequency equals the preceeding decade frequency. This 
results in a Main Loop VCO output frequency which is 
equal to the Step Loop VCO frequency plus the preceeding 
decade frequency. 

3-22. Varying the frequency steps in a decade is accomp- 
lished by varying the division ratio of the N: 1 Divider. The 
N: 1 Divider is a programmable counter. It can be preset 
by BCD commands from the Computer. How much the 
Step Loop VCO frequency is divided depends upon how 
many counts are required from any given preset count to 
the end of the count cycle. 

3-23. SIX DIGIT GENERATOR (6040A-41 02). Refer 
to the Block Diagram (drawing 6160B-15Q1) at the rear of 
the manual. The Six Digit Generator contains three loops 
that handle two decades of frequency control. The first 
loop, which is basically a step loop, controls the 1 Hz and 
10 Hz decades. Here, the N:1 Divider has division ratios 
from 1 100 to 1001. With zeros applied from the Computer 
to the 1 Hz and 10 Hz BCD control lines of the divider, 
a division ratio of 1 100:1 is achieved. Consequently, with 
nines applied the ratio is 1001 , To determine the frequency 
of the VCO, multiply the known division ratio by the 
reference frequency. For example, if zeros are applied, the 
ratio is 1100 which when multiplied by the 25 kHz refer- 
ence equals 27.5 MHz. 

3-24. In the 100 Hz and 1 kHz loop, the frequency 
steps are generated by a Step Loop and added to the pre- 
ceeding 1 Hz and 10 Hz frequency in the Main Loop, The 
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N: 1 Divider ratio is from 489, for zeros, and 390, for nines. 
The 10 kHz and 100 kHz circuit is similar in construction 
but with an N:1 Divider ratio of 205 to 309:1. This time 
with zeros programmed, the division is 205:1 and with 
nines programmed, 304:1. 

3-25. 1 MHZ DIGIT GENERATOR (61 60B4 1 53). Since 

the 1 MHz Digit Generator must add its frequency steps to 
the preceeding Six Digit Generator, it contains a Main Loop 
and Step Loop. The loops, however, are divided into three 
modules. The Step Loop is the 6160B4153-1, Main Loop 
VCO is 6160B-4153-2, and the Main Loop Phase Detector 
is 6160B-4153-3. A 1 MHz reference frequency is used in 
the Step Loop which has a VCO range from 18-37 MHz. 
Consequently, the N:1 Divider has division ratios of 18-37:1 
in 20 steps. With the divider programmed for zero, the 
ratio is 18:1. 

3-26. 10 MHz DIGIT SECTION. The 10 MHz Digit 

Section consists of five separate modules which together 
form the step and main loops shown in Figure 3-5. The 
output ranges from 80 to 159.999999 MHz. The step loop 
consists of modules titled 10 MHz Step Loop Phase De- 
tector (6160A4106-1) and 10 MHz D.U. Step Loop VCO 
(6160A4107— 1). The main loop consists of the 10 MHz D. 
U. IF Mixer (6160A4108), 10 MHz D. U. Phase Detector 
(6160A4109),and 10MHz D. U. Main VCO (6160A4110). 

3-27. The 10 MHz step loop modules produce a 70 to 
140 MHz output in 10 MHz increments (see table in Figure 
34). The circuitry associated with the 10 MHz step loop 
consists of a D/A converter, VCO, and a phase detector. 
Hie D/A converter receives the 10 MHz decade internal 
frequency control commands and produces a dc control 
voltage which presteers the VCO near to the desired fre- 
quency, The resulting VCO signal is then phase locked to a 
10 MHz reference using a phase detector. 

3-28. The 10 MHz main loop combines the 10 MHz step 
loop signal and the previous decade information to produce 
an 80 to 159,999999 MHz output. This signal is produced 
using a D/A converter and VCO in the 10 MHz D. U. Main 
VCO module, a subtractive mixer and LPF in the 10 MHz 
D. U. IF Mixer module, and a phase detector in the 10 MHz 
D. U. Phase Detector module. 

3-29. The D/A converter receives the 10 MHz decade 
internal frequency control commands and produces a dc 
control voltage which presteers the VCO to nearly the de- 
sired frequency. Nominal overall range of the VCO is from 
80 to 160 MHz in 10 MHz range increments. The VCO out- 
put is applied to a subtractive mixer and the Output Divider 
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Figure 3-5. 10 MHz DIGIT SECTION 



module. The 10 MHz step loop signal of 70 to 140 MHz 
functions as the other input to the subtractive mixer. Since 
the main loop signal is 10 to 20 MHz above the step loop 
signal, the output of the mixer will be approximately 10*20 
MHz. The resulting output of the mixer is filtered in the 
LPF and applied to the phase detector. The phase detector 
compares the mixer output to the output of the 1 MHz 
Digit Unit Section and supplies a dc control voltage to the 
main loop VCO that phase locks the main loop such that 
both inputs to the phase detector are equal in frequency. 
The resulting 80 to 159.999999 MHz output from the VCO 
thus contains the entire digit information. 

3-30. OUTPUT DIVIDER. The Output Divider (6160A- 
4111) receives the synthesized frequency of 80 to 159. 
999999 MHz and produces the final 1 to 159.999999 MHz 
output. The circuitry consists of an input buffer, six 2/1 
dividers, a 5/1 divider, low-pass filters, gates and an output 
amplifier. 

3-31. The 80 to 159.999999 MHz signal is amplified in 
the input buffer and applied to a gate, low-pass filter, and a 
2/1 divider. The 2/1 divider and each successive divider 
then provides divided down signals to associated low-pass 
filters. Activation of the appropriate gate by the range and 
band commands from the frequency control computer then 
applies the desired low-pass filter output to the output 
amplifier. This synthesized signal corresponds to the pre- 
selected output. For example, if a 13.111111 MHz output 
is selected, the 10 - 160 MHz range and 10-20 MHz band 
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commands activates the gates for the 20 MHz low-pass filter. 
Since the synthesized input to the Output Divider would 
be 104.888888 MHz, it is divided by three 2/1 dividers to 
obtain the preselected 13.111111 MHz output. The output 
amplifier then produces a +3 to +13 dbm output signal de- 
pendent upon the position of the OUTPUT LEVEL control 
or an external dc amplitude control voltage. 

3-32. POWER SUPPLY. The Power Supply (6160A- 
40 14) produces dc operating voltages of +5, +14, and -12V. 
It receives ac power through the Mother Board (6160A- 
4013) from the Power Transformer (6160A-41 16). A dual 
winding in the primary of the power transformer allows 
operation from either a 115 or 230V ac line. The three 
operating voltages are regulated by individual series-pass 
regulators. The series-pass transistors are mounted on the 
Heat Sink (6160A-4021) located on the rear panel. 

3-33. CIRCUIT DESCRIPTIONS 

3-34. The following paragraphs describe in detail the 
circuitry in the synthesizer. Associated schematic diagrams 
are located at the rear of the manual. 

3-35. Front Panel PCB Assembly (6160A-4051) 

3-36. The Front Panel PCB assembly (Drawing No. 
6160A-1051) provides a means to energize the synthesizer 
as well as converting manual frequency commands to BCD 
information that are processed by the Computer Assembly 
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(6160B4012). It also provides visual indication of opera- 
ting conditions through light emitting diodes (LED’s) label- 
ed POWER and INVALID FREQ. Frequency Dials provide 
in-line decimal indication of the manually selected frequen- 
cy. A FUNCTION switch allows selection of two frequency 
ranges (1 - 1 2 MHz and 10 - 160 MHz) and the remote mode 
of operation. Decimal indicators (LED’s) are illuminated 
in the appropriate range such that the manually selected 
frequency is displayed in MHz. An OUTPUT LEVEL con- 
trols allows setting of the RF OUTPUT level anywhere 
between +3 and +13 dbm. 

3-37. Energizing of the synthesizer is done using the 
FUNCTION switch S9. When S9 is set to a position other 
than OFF, a ground, via S9C, is applied to terminals 14 and 
21 of Jl. These grounds enable the Power Supply (Drawing 
No. 6160A-1014) via the Computer and Mother Board 
(Drawing Nos. 6160A-1012 and 1013), which then pro- 
duces +5V, +14V, and —12V operating voltages. Presence 
of the +5V operating voltage at terminals 32 and 34 of J2 
illuminates POWER indicator CR4 via RIO. This +5V also 
illuminates decimal indicator CR1 or CR2 via S9A when it 
is set to the corresponding 10 - 160 MHz or 1 - 12 MHz po- 
sition. When the FUNCTION switch is set to OFF, a 
ground is made available, via S9C, to terminal 13 of Jl 
which enables the internal Frequency Standard (—01 or 
—02 Option). 

3-38. Selection of the 1 - 12 MHz or 10 - 160 MHz 
range provides a ground, via S9B, to the rotors of Fre- 
quency Dials SI through S8. These switches produce BCD 
commands (0V = true) to Jl and J2 which are processed by 
the Computer assembly to establish the manually selected 
output frequency. Diodes CR2 through CR33 provide 
isolation when the REMOTE mode is selected. Selection of 
the REMOTE mode opens the ground to the rotors of SI 
through S8, via S9B, and also opens the ground to terminal 
21 of J2. Subsequently, the Frequency Dials are disabled 
in the REMOTE mode. Absence of the ground at terminal 
21 of J2 and presence of +5V at terminals 31 and 33, via 
S9A, then causes the Computer assembly to process only 
inputs from the remote input connector at the rear panel. 

3-39. The INVALID FREQ, indicator CR3 is illuminated 
whenever the 1 - 12 MHz range is selected and the 10 MHz 
Frequency Dial is set to 12 and above. NOR gate U1 re- 
ceives the 8 and 4 bit commands from S8 at its pins 1 and 2 
and ground via S9B when the 1 - 12 MHz range is selected. 
Presence of all three grounds produces a 0V output at pins 
6 and 8 of U 1 . This 0V output provides a return to ground 
for CR3 via R1 and R2 and illuminates the INVALID FREQ 
indicator. 



6160B 

3-40. Control of the output signal level is done using the 
RF LEVEL control R7. Variable resistor R7 together with 
R3, R4, R6, and R8 form a divider between ground and 
+5V. The wiper voltage of R7 is made available to PI and 
the Output Divider module (6160A-41 1 1) via an INT/EXT 
slide switch on the rear panel. Variable resistors R4 and R6 
allow adjustment of the upper and lower voltage limits of 
R7. 

3-41. Power Supply (6160A-4014) 

342. The Power Supply (Drawing No. 61 60A-1 014) con- 

sists of three low-ripple supplies which provide! operating 
voltages of +5V, +14V, and -12V for the synthesizer. A 
block diagram of the circuitry is shown in Figure 3-6. 



♦14V REGULATOR 




Figure 3-6. POWER SUPPLY BLOCK DIAGRAM 

343, Input power transformer T1 receives ac line power 
through the RFI filter, fuses FI and F2, and slide switch SI . 
The primary windings of T1 are connected in parallel via 
SI for 1 15V line operation or in series for 230V line opera- 
tion. Three separate secondary windings of T1 supply full- 
wave rectifiers CR1 through CR6 and Cl through C3 with 
required ac operating voltages. The resulting rectified dc 
voltages are applied to PI and P2 of the power supply. The 
dc voltage at pin L of PI (+24V) is applied to the +14V 
regulator. It also functions as an unregulated supply voltage 
for the optional Frequency Standard (6160A-4018), The 
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dc voltage at pin 4 of P2 (— 24V) is applied to the —12V re- 
gulator. The dc voltage at pins 9 and 10 of P2 (+10V) is 
applied to the +5V regulator. 

344, The +14V supply consisting of Q1 through Q5, 
Ul, and series pass elements mounted on the heat sink pro- 
duces a low-ripple +14V dc operating voltage for the syn- 
thesizer. It also contains a current limiter which prevents 
overloads from harming the supply. The regulator is enabled 
by a ground applied to R8 via the FUNCTION switch on 
the front panel. It consists of constant current source Q5, 
comparator amplifier Ul, and series pass elements Q1 and 
Q2. Constant current source Q5 provides operating current 
for the series pass elements Q 1 and Q2 and the comparator 
amplifier Ul . One input to Ul is referenced to supply com- 
mon via R15. The other input to Ul is derived from divider 
R17 through R21 connected between the +14V and —12V 
outputs. Subsequently, the +14V regulator is referenced to 
the —12V regulator. Any variations in the + 14V output are 
sensed at the junction of R18 and R19 by Ul, amplified, 
and alter the conduction of the series pass transistors Q1 and 
Q2 to maintain the +14V output. Variable resistor R21 
allows adjustment of the +14V output. Drive voltage input 
to Q2 is prevented from exceeding +18V by CR10 in the 
event Ul and associated circuitry fails. 

345. Current overloads are prevented from harming the 
+ 14V regulator by Q1 through Q4. Transistor Q1 together 
with temperature compensator Q2 monitor the voltage drop 
across R4. When the current through R1 exceeds approx- 
imately 1.2A, current through Q1 and resistors Rl, R2 in 
its collector produces a turn-on voltage for Q4. Conduction 
of Q4 prevents any further increase in base current for series 
pass driver Q2. The resulting current via series pass element 
Q1 is subsequently limited at 1.2A. If the regulator output 
falls below +14V during a current limit condition, transistor 
Q3 conducts and further decreases drive current to series 
pass driver Q2, thus providing “fold-back” current limiting 
of the regulator output. An example of “fold-back” limit- 
ing is shown in Figure 3-7. 




Figure 3-7. “FOLD-BACK" CURRENT LIMITING 



346. The -12V supply produces a low-ripple -12V dc 
operating voltage. The supply is enabled by a ground applied 



to R29 via the FUNCTION switch on the front panel. The 
regulator consists of Q10, U2, CR21, and series pass ele- 
ments Q3 and Q4. Current limit protection is provided by 

Q6 through Q9. Operation of this circuitry is very similar 
to the +14V regulator. Differences are the use of zener 
CR21 as a reference for U2 and a current limiting point of 
approximately 1.1 A. Variable resistor R40 allows adjust- 
ment of the —12V output. 

347. The +5V supply consists of Q1 1 through Q15, U3, 
and series pass elements Q5 and Q6. It produces a low- 
ripple +5V dc operating voltage. The regulator consists of 
Q15, U3, and series pass elements Q5 and Q6. Current 
limit protection is provided by Qll through Q14. The re- 
gulator is referenced to the -12V supply via divider R58 
through R61. Enabling is done in sequence with the —12V 
supply. Operation is very similar to the +14V supply. 
Differences are a current limit point of approximately 3. 5 A 
and over voltage protection provided by CR26, Q15, and 
CR28. Fuse FI provides additional protection at 4A. 

3-48. 5 MHz Frequency Standard (6160A-4018) 

. 349. The 5 MHz Frequency Standard (Drawing No?\ 
; 6160A-1018) is installed as the —02 Option. It provides a 
1 5 MHz reference drive source for the synthesizer via a STD / 
\ OUT connector on the rear panel. 

3-50. The frequency standard receives operating voltage 
from the Mother Board (Drawing No. 6160A-1013) whenever 
ac power is applied to the synthesizer. When the FUNCTION 
switch is set to OFF, a ground is applied to pin 8 of the 
frequency standard. This ground causes Q1 to conduct and 
apply the unregulated +14V input at pins H and 7 to termin- 
al 3 of oscillator, Y 1 . Since the power supply is not opera- 
ting, the regulated inputs to pins 1 and 6 are not present 
and terminal 1 of Y1 is at ground via CR2. The unregulated 
input between terminals 3 and 1 of Y1 then serve as an op- 
erating voltage for the oscillator. When the FUNCTION 
switch is set to a position other than OFF, the ground to 
pin 8 is removed. Since the power supply is now operating, 
regulated inputs of +14V and —12V are applied to pins 6 
and 1, respectively. Removal of the ground at pin 8 causes 
Q1 to cut-off, thus making the applied regulated inputs be- 
tween terminals 3 and 1 (+26V) of Y1 serve as an operating 
voltage for the oscillator. Diode CR2 is cut-off because of 
the -12V input to pin 1. Decoupling of the -12V and 
+ 14V inputs is provided via LI, Cl and L2,C2, respectively. 

3-51. Input Filter Module (6160A-4101) 

3-52. The Input Filter Module (Drawing No. 6160A- 
1001) processes the 5 MHz synthesizer drive input and 
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Figure 3-8. INPUT FILTER MODULE BLOCK DIAGRAM 



produces two 5 MHz outputs and a 10 MHz output. One 
of the 5 MHz signals is made available at the rear panel. 
The other 5 MHz signal and the 10 MHz signal function as 
internal references within the synthesizer. A block diagram 
of the circuitry is shown in Figure 3-8. 

3-53. The 5 MHz drive input applied to J1 is first 
processed by the tuned limiter amplifier Q1 and Q2. This 
circuit functions as a limiter for high level inputs and as an 
amplifier for low-level inputs. Input signal level require- 
ment is nominally IV rms ±3 db. The resulting signal at 
L2 is then filtered by Y1 , amplified by driver Q3, and further 
filtered by Y2. The filtered 5 MHz signal is amplified by 
Q4 to provide a IV rms into 50 ohm output at J3. Variable 
resistor R17 allows adjustment of the signal level at J3. 
Driver Q7 and NAND gate U 1 provide a 5 MHz TTL signal 
at J2. A 10 MHz signal is provided at 34 by the tuned push- 
pull amplifier consisting of T3, Q5, Q6 and L4. 

3-54. Six Digit Generator (6040A-4102) 

3-55. 10 HZ STEP LOOP. The 1 Hz and 10 Hz Step 

Loop can be found on Drawing 6040A-1002, sheet 1. The 
50 kHz reference is applied to the 2:1 Divider, U51-12, 
where it is reduced to a 25 kHz reference signal. This 
reference is applied to Phase Detector U50-1 where it is 
compared with the output of the N:1 Divider at U50-3. 
Output of the Phase Detector is at U50-13 and -2. When 
the VCO lags the reference signal, an output occurs at 
U50-13 to the Up Charge Pump. The Up Charge Pump, 
Q37 and Q36, charges Cl 11 with pulses of current 
which causes a corresponding voltage rise. The rising 



voltage is coupled through the low-pass filter C109, 
C108, L29, C107, C106 and L28 to the varactor diode 
CR12. The voltage rise causes CR12 to change its 
capacitance causing an increase in VCO frequency. When 
the VCO frequency leads the reference signal, the Phase 
Detector output is at U50-2. In this situation the 
Down Charge Pump, Q25, conducts and discharges Cl 11 
which in turn causes a lowering of the control voltage 
to the VCO. This results in a decrease in VCO output 
frequency. The VCO ranges in frequency from 27.5 to 
25.025 MHz and consists of CR12, T5, and Q27, with 
Q26 acting as a buffer to reduce loading. Limiter 
Amplifiers Q34 and Q35 tend to square the sinusoidal 
output of the VCO. The squared output is applied to 
buffer amplifier U44-12, U44-6, and U47-6 to obtain 
sufficient TTL drive for the N:1 Divider. Another path 
for the VCO output is through U44-12 and U44-8 to 
through the 10:1 Divider U42. The output at U42-12 
is applied to the 100 Hz and 1 kHz Main Loop where 
it will be added to the 100 Hz and 1 kHz step loop 
frequency. 

3-56. The N : 1 Divider consists of two programmable ten- 
state counters (U45 and U46), a sixteen-state counter (U49), 
an AND input flip-flop, and gates U47-8 and U47-12. 
In this arrangement the 1 Hz and 10 Hz BCD control lines 
are connected to the ten-state counters U45 and U46, 
respectively. The buffered TTL output of the VCO is 
applied to the clock 1 input of U45-8. The number of 
counts required to get an output from the N:1 divider 
depends upon what state the counters, U45 and U46, 
are preset to by the 1 Hz and 10 Hz control inputs. With 
zeros programmed into the counters it takes 1100 counts 
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for an output from the N:l. Programming for nines 
results in a much lower count of 1001. The end of a 
counting cycle occurs on the second clock pulse to U48-12 
after U47-8, 48-9, -10, -1 1, and -12 are high. This results 
in U48-6 going high which is buffered through U47-I2 to 
the Phase Detector, U50-3, The low output from U48-8 
initiates the load inputs of U45 and U46, This causes 
any data appearing on the 1 and 10 Hz control lines to be 
loaded. 



3-57. 100 HZ AND 1 KHZ STEP LOOP. Tins step 

loop can be found on schematic drawing number 6O40A- 
1002, sheet 2. The circuit arrangement is quite similar to 
1 Hz and 10 Hz Step Loop. Here, a 100 kHz reference 
frequency is divided by two at U39 to provide a 50 kHz 
reference signal. Tills reference is applied to Phase Detector 
U38-1 which compares it with the N;1 Divider output to 
U38-3. The outputs of the Phase Detector, U38-13 and -1, 
are applied to Up and Down Charge Pumps (Up - Q3 1 and 
Down - Q24). The resulting voltage from the charging and 
discharging of Cl 12 is filtered by CSl, C80, L21, C79, 
C78, and L20 and applied to varactor diode CRJ0 in the 
VCO to achieve a phase lock condition. Part of the filtered 
control voltage to the VCO is coupled through rc filter 
R110 and C82 to a voltage follower, U37. The output 
from U37 is a feedback voltage to provide more or less 
current for the Up Pump. It also provides a control voltage 
to a pair of diode voltage clamps, CR8 and CR89 in the 
Main Loop VCO control voltage circuit. The reason for 
this is discussed in the 100 Hz and 1 kHz Main Loop 
description. The VCO is almost identical to the previously 
discussed 10 Hz Step Loop VCO except that its output 
frequency is 24,45 to 19.5 MHz. The output is applied 
through buffer gates U3Q-12, U30-6, U31-11, and U31-3 
to provide sufficient TTL drive for the Nil Divider. A part 
of the VCO output is buffered by U30-12 and U30-8 for 
application to the Main Loop Mixer, 



3-58. The buffered VCO output frequency is applied 
to the N:1 Divider input at U32-8. The number of counts 
required to achieve an output from the divider at U36-14 
depends upon the preset states of U32 and U34. Preset 
data comes from the 100 Hz and 1 kHz Input lines from 
the Computer. With U32 and U34 programmed to zero 
a full count of 480 is required to get an output pulse from 
the N:1 Divider at U36-14. When U36-15 goes low as a 
result of this, data present on the 100 Hz and 1 kHz 
Input lines are loaded into U32 and U34, 
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3-59. 100 HZ AND 1 KHZ MAIN LOOP. One input 

to the Main Loop is from the 1 Hz and 10 Hz Step Loop 
and ranges from 2.75 to 2.5025 MHz. This input is first 
applied to a 5:1 Divider, U29, resulting in an output 
frequency of .55 to ,505 MHz. The output of the 5:1 
Divider is applied to one input of the Phase Detector, 
U28-1. The other input to the Main Loop is from the 
100 Hz and 1 kHz Step Loop and ranges from 24.45 to 
19.5 MHz. Tlris input signal is applied through C51 to 
U26-11, the Frequency Mixer. The other input to the 
mixer is the buffered Main Loop VCO frequency ranging 
from .25 to 20 MHz, These inputs to U26 are mixed and 
the resulting difference frequency, .55 to .5 MHz, is 
filtered through C59, C60, and L27 to amplifier Q20. 
Transistor amplifier Q20 operates in a saturated mode and 
provides a TTL level square wave output from its linear 
input. The TTL signal at .55 to .5 MHz is applied to the 
other input of the Phase Detector, U28-3, The bistable 
outputs of the Phase Detector, U28-13 and -2, are coupled 
to the Charge Pumps, The resulting control voltage alters 
the VCO frequency to achieve a phase lock. Output fre- 
quency from the VCO is applied through buffer drivers 
to the Mixer. Another output path is through buffer gate 
U25-8 to a 10:1 Divider, U24. The 2.5 to 2 MHz output 
from the divider, U24-12, is applied to the input of the 
10 kHz and 100 kHz Main Loop. 



3-60, The control voltage created by the Charge Pumps 
in conjunction with charge capacitor C71 is contained 
within a predetermined voltage “window”. The window 
limits are determined by voltage clamps CR8 and CR9. 
These clamps are controlled by a control voltage from 
the Step Loop voltage follower U37. This control voltage 
is derived from the Step Loop VCO control voltage. 
The purpose of this control is to pull the Main Loop VCO 
along with the Step Loop VCO when large frequency 
changes are required. This keeps the Main Loop within 
a close range to achieve a rapid phase lock. In addition. 
Main and Step Loop VCO’s track very closely. This 
occurs because the varactor diodes, CR9 of the Main Loop 
and CR10 of the Step Loop are matched. 



3-61, 10 KHZ AND 100 KHZ STEP LOOP. This Step 

Loop schematic diagram can be found on drawing 6040A- 
1002, sheet 4. A 1 MHz reference signal from J 1 is applied 
to buffer gates U 16-11 and U16-8 for application to the 
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10:1 Divider U15. Part of the 1 MHz signal goes through 
U16-3 and U16-6 to J3 which is applied to the Computer 
as the clock signal. The 100 kHz references out of the 10: 1 
Divider U36-1I is applied to one input of the Phase 
Detector U14-1, The other input to the Phase Detector 
is from the N: 1 Divider. Outputs from the Phase Detector, 
014-13 and -2 are applied to the Charge Pumps which in 
conjunction with the charge capacitor Cl 7 provides the 
VCO control voltage. This voltage i$ filtered and applied 
to the VCO to achieve a phase lock condition. Part of 
the VCO control voltage is fed back through voltage 
follower U13 to the Main Loop VCO control voltage 
clamps. The U13 output is also buffered by Q7 and 
applied to the Up Pump to supply the necessary current. 
The VCO ranges from 20,5 to 30.4 MHz and functions 
like the VCO’s previously described. It's output is buffered 
to the Nf: 1 divider and to the Main Loop Mixer. 



3-62. Input to the N:1 Divider is at U6-8. The pre- 
settable counters are U6 and U8. Data on the 10 kHz 
and 100 kHz control lines are applied to nines complement 
circuits 02, U4 and U7. The nines complement of the 
control line data presets the counters. When the Control 
Input lines are at zero the nines complement circuits load 
nines into the counters U6 and US. Therefore, fewer 
counts are required for an output so that the input will 
be divided by 205, When the Computer commands to 
the 10 KHz and 100 kHz Control Inputs are nines, the 
N:1 will divide by 304. 



3-63. 10 KHZ AND 100 KHZ MAIN LOOP. One input 

to the Main Loop (drawing 6040 A-l 002, sheet 5) is from 
the 100 Hz and 1 kHz Main Loop. Tills input varies from 
2,5 to 2 MHz and is applied through a 5:1 Divider, U32, to 
one input of the Phase Detector, U21-3, The other input 
to the Main Loop is from the Step Loop, This input ranges 
from 20.5 to 30.4 MHz and is applied to one input of the 
Frequency Mixer, U19. The other mixer input is from the 
VCO, which ranges from 20 to 30 MHz, and is applied 
through U18-12 and 018-8 to U19-5. The difference 
frequency .$ to ,4 MHz, from the mixer is coupled by a 
low pass filter (C39, C38, L13, C41, and L14) to the 
linear to TTL amplifier Q14. Output from Q14 is applied 
to the other input of the Phase Detector, U21-1. Bistable 
outputs from the Phase Detector go to the Charge Pumps 
for production of the VCO control voltage to achieve phase 
lock. The VCO output is buffered through U18 and U17 



to achieve sufficient drive at the output, J2, for connection 
to the 1 MHz Digit Generator section. 



3-64. The varactor diodes CR1 and CR2 in the Step 
and Main Loops are also matched to provide close tracking 
between the oscillators. Voltage limits are also placed on 
the VCO control voltage to keep both the Main and Step 
Loops close together during large step changes. In this main 
loop, the upper window stop is controlled by operational 
amplifier U23 and CR3. This circuit insures that no current 
will be drawn from control signal until the upper stop is 
reached. The lower window stop is set by CR4 and CR5. 
Control voltage from the step loop is applied to U23-3 and 
the anode of CR4. 



3-65. 1 MHz Digit Generator 



3-66. The 1 MHz Digit Generator Module Set, which 
consists of a main loop and step loop i$ divided among 
three modules. These modules are the 1 MHz Step Loop 
(6160B4153-1), 1 MHz Main Loop VCO (6160B4153-2) 
and the 1 MHz Main Loop Phase Detector 6160B-4153-3. 
The input frequency to the module set ranges from 20 to 
30 MHz. Increments relating to the 1 MHz depade are 
added to the incoming frequency and result in an output 
frequency range from 10 to 20 MHz. 



3-67. 1 MHZ STEP LOOP (6160B-41 53-1). The Step 

Loop schematic diagram can be found on drawing number 
6160B-1053, sheet 1. A 5 MHz reference signal from the 
Input Filter is applied through J! to a 5:1 Divider, 04-6. 
One of the 1 MHz outputs, U4-2 is applied to one input 
of the Phase Detector, U5-3. The other output, U4-12, 
goes to J2 where it is connected to the Six Digit Generator 
for use as a reference signal. The other input to the Phase 
Detector, 05-1 , comes from the N: 1 Divider, Outputs from 
the Phase Detector, 05-2 and -8, are applied to the Charge 
Pumps. Transistors Q7 and Q1 1 comprise the Up Charge 
Pump while Q8 and Q9 are the Down Charge Pump, A 
slight leakage current is caused by R27 in the Down Charge 
Pump circuit so that the Up Charge Pump will be normally 
on. The current pulses from either pump charge the inte- 
grator R20 and C29. Voltage across the integrator is 
applied to the low pass filter, C26, C22, C23, L8, C24, 
09, C29, L6, C21, 14, 06, Ol, and L3. The filtered 
variable dc control voltage biases the cathode of the varactor 
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diodes CR2 and CR3, A fixed bias for the anode side of 
CR2 and CR3 is provided by Q10, The effect of the dc 
control voltage is to alter the VCO frequency so as to 
achieve phase lock condition in the loop, A portion of the 
dc control voltage to the VCO is fed to operational 
amplifier U3 which feeds back a voltage through Q6 and 
R19 to the Up Charge Pump. This feedback compensates 
changes in loop gain due to the non-linearity of the varactor 
tuning diodes and the division ratio changes ot the N:1 
Divider. The VCO output from the oscillator transistors, 
Q4 and Q5, is fed to limiter amplifier Q3 and Q2 and 
Schmitt trigger UM2 to provide a TTL square wave output. 
Part of the output is buffered by Ul-8 for application to the 
following 10 MHz Digit Generator. The other part is buffer- 
ed by Ul-6, U2-8, and U7-12 for application to the N : 1 
Divider. 



3-68, The N:1 Divider consists of TK flip-flops U6 
and US, programmable counter U9, and gates U 10-6, U7-6, 
and 117-8. Control lines from the Computer go through a 
nines complement circuit (Ull and U10) betorc pre- 
setting the counter, U9. Toggle counting Is performed by 
U6-5, U9, and US-1 5. Gates U7-6 and U7-8 compare the 
outputs from the counting devices and detect the end of 
the counting cycle. At the end of cycle detection, flip-flop 
U6*9 and U8-1 1 reset the counter elements and cause new 
data to be loaded into U9. With a zero binary command 
from the Computer, the Nil Divider adjusts to provide an 
18:1 division ratio. As the binary commands increase in 
magnitude the division ratio increases to a maximum of 
37:1. 



3-69. 1 MHz MAIN LOOP PHASE DETECTOR (6160B- 

41 53-3). The Main Loop Phase Detector schematic diagram 
can be found on drawing number 6040A-1Q04. The 20 to 
30 MHz signal from the proceeding decade is applied through 
J3 and 10:1 divider, U2-2, to one of the Phase Detector 
inputs, U3-1. This 2 to 3 MHz signal is compared with the 
2 to 3 MHz intermediate frequency from the Main Loop 
VCO and mixer module. The IF is applied through J4 to 
low pass filter Cl 7, CIS, Cl 9, and L8. The signal is ampli- 
fied by Q6 and applied to a Schmitt trigger, U4, to pro- 
vide a TTL square wave to the other input of the Phase 
Detector, U3-3. Outputs from the Phase Detector, U3-13 
and 8, are applied to the Charge Pumps, The Up Charge 
Pump consists of Q2 and Q3 and the Down Charge Pump 
is Q4 and Q5. As in the Step Loop Down Pump, tins 
Down Pump has a resistor, R20, which causes enough 



leakage current to keep the Up Pump normally on. The 
integrator for the current pulses from the pumps is R14 
and CIO. The resulting control voltage is filtered by low 
pass filter Cl 1 , C12, L6, C13, L7, and C14. Remaining 
filtering occurs in the Main Loop VCO to Jl module whose 
input is connected. 



3-70. To keep the Main Loop tracking the Step Loop 
during large step changes, the control voltage is kept 
within constraints established by a voltage window. The 
tie point for the voltage limiter circuit is between L6 and 
L7, The lower window stop is established by CR2 while a 
more precise upper window stop is established by an 
operational rectifier, U1 and CRl. Current source Ql 
in conjunction with R5 establishes a reference level for 
U 1 . A buffered version of the Step Loop control voltage is 
applied to J2 and labeled V c . This tracking voltage approx- 
imately positions the Main Loop VCO so that the Main Loop 
can capture the signal and the Phase Detector can lock. 



3-71, 1 MHZ MAIN LOOP VCO. The Main Loop 

VCO schematic diagram can be found on drawing number 
6160R-4153, sheet 2 . The VCO control voltage from the 
Phase Detector module is applied through J2 and remaining 
low pass filter elements to the varactor tuning diodes 
CRl and CR2, The control voltage cause the capacitance 
of the varactor diodes to change, which alters the output 
frequency of the VCO, With the control voltage biasing 
one side of the diodes, the other side is fixed biased (V^) 
by the same source as in the Step Loop diodes. Diodes in 
tlie Main Loop and Step Loop are cross matched so that 
they will track closely. The output signal from the Main 
Loop VCO goes through limiter amplifier Q3 and Q4 and 
Schmitt trigger U2-12. The resulting TTL square wave is 
buffered by U2-8 and divided by 2:1 in U3 to provide a 10 
to 20 MHz output to the following decade. Another 
output path from U2-12 is buffered by U2-6 and applied 
to one input of the mixer, Ui-5. The 18 to 37 MHz 
output from the Step Loop is applied to J4 where it is 
attenuated by R1 and R2 and filtered by Cl through 
C‘3 and LI through L3 before being applied to the 
mixer, Ul-10. Resulting sum and difference frequencies 
from the mixer are applied to filter CIO through Cl 3 and 
L4 which passes the difference frequency. This intermediate 
frequency at J4 is connected to the Main Loop Phase 
Detector Module where it filtered and amplified for appli- 
cation to the phase detector. 
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3-72. 10MHz D.U. Step Loop VCO Module 
(6160A-4107-1) 

3-73. The 10MHz D. U. Step Loop VCO Module (Draw- 
ing No. 6I6QA-1Q07-1) produces a 70 to 140MHz step 



loop signal for the 10MHz digit section. This signal i$ avail- 
able in 10MHz steps which correspond to lGMHz decade 
commands of 0 to 7. A block diagram of the circuitry is 
shown in Figure 3-9. 
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3-74. The dc control voltage applied to J1 is processed 
by current sources Q21 and Q22 which produce a dc con- 
trol across C25 via R57. In a static condition (OV input), 
the opposing currents supplied through Q21 and Q22 
counterbalance each other such that the voltage across C2S 
is constant. A positive going input at Jl decreases conduc- 
tion of Q22, thus providing an increase in voltage across 
C25 via current source Q21. The opposite is true for a 
negative going input to Jl. Transistor Q24 supplies bias 
current for Q22 in relation to any change in voltage across 
C25. Variable resistor R60 allows adjustment of the 
threshold current switching point of Q21 and Q22. 

3-75. A 10MHz low-pass filter consisting of CI9, C20, 
C21, C24, H4, and LI 5 removes any ripple at or above 
10MHz in die voltage across C25. This filtered dc control 
voltage is then applied to a 70 to 140MHz VCO. 

3-76. The VCO composed of CR5 through CRS, Q14, 
and a printed circuit inductor produces a 70 to 140MHz 
signal dependent upon the dc control voltage across C25. 
Capacitance value of varicaps CRS through CR8 depends 
on the applied control voltage. There varicaps together 
with the tapped printed circuit board inductor form a 
tuned circuit. Conduction of 014 develops a signal that 
is coupled via C 16 to the tuned circuit. Regenerative feed- 
back to the base of Q14 via R30 sustains oscillations at the 
resonant frequency of the tuned circuit. Transistor Q 1 3 
buffers the VCO signal, which is then coupled via T3 and 
C12 to Q12. 

3-77. Transistors Ql 1 and Q12 form a differential limit- 
er which translates tire 70 to 140MHz VCO signal to a 
squarcwavc. The output of Qll is applied to J3 via R18 
and Tl. The output of Q12 is passed through a switched, 
low-pass filter consisting of Cl through C4 and H through 
L5. When the VCO frequency is from 70 to 100MHz 
(10MHz decade commands of 0 through 3), transistor 01 
is switched on by the OV (‘*4” bit absent) emitter voltage 
via CR9- Conduction of Ql turns on Q2 which then turns 
on diodes CR1 through CR4. Capacitors Cl and C4 are 
subsequently placed in parallel with C2 and C3 and lower 
the switched filter cut-off frequency to nominally 110MHz. 
Presence of a 10MHz decade command of 4 thru 7 (4 bit 
present) produces a +2V or greater emitter voltage at Ql, 
thus turning it off, Q2 is also switched off by this cond- 
ition, and diodes CRl through CR4 are switched off by the 
resulting -12V collector voltage of Q2. Capacitors Cl and 
C4 are subsequently disconnected from the switched filter, 
increasing its cut-off frequency to nominally l4QMHz, 

3-78. Prcstcering the VCO frequency to approximately 
the correct point is done via U4, Q3, through Q10, and Ul 



through U3 together with Q16, Q19, and Q20, Q23. The 
10MHz commands (4-2-1) are converted to decimal 
information by U4. This decimal information then con- 
trols conduction of Q4 through Q10, which produce 
proportional decimal weighted voltages at the input toUl. 
The resulting output of Ul is compared to the dc control 
voltage applied to the VCO via U2 and U3. If the poten- 
tial difference is greater than 0.3V, the output of U2 or U3 
is then used to force the VCQ control voltage to within 
±0.3V of the correct value by conduction of Q16 or Q19. 

3-79. The 10MHz decade commands are converted to 
decimal information by 04. Presence of a decimal output 
(OV) from U4 turns off the diode associated with Q4 
through Q10 and allows the transistors to provide a pro- 
portional decimal weighted voltage at their collectors. 
Absence of a decimal output (+2 to +5v) from U4 turns on 
tire diode associated with Q4 through Q10, which switches 
die transistors off. Transistor Q3 together with R8 form a 
temperature compensated bias supply for Q4 through Q10. 
Variable resistors in the emitter circuits of Q4 through 
Q10 allow adjustment of the decimal weighted voltage 
increments. 

3-80. Integrated circuit Ul is a differential, operational 
amplifier. It compares the decimal weighted output of Q4 
through Q10 to a fixed reference established by Q15, 
Variable resistor R70 allows adjustment of the reference 
and subsequently the “O” decimal voltage equivalent. 
The resulting output of Ul produces a voltage across R36 
and R42 that is decimal weighted to the 10MHz com- 
mands. This voltage is applied to one input of comparator 
amplifier U2. Transistors Q20 and Q23 produce a refer- 
ence current through R42 and R36 which establishes a 
maximum voltage reference input to U3, another compar- 
ator amplifier. Since this reference, input to U3 is affected 
by the output of Ul, the inputs to U2 and U3 track 
approximately 0.6V apart, thus establishing a “window” 
voltage dependent upon the 10MHz commands. An 
example of the “window” voltage is shown in Figure 3-10, 

3-81. Comparator amplifiers U2 and U3 each receive a 
sample of the dc control voltage at their other input via 
R35 and R41. Should this input be above or below the 
other input to U2 or U3, one or the other conducts and 
switches on transistor Q16 or Q19. Conduction of Q 16 or 
Q19 then provides a rapid charge or discharge current to 
C25 via CRl 7 or CRI9 that brings the dc control voltage to 
within 0.6V of its Correct value. Transistors QI7 or Ql8 
are also switched on by conduction of Q26 or Q19 and 
provide a plus or minus sweep control output at J2, 
This sweep control voltage causes the input to Jl to rapidly 
approach its correct value via another circuit in the 6160A- 
4106-1 module. 
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Figure 3-10. VCO "WINDOW" VOLTAGE 



3 82. 10MHz D.U. Step Loop P*D. Module 

(6160A-4106-1) nals and produces a dc control voltage which phase-locks 

the 10MHz step loop section. The dc sweep voltage 
3-83. The 10MHz D.U. Step Loop P.D. Module (Draw- (present when the 10MHz step loop is not phase-locked) is 

ing No. 616QA-1006-1) receives a 10MHz reference signal processed to provide a rapid change in dc control voltage 

and a 70 to 140MHz step loop signal and dc sweep voltage output necessary to achieve phase-lock. A block diagram 

from the 10MHz digit section. It compares the two rf sig- of the circuitry is shown in Figure 3-1 1 . 
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Figure 3-11. 10 MHz D. U, STEP LOOP P, D. MODULE BLOCK DIAGRAM (6160A-4106-1 ) 
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3-84. The 10MHz reference input at J4 is amplified by 
differential driver QlO and Ql 1. Transformer T4 sums the 
outputs of QlO and Qll and couples the signal to the 
following spectrum generator. Transistor Q12 provides a 
constant current for QlO and Qll. Variable resistor R27 
allows adjustment of this current and subsequently the out- 
put drive level of the signal at T4, 



3-85. Step-recovery diode CR11 together with T3 form 
a spectrum generator which produces a series of pulses rich 
in harmonics of 10MHz. Variable resistor R34 adjusts the 
bias on CR11. The resulting spectrum signal is tapped at 
T3 and applied via an impedance matching pad consisting 
of R39, R40, and R41 to a switched, bandpass filter. 



3-86, The switched filter consists of LI, L2, L8 through 
LI 1, L20, C31, and C34 through C39, It passes only 
frequencies between 70 to 110MHz or 110 to 150MHz, 
depending upon the condition of the “4” 10MHz decade 
command. Absence of this command (OV), turns off Q 13 
and Q16 and switches on Q14 and Ql 5. Conduction of 
Q15 turns on diodes CR4 through CR7 and places C37, 
C39 in parallel with C36 and C38. Since Q16 is off, 
diode CR18 is also off and Lll together with C35 are in 
series with L20. This condition provides an overall 70 to 
110MHz band-pass characteristic for the filter. Presence of 
the “4” command (+5V), turns on Q 13 and Q16 and 
switches Q14 and Q15 off. Conduction of Q16 turns on 
CR18 via CR8 and grounds the junction of L20, Lll. 
With Ql 5 off, diodes CR4 through CR7 are also off, which 
disconnects C37 and C39. Overall response of the band- 
pass filter is subsequently 110 to 150MHz in the presense 
of a “4” bit command. The resulting filtered band-pass sig- 
nal is then applied directly to one input of phase detector 
U3. 



3-87. The 70 to 140MHz input at J1 is amplified by 
differential driver Ql and Q2. The resulting amplified sig- 
nal is summed in T1 and coupled via a 150MHz low-pass 
filter composed of L6, L7, and C7 through C12 to one in- 
put of U3. Balanced mixer U3 compares the 70 to 
140MHz input at pin 1 to the 70 to 100MHz or 110 to 
140MHz input at pin 6 and produces a plus or minus out- 
put at pin 4 which is proportional to any offset. The 
10MHz low-pass filter composed of LI 2, L21, and C13 
through C16 removes any ripple above 10MHz. Variable 
capacitor C13 allows adjustment of the filter-“notch” 
response to 10MHz. The resulting filtered signal is applied 



via R53 to J2. This signal or dc voltage is ;then used to 
control the precise frequency of a VCO in the 6160A- 
4107-1 Module and phase-lock the 10MHz digit step loop. 

3-88. When the 10MHz digit, step loop is out-of-lock, 
the circuitry consisting of Q3 through Q9, Ul, and U2 pro- 
duces a positive or negative dc output at J2. This output 
causes the IQMHz digit step loop to approach the correct 
phase-lock point. 



3-89. Presence of a positive or negative dc input to J3 
exists when the step loop is grossly un-locked. This input 
causes flip-flop Q8 and Q9 to provide a positive gate to 
U1A or UlB, depending on the polarity of the input to 33. 
If a positive input is present, the output of Q9 is +5V and 
UlA receives a positive gate. Should the input to J3 be 
negative, the output of Q8 is +5V and UlB receives a pos- 
itive gate. 

3-90. NAND gates UlA and UlB receive an enable 
command (+5V) from U2 whenever a beat signal is present 
at J2. This beat signal exists whenever there is a difference 
between the two inputs to phase detector U3. AC amplif- 
iers Q5 through Q7 amplify the beat signal, which is then 
peak detected by CR2 and CR3, The resulting positive 
voltage across C21 is converted to a +5V enable command 
by U2 and applied to NAND gates UlA and UlB. 



3-91, When both inputs to UlA or UlB are high (posi- 
tive), the low output switches on up or down current 
sources Q3 and Q4 and produces a positive or negative dc 
output at J2. Current source Q3 is switched on via inverter 
UlC when both inputs to UlA are positive (up sweep) and 
produces a positive voltage at J2. A negative voltage at J2 
is provided via Q4 which i$ switched on by UlB (down 
sweep). 

3-92. 10 MHz D, U. IF Mixer Module (6160A- 

4106) 

3-93. The 10 MHz D. U, IF Mixer Module (Drawing No. 
6160A-1OO8) combines the 80 to 160 MHz main loop and 
70 to 140 MHz step loop signals of the 10 MHz digit section. 
The resulting 10 to 20 MHz difference is then used to phase- 
lock the main loop in the 10 MHz digit section. A block 
diagram of the circuitry is shown in Figure 3-12. 
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3-94. The 70 to 140 MHz step loop input to J2 is am- 
plified by tuned driver Q3. The signal at tapped indicator 
T2 is coupled by Cl 5 to a 140 MHz low-pass filter consist- 
ing of L5 through L9, Cl 6, and Cl 7. This filter removes 
any ripple above 140 MHz and applies the signal to pin 6 of 
mixer U1 where it functions as a linear input. An 80 to 
160 MHz main loop input to J1 is translated to a sym- 
metrical squarewave by tuned differential limiter Q1 and Q2. 
Positive going inputs to Q1 cause it to conduct the max- 
imum current available through R1 and R2. Transistor Q2 
is cut-off during this period and no signal is developed in its 
collector. When the input to Q1 goes negative, it is cut-off 
and Q2 conducts the maximum current available through R1 
and R2. The resulting 80 to 160 MHz squarewave at T1 is 
filtered by C6 through CIO, LI, and L2 to remove any 
ripple above 1 60 MHz. Capacitor C42 couples the filtered 



signal to pin 1 of mixer U1 where it functions as a switching 
input. 

3-95. Mixer U1 combines the 70 to 140 MHz step loop 
and 80 to 160 MHz main loop signals. A 20 MHz low-pass 
filter consisting of C18 through C21, C26 through C28, 
and L14 through LI 6 selects the 10 to 20 MHz difference 
frequency. Driver Q4 amplifies the 10 to 20 MHz resultant 
Which is then applied to Q5. FET Q6 functions as a van- 
automatic amplitude control of the output signal from the 
emitter and collector of Q5. The collector signal of Q5 is 
applied to J4, via tapped inductor T3, while its emitter signal 
is applied to Q7 via R25 and C35. Driver Q7 amplifies the 
emitter output of Q5 which is then applied to buffer Q10 
and amplitude detector CR1, CR2. Buffer Q10 produces a 
variable load at the output of Q4. This variable load provides 
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Figure 3-12. 10 MHz D. U. IF MIXER MODULE BLOCK DIAGRAM 
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10 to 20 MHz output that is isolated from the amplitude 
detector to J3. Diodes CR1 and CR2 detect the amplitude 
of the collector signal from Q7 and provide a proportional 
dc input to Q8. Transistors Q8 and Q9 form a differential 
amplifier which amplifies any difference between the re- 
ference voltage set by R35 and the dc input from the am- 
plitude detector. The difference output from Q9 drives 
FET Q6. Subsequently, the amplitude of the outputs at J3 
and J4 are automatically controlled. 



cause it to conduct the maximum available current through 
Rl. Transistor Q2 is cut-off during this period and no sig- 
nal is developed in its collector. When the input to Q1 goes 
positive.it is cut-off and Q2 conducts the maximum current 
available through Rl. The resulting 10 to 20 MHz square- 
wave at T1 is then coupled, via C7, to phase detector U1 , 
where it functions as a switching input. Phase detector U1 
receives a linear 10 to 20 MHz input from J3. This input is 
derived from the 10 MHz main loop. A low-pass filter con- 
sisting of C 1 8 through C20 and L7 refnoves any ripple above 
20 MHz. 



3-96. 10 MHz D. U. Main P. D. Module (6160A- 

4109) 

3-97. The 10 MHz D. U. Main P. D. Module (Drawing No. 
6160A-1009) combines the 10 to 20 MHz output from the 
1 MHz digit section with 10 to 20 MHz signals from the 10 
MHz main loop. The resultant dc output then determines 
the frequency and phase of the 10 MHz main loop. A 
block diagram of the circuitry is shown in Figure 3-13. 

3-98. The 10 to 20 MHz input from the 1 MHz digit 
section at J4 is translated to a symmetrical square wave by 
differential limiter Q1 and Q2. Negative going inputs to Q1 
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3-99. Phase detector U1 combines the two 10 to 20 
MHz inputs and produces an output that is the difference 
frequency. If both inputs are equal in frequency, the out- 
put is a dc voltage proportional to the cosine of the phase 
relationship between the two inputs. A low-pass filter con- 
sisting of C21, C22, C24, L8, and L9 removes any ripple 
above 7 MHz. The resulting difference frequency or dc 
voltage is applied, via R50, to J2. Presence of a dc voltage 
output from U1 (main loop phase-locked) causes FET gate 
Q19 to conduct which grounds the junction of R49 and 
R51. However, when the output of U1 exceeds 1 MHz, Q19 
is cut-off and a dc voltage derived from the output of U2 
is applied, via R49 and R51, to J2. 
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Figure 3-13. 10 MHz D. U. MAIN P. D. MODULE BLOCK DIAGRAM 



3-19 






61606 



3-100. Amplifiers U3 through U5 control conduction of 
FET gate Q19 via AND gate CR15 through CR18. FET 
Q19 is conducting when the difference frequency output 
of Ul is less than 1 MHz. A difference frequency greater 
than 1 MHz turns off Q19 and makes available to J2 the dc 
output of U2 via R49 and RSI, Beat note amplifier Q10 and 
Qll amplify the difference frequency output of Ul which 
then initiates turn-off of Q19. The collector signal of QH 
is rectified by CR6 and CR7 to provide a positive dc input 
to U5. Operational amplifier U5 produces a positive output 
under this condition which turns off CR17. Sequential with 
this condition, U3 and TJ4 (to be described later) also pro- 
duce positive outputs that tum off CR15 and CR16. With 
CR15 through CR17 off, CR19 conducts and the resulting 
voltage (0V) at the junction of CR18 and R48 turns off 
FET, Q19. The dc output from U2 is thus summed with 
the difference frequency output of Ul and made available 
to J2. 

3-101. Comparison of the 1 MHz digit section signal (J4) 
and the 10 MHz main loop signal (J1 and J3) is done using 
two discriminators shown in the block diagram. The result- 
ing difference is then summed and converted to a dc voltage 
proportional to the offset. This dc voltage is made available 
to J2 when any difference greater than 1 MHz exists be- 
tween the inputs to Jl or J4. Since both discriminators 
operate in an identical manner, only the one receiving an in- 
put from J4 is described. It should be noted that the input 
to Jl is identical, except for amplitude, with the input to 
J3. 

3-102. The 10 to 20 MHz input to J4 is coupled via C9 to 
a differential limiter consisting of Q3 through Q6 and diodes 
CR1 through CR3 and CR20. Operation of Q3, Q4 and Q5, 
Q6 is similar to Q1 and Q2 described previously. Diodes 
CR2 and CR3 provide temperature compensated limiting 
of the output from Q3 and Q4, Sharp cut-off of Q3 and 
Q4 is provided via CR1 and CR20* 

3-103. Discriminator CR4 and CR5 together with Q9 
process the resulting squarewave signal coupled via C 14 and 
produces a dc current proportional to the frequency. Tem- 
perature compensated bias is provided via Q7 and Q8. The 
resulting dc current from Q9 is then summed through R17 
with the output of a similar discriminator, but of opposite 
polarity via R34. The resulting difference current is then 
amplified by U2 to produce a dc voltage proportional to the 
difference frequency between Jl and J4, This dc voltage 
is made available to J2 and also applied to U3 and U4. Com- 
parator amplifiers U3 and U4 produce a turn off voltage to 
CR15 and CR16 (positive output) when the dc voltage is 
proportional to a difference frequency greater than 1 MHz. 



Since beat note amplifier Q10 and Qll also causes CR17 
to be cut-off via U 5 at this time, FET gate Q19 described 
previously is cut-off. The dc output from U2 is thus summ- 
ed with the output of Ul and made available at J2. 

3-104. 10 MHz D. U. Main Loop VCO Module 
(6160A-4110) 

3-105, The 10 MHz D. U. Main Loop VCO Module (Draw- 
ing No. 6160A-1010) produces an 80 to 150 MHz output 
containing the 10 MHz digit information. This signal is 
available in 10 MHz increments and corresponds to the 10 
MHz decade commands. Any previous digit information is 
included, thus providing a total range in output from 
80.000000 to 159.99999 MHz. A block diagram of the 
circuitry is shown in Figure 3-1 4. 

3-1 06. The dc input to J 1 together with the BCD 1 0 MHz 
decade commands applied to U4 produce a dc control volt- 
age across C6 that determines the output frequency of an 
80 to 160 MHz voltage controlled oscillator (VCO). Tran- 
sistors Ql and Q3 integrate the dc input at Jl and provide 
fine tuning of the VCO frequency. An up frequency charge 
current for C6 is provided by Ql. Down frequency charge 
current l$ provided by Q3. Temperature compensation for 
Ql and Q3 is provided via diode connected Q2 and Q4. 
Variable resistor R3 allows adjustment of the VCO frequen- 
cy for a given dc input to J 1 . 

3-107. BCD 10 MHz decade applied to U4 produce an 
incremental step voltage across C6 via a presteering and 
limit stop circuit consisting of QlQ through Q15 and Ul 
through U3. The inverted 1-24 outputs from U4 (0V = 
true) turn off associated diodes CR9, CR11, and CR13. 
Transistors Q10 through Q12 then provide 1-24 weighted 
currents via R27, R28, and R29 to operational amplifier, 
U3. This weighted current input to U3 is then added to 
its output developed across R35 through R38, Differential 
amplifiers Ul and U2 apply the resulting presteering current 
proportional to the 10 MHz decade commands to C6 via 
CR2 and CR3. Temperature compensation is provided by 
Q13. Transistors Q14 and Q15 provide a reference current 
input to Ul and U2, adjustable by R38. This current input 
establishes an upper limit stop for Ul and a lower limit stop 
for U2. Should the dc control voltage developed across C6 
exceed the reference, Ul or U2 clamp the dc control voltage 
at the reference. Variable resistor R33 allows adjustment 
at the tow end of the dc control voltage, while R36 adjusts 
the high end. The resulting dc control voltage is passed 
through a 10 MHz low-pass filter consisting of C8 through 
Cl 1 and L5 to remove any ripple above 10 MHz and applied 
to a VCO. 





6160B 





Figure 3-14. 10 MHz D. U. MAIN LOOP VCO MODULE BLOCK DIAGRAM 



3-108. The VCO consisting of CR4 through CR7, Q6, Q7 
and a printed circuit inductor produces an 80 to 1 59.99999 
MHz signal dependent upon the dc control voltage across C6. 
Capacitance value of varicaps CR4 through CR7 depends 
upon the applied dc control voltage. These varicaps to- 
gether with the tapped printed circuit inductor form a tuned 
circuit. Conduction of Q6 developes a signal which is coupl- 
ed via C 14 to the tuned circuit. Regenerative feedback to 
the base of Q6 via R15 sustains oscillations at the resonant 
frequency of the tuned circuit. Grounding of the emitter of 
Q6 is provided via the emitter-base junction of Q5. Tran- 
sistor Q5 also buffers the resulting VCO output which is 
coupled via L8 and C 18 to Q7 and Q8. 

3-109. Transistors Q7 and Q8 form a differential limiter 
which translates the VCO signal to a symmetrical square- 
wave. Positive going inputs to Q7 cause it to conduct the 
maximum available current supplied via R24 and R25. 
Transistor Q8 is cut-off during this period and no output 
is developed at its collector. When the input to Q7 goes 
negative, Q7 is cut-off and Q8 conducts the maximum avail- 
able current supplied via R24 and R25. The resulting 
squarewave signals developed across tapped inductors L9 and 
L10 are applied to J3 and J4. 

3-110. Output Divider Module (6160A-4111) 

3-111. The Output Divider Module (Drawing No. 6160A- 
1011) produces the final 1 to 160 MHz output of the 
synthesizer. It receives an 80 to 160 MHz input, band and 
range commands, and a dc level control voltage. The band 
and range commands select the appropriate dividers and 



filters which then produce an output signal proportional to 
the preselected dial settings or remote input. Amplitude of 
this output signal is dependent upon the level of a dc level 
control voltage. A block diagram of the circuitry is shown 
in Figure 3-15. 

3-112. BUFFER LIMITER. The 80 to 160 MHz input at 
J4 is amplified by Q2 and limited by CR1 5 and CR16. Am- 
plifier Q2 has a high forward rf gain controlled by feedback 
through CIO, R94 and L29. Capacitor C95 couples the 
amplified signal to limiter, CR15 and CR16. The limiting 
point of CR15 and CR16 is set by voltages across CR17 and 
CR18. Diode CR17 is biased by R1 10 to +5V, while CR18 
is self-biased to ground. The resulting limited 80 to 160 MHz 
signal is coupled through Cl 24 to the 110 to 160 MHz and 
80 to 110 MHz gates. It is also coupled through C94 to a 
2/1 divider, U8. 

3-113. RANGE AND BAND LOGIC. The range and band 
logic consists of NAND gates Ul, U2, U9 and inverters Ql, 
Q3. This circuitry activates the appropriate dividers and 
filter/gates depending on range and band logic inputs. The 
range command is applied to U 1 and Ql . It is a 0V com- 
mand when the 1 - 12 MHz range is selected. When the 10 - 
160 range is selected, this input is a +5V command. Band 
commands applied to U 1 A through U 1 D, U2A through U2D, 
and U9A, U9C correspond to the preselected output in the 
most significant decade (1 MHz or 10 MHz). A “1” in this 
decade produces the 1-2 band command; a “2” or “3” the 
24 band command; a “4, 5, 6”, or “7” the 4-8 band com- 
mand; an “8” or above produces the 8-16 band command. 
The 80-110 band command is produced only in the 1 0 - 1 60 
MHz range when an “8” to “10” exist in the 10 MHz decade. 
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3-1 14, Presence of a 10 * 160 MHz range command (+5V) 
will enable NAND gates U1A through U1D. Inverter Q1 
conducts with this command present at its base and produces 
a QV collector signal which disables NAND gates U2A 
through U2D. Transistor Q3 is switched on by conduction 
of Q1 and provides a +5V disable command to OR/NOR 
gate U7B. This disable command causes U7B to block the 
input signal to 5/1 divider USB and U6, In the 1 - 12 MHz 
range, a OV command is applied to the base of Ql. Sub- 
sequently, NAND gates Ul A through U1D are disabled and 
Ql is switched off. The resulting +5V collector signal of Ql 
then enables NAND gates U2A through U2D. Transistor 
Q3 is switched off in conjunction with Ql and enables OR/ 
NOR gate U7B, which then passes the input signal to 5/1 
divider USB and U6. 

3-1 1 5. Disabling of dividers not required to produce the 
preselected output is done in most cases by applying a +5V 
signal to the K or C 1 input of the divider. The only excep- 
tion to this is the 5/1 divider USB and U6 described pre- 
viously and the 2/1 divider U10B. The input to UlOB is 
supplied by OR/NOR gate U7A which is controlled by Ul A 
orUlB, 

3-116, Each divider is enabled by a 0V input applied to 
K or Cj inputs. Divider U4A is enabled directly by a 0V 
output from U2A, Diodes CR1 and CR4 also enable di- 
viders U4B and U5A in conjunction with U4A. Dividers 
U4B and USA are separately enabled via CR2 and CR3 by 
a 0V output from U2B and U2C, respectively. Hie 0V out- 
put from Ul A enables divider U10A directly. Diode CR5 
enables divider UlOB via OR/NOR gate U7A in conjunction 
with divider U10A. OR/NOR gate U7A is enabled sep- 
arately via CR6 by a OV output from U1B. Divider U$ is 
enabled by a OV output of inverter U9D. 

3-117. Band logic inputs to Ul and U2, in conjunction 
with the range command described previously, produce OV 
outputs which also activate the associated I - 2 MHz through 
40 - SO MHz filter/gates. The SO - 1 10 MHz filter/gate and 
.110 - 160 MHz niter/ gate are activated via the combined 
action of U1C and U9. Presence of the 8-16 band command 
in the 10 - 160 MHz range produces a OV output at pin 8 of 
UlC, The output of U1C is inverted by U9D and the result- 
ing +5V signal applied to pin 2 of U9A, pin 4 of U9B, and 
pin 6 of U8. This signal is present at all times in the 10 - 
160 MHz range. It functions as an enable input to NAND 
gates U9A and U9B and as a disable command for divider 
U8. Presence of an 80 - 110 band command provides a +5V 
input to pin 1 of U9A and pin 9 of inverter U9C. NAND 
gate U9A produces a 0V output which enables the 80 - 1 10 
MHz filter/gate. The 1 10 - 160 MHz filter/gate is disabled 
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by the corresponding +5V output of NAND gate U9B, 
which receives a 0V input at pin 5 via inverter U9C. If the 
80 - 110 band command is not present, inverter U9C pro- 
vides a +5V input to pin 5 of U9B, NAND gate U9B then 
produces a 0V output which enables the 110 - 160 MHz 
filter/gate. The 80 - 110 MHz filter/gate i$ disabled by the 
5V output of NAND gate U9A. 

3-118, DIVIDERS, There are seven series connected di- 
viders in this module. Individual or group activation is done 
by appropriate range and band logic inputs, such that the 
80-160 MHz input is divided down to yield the preselected 
output. Emitter-coupled logic is standard to provide a typ- 
ical output signal swing of 0.8V. A high output i$ approx- 
imately +4.3 V and a low +3.4V. 

3-119. The limited 80 to 160 MHz signal coupled through 
C94 is divided down to 40 to 80 MHz by 2/1 divider 
U8. This divider is enabled by a 0V input to pin 6 
from IC9D. A +5V input to pin 6 disables its operation. 
Voltage divider CR19, R16 and R17 provide proper bias at 
the pin 8 clock input. The resulting divided down 40 to 80 
MHz outputs at pins 2 and 3 are coupled through C25 and 
C26 and applied to T3 via R18 and R19, Transformer T3 
couples the signal to the following 40 to 80 MHz filter/gate. 
The divider output i$ also applied to OR/NOR gates 117 A, 
U7B, 

3-120. OR/NOR gate U7A is enabled by a 0V input to pin 
4. When enabled, it applies the 40 to 80 MHz signal from 
U8 to pin 12 of 2/1 divider UlOB. The resulting 20 to 40 
MHz outputs at pins 9 and 15 are applied to T4 via R31 and 
R32. Transformer T4 couples the signal to the following 
20 to 40 MHz filter/gate. The divider output at pin 9 is also 
applied to 2/3 divider UI0A, 

3-121. Divider U10A is enabled by a 0V input to pin 3, 
When enabled, it divides the 20 to 40 MHz input at pin 4 
down to a 10 to 20 MHz signal available at pins 1 and 7, 
The 10 to 20 MHz output is applied to T5 via R30 and R54 
and coupled to the following 10 to 20 MHz filter/gate. 

3- 1 22, OR/NOR gate U7B passes the 40 to 80 MHz output 
of US when a 0V input is applied to pin 10. . The 5/1 divider 
consisting USB, U6A and U6B divides the input down and 
produces an 8 to 16 MHz signal at pin 13 of U6B and 
pin 9 of USB. The output at pin 2 of U6A is applied 
directly to the following 8 to 12 MHz filter/gate. The out- 
put at pin 9 of USB is applied to 2/1 divider USA. 

3-123. Divider USA is enabled by a 0V input to pin 3. 
When enabled, it divides down the 8 - 16 MHz input applied 
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to pin 4 and produces a 4 to S MHz signal at pins 1 and 
7. The 4 to 8 MHz output is applied to T6 via R27 and R28 
and coupled to the following 4 to 8 MHz filter/gate. The 
divider output at pin 7 is also applied to 2/1 divider U4B, 

3-124. Divider U4B is enabled by a 0V input to pin 13. 
When enabled, it divides down the 4 to 8 MHz input applied 
to pin 12 and produces a 2 to 4 MHz signal at pins 9 and 
1 5 . The 2 to 4 MHz output is applied to T7 via R25 and 
R26 and coupled to the following 2 to 4 MHz filter/gate. 
The divider output at pin 15 is also applied to 2/1 divider 
U4A. 

3-125. Divider U4A is enabled by a 0V input to pin 3. 
When enabled, it divides down the 2 to 4 MHz input applied 
to pin 4 and produces a 1 to 2 MHz signal at pins 1 and 
7. The 1 to 2 MHz output is applied to T8 via R23 and R24 
and coupled to the following 1 to 2 MHz filter/gate. 

3-126, FILTER/GATES, The filter/gates pass or reject 
the 80 to 160 MHz input and the divider outputs depending 
on the range and band logic commands. The resulting filter- 
ed output of the activated filter/gate corresponds to the pre- 
selected frequency of the synthesizer, 

3-127. Two types of filter/gates are used to pass the 
desired frequency: two transistor and three transistor. 

Hie two transistor filter/ gates are used to pass or reject 
frequencies below 80 MHz, Frequencies above SO MHz 
are passed or rejected by three transistor filter/gates. Since 
operation of each two transistor gate, except for 8 to 12 
MHz filtcr/gate Q16, Q17, and three transistor filter/gates 
is similiar, only one of each type is described. 

3-128, The two transistor 40 to 80 MHz filter/gate of Q10 
and Ql 1 is activated by a 0V input to the base of QJ0 via 
R39. Presence of this 0V input turns on Q10 and Ql 1 by 
providing a dc current path from +5V via R4Q, Ql 1 , L4, L3, 
Q10 and R39 to the 0V output at pin 11 of U1D. Each 
transistor will saturate since their collector circuits are at a 
high impedance with no dc current path. The saturated 
transistors appear as a low impedance path to the 40 to 80 
MHz signal coupled via T3, R103 and C27 to the collector 
of Q10. An 80 MHz low-pass filter consisting of Clll 
(traps CH2, L3 and €43) L4, C29, and C30 rejects signal 
components above 80 MHz that arc passed by Q10 and Ql 1 . 
The filtered output is coupled by Cl 06 to the output am- 
plifier. Presence of a +SV output from U1D bias QlOand 
Ql 1 off by disabling the base/ emitter current path. The 
resulting high impedance collector/emitteT path then pre- 
vents passage of the 40 to 80 MHz signal. 



3-129. Filter/gate Q16 and Q17 operates in a manner 
similar to Q1G and Ql 1 . Transistor Q16 is connected a$ an 
emitter-follower, and Q17 receives the turn on/off bias. 
Presence of a 0V input to the base of Q17 via R47 provides 
a dc current path from +5V via L36, Q16, R112, L9, L10, 
Q17 and R47. This dc current switches on Q16 and Q17 
which then pass the 8 to J 2 MHz signal to the output am- 
plifier. The 12 MHz low-pass filter consisting of €109 
(traps CUO, L9 and C47) L10, and C48 rejects signal com- 
ponents above 12 MHz. 

3-130. The three transistor 1 10 to 160 MHz filter/gate 
of Q7 through Q9 is activated by a 0V input to the base of 
Q8 via R37. Presence of this 0V input turns on Q7 through 
Q9 by providing a dc current path from +5V via R36, R38 
andQ7,Q9, Q8, and R37 to the QV output at pin 6 of U9B. 
Transistors Q7, Q9 and Q8 will saturate since their collector 
circuits are at a high impedance with no dc current path. 
The saturated transistors appear as a low impedance path to 
the 110 to 160 MHz input signal coupled by C21 to the col- 
lector of Q7. The signal passed by Q7 through Q9 is 
coupled via 0108 to the output amplifier. Filtering for 
HO to 160 MHz signals is done in the output amplifier. 

3-131. OUTPUT AMPLIFIER. The output amplifier pro- 
duces the final 1 to 160 MHz output having a level of +3 to 
+ 13 dbm into 50 ohms. Output amplitude is controlled by 
a dc control voltage. Transistor Q24 has a variable gain con- 
trolled by Q25, Q26 and Q28. Fixed gain is provided by 
Q29 and Q32. Transistors Q34, Q30 and Q31 provide a 
fixed dc current for Q24, Q29, and Q32, respectively. 

3-132. The 1 to 160 MHz signal is first amplified by var- 
iable gain amplifier Q24. Negative feedback through L18, 
R58 and C68 provides gain flatness over the entire frequency 
range. A constant dc current through Q24 is provided by 
Q34 which maintains a constant voltage across R60. Var- 
iable gain is controlled by CR7 and CR13 which act as 
current variable resistors. These diodes are controlled by 
Q25, Q26 described later. The amplified collector signal of 
Q24 is coupled through C73 and further amplified by fixed 
gain amplifier Q29, A constant dc current through Q29 is 
provided by Q30 which maintains a constant voltage across 
R73. Negative feedback through L2Q, R69 and C 75 provides 
gain flatness. Capacitor C82 couples the amplified output 
from Q29 to the 160 MHz low-pass filter composed of €87, 
088, 091, C90, L24 and C77. This filter rejects signal 
components above 160 MHz. The resulting filtered signal is 
then amplified by Q32 and applied to J 1 . Constant dc 
current through Q32 is provided by Q31 which maintains a 
constant voltage across R86. Negative feedback through 
R90, R92 and C84 provides gain flatness. 
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3“ 133. The filtered output signal is also coupled via RB2 
and C81 to amplitude detector CR11 and CR12. The 
detector output developed across C80 is a dc voltage pro- 
portional to the amplitude of the rf output. This dc voltage 
is applied to one input of differential amplifier Q28 which 
receives a variable dc control at its other input from J2. 
The variable dc control voltage is derived from the front pan- 
el LEVEL control or an external source via the rear panel. 
Differential amplifier Q28 compares its two inputs and pro- 
duces a difference output which is applied to Q26, Transistor 
Q27 provides a constant current for Q28. The difference 
output from Q28 is amplified by Q26 and Q25 which 
control the gain of Q24. Any difference in the detected 
output level and the dc control voltage subsequently alters 
the gain of Q24 until both inputs to Q28 are equal. As a 
result,, the output level is maintained to nominally ±1 db of 
the preset level over the 1 to 160 MHz range. 

3-134. Computer Assembly (6160B-4012) 

3-135. The Computer Assembly (Drawing No. 616GB- 
1012) receives manual or remote synthesizer frequency con- 
trol commands and converts them to internal frequency 
control commands. A block diagram of the circuitry is 
shown in Figure 3-16. 

3-136. Manual commands from the front panel switches 
are introduced through J3 and J4. Selection of local com- 
mand is accomplished by disconnecting power to gates U1 
through U5 and grounding the common frequency selector 
switch bus on the front panel. This is accomplished by set- 
ting the front panel FUNCTION switch to the 1 - 12 MHz 
or 10 - 160 MHz position, 

3-137, Remote commands arrive through J16. Setting 
the front panel FUNCTION switch to REMOTE applies 
power to gates U1 through U5. The common frequency 
selector bus on the front panel is ungrounded, thereby pre- 
venting the outputs of gates U1 through U5 from being 
pulled low (0V) through the front panel switches. Resistors 
R1 through R31 provide multiplexer input current when 
the multiplexer inputs are in a high (+5V) state, U36 com- 
bines the BCD bits of the 10 MHz decade with the 1 bit 
of the 100 MHz decade to provide a binary coded 10 MHz 
digit with legitimate states of 1 through 15. Inverters U6C 
and U6F control the remote range. The outputs of gates Ul 
through U5C are applied to the 1 , 2, 4, and 8 multiplexers 
U9 through U12. The output of gates USD, USE, U6A and 
U6B is applied to the band logic circuitry. 

3-138. BAND LOGIC. The Band Logic circuitry consists 
of inverters U7 and NAND gates U8 and U33, The band 
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logic decodes the 10 MHz digit information and selects the 
appropriate xl , x2, x4, or x8 gates. NAND gate U8-12 and 
inverter U7-12 decode the 1 - 2 band command. NAND 
gate U8-6 and inverters U7-10 and U7-2 decode the 2 - 4 
band command. NAND gate U8-8 and inverters U7-4 and 
U7-8 decode the 4 - 8 band command. Inverter U7-6 sup- 
plies the 8 - 16 band command. The logic at inverters U7 
is also applied to the xl > x2, x4 and x8 gates. 



3-139. CLOCK AND LOAD GENERATOR. The Clock 
and Load Generator circuitry consists of NAND gates 
U35-11, U35-3, U35-8, NOR gates U21-1 through -13, and 
load generator U34, A 1 MHz dock signal is applied to 
NAND gates U35-1 1, -3, and -8. After inversion, the signal 
the signal is applied to a binary circuit within U2Q, The 
output of this binary circuit, pin 1 , is then applied to the 
load generator U34 and NAND gates U21-10 and U21-13. 
The load generator is also driven by the 1 MHz output of 
NAND gate U35-S. The outputs of U20 and U34 are gated 
together with NAND gates U2M, U2I-1Q, and U21-13 to 
produce 4 discrete phases of the 500 kHz clock. Figure 3-17 
shows the waveshapes of this circuitry, 

3-140. MULTIPLEXERS. The Multiplexer circuitry se- 
quentially presents decade bit information of the 1, 10, 100 
Hz, kH 2 , and 1 and 10 MHz decades to the x2, Multiplier 
and xl gate circuitry. The multiplexing is done under 
command of the address generator U20, The multiplexer 
circuitry consists of multiplexers U9 through Ul 2. U9 is the 
“8” multiplexer, U10 the “4” multiplexer, while Ull is the 
“2” multiplexer and U12 the “1” multiplexer, 

3-141. X2 MULTIPLIERS, The X2 Multiplier circuitry 
consists of U17, U18, and U19. The first x2 Multiplier, Ul 7, 
receives the serial input from multiplexers U9 through U 1 2 
and multiplies that input by a factor of two. The second 
multiplier U18 multiplies the output of the Erst multiplier 
by a factor of two, thereby achieving a total multiplication 
of four. U19, the third multiplier multiplies the output of 
the second multiplier by a factor of two, thereby achieving 
a total multiplication of eight. The 2, 4, and 8 output lines 
of the multipliers command the x2, x4, and xS gates while 
the 1 line is fed to the Carry Storage Circuit U22. Table 
3-1 shows input/output logic for any given multiplier, 

3-142. XI, X2, X4, X8 GATES. The Multiplier Gates, 
NAND gates U13 through U16, select the desired mul- 
tiplier output (xl, x2, x4, or x8) to be loaded into the 
storage circuitry. Selection of the appropriate gate is ac- 
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complished by command signals from the band logic cir- 
cuitry. Inverter U25 inverts the selected gate output and 
applies the time multiplexed command to the input of the 
storage registers U28 and U37. 



J7. NAND gate U32 generates the 80 - 110 command 
command utilized in the Output Divider Module (6160A- 
4111). 



Table 3-1. X2 MULTIPLIER INPUT/OUTPUT 
LOGIC 





INPUT OUTPUT 


COM- 

MAND 


1 2 4 8 BIT 2 4 8 

1 161510 PIN *3 5 4 4 




0 0 0 0 
10 0 0 
0 10 0 
110 0 
0 0 10 
10 10 
0 110 
1110 
0 0 0 1 
10 0 1 



* Carry Output 



0 0 0 0 
0 10 0 
0 0 10 
0 110 
0 0 0 1 
10 0 0 
110 0 
10 10 
1110 
10 0 1 
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Figure 3-17. CLOCK AND LOAD GENERATOR 
WAVESHAPES. 



3-143. CARRY STORAGE. The Carry Storage Circuitry, 
U22, is broken into two separate functions labeled carry 
storage A and carry storage B. During phase C of the clock 
period, carry storage A is loaded to store any multiplier 
carry outputs. At phase A of the following 500 kHz clock 
cycle, the contents of carry storage A is transfered into 
carry storage B to become the 1 bit input to the succeeding 
multiplier. NAND gates U33-3, U33-8, and U33-1 1 supply 
overriding commands to the 1, 2, and 4 multiplexers to 
prevent carry bits from being transfered from the 10 MHz 
decade to the 1 Hz decade at the end of each sweep through 
the decades. 

3-144. ADDRESS CONVERTER. The Address Converter, 
U23, converts the 3 bit address code generated by the ad- 
dress generator, U20, into 8 discrete outputs. Inverters 
U24 and U25 invert the outputs of U20 and sequentially 
command the proper storage register for loading. 



3-146. X2 MULTIPLIER. U37 multiplies the inputs to 
U29, U30, and U31. Carry outputs of U37 are stored in 
carry storage A and B, as described in paragraph 3-143. 
These become the “1” bit input to succeeding digits. The 
carry output of the 100 kHz digit is sotred in U34 to 
become the 1 MHz bit to the 1 MHz Digit Generator. 
The “1” bit of the 1 Hz storage is wired to “0” to prevent 
loading of 1 0 MHz carries in the 1 Hz digit. 



3-145. STORAGE REGISTER. The Storage Register 
circuitry consists of U28 through U31, each being a dual 
quad latch. Storage information is received through the xl, 
x2, x4, and x8 gates. The proper storage register to be 
loaded is commanded by the address converter. The out- 
put lines of the storage registers are applied to either J5 or 
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4-1. INTRODUCTION 

4-2. This section^ contains information and instruc- 

tions concerning preventive and corrective maintenance 
for the Model 6160B Frequency Synthesizer. The in- 
formation and instructions are arranged under headings 
of*SERVICE INFORMATION, MAINTENANCE ACCESS, 
GENERAL MAINTENANCE, OPERATIONAL CHECK 
AND ADJUSTMENT, MODULE ALIGNMENT, and 
TROUBLESHOOTING. 

4-3. A list of test equipment required to service the 
synthesizer is contained in Table 4-1. If the recommended 
equipment i$ not available, other equipment having equiv- 
alent specifications may be used. 

4-4. SERVICE INFORMATION 

4-5. Each synthesizer that is manufactured by the 
John Fluke Mfg. Co., Inc. is warranted for a period of 
one year upon delivery to the original purchaser. The 
WARRANTY is located at the front of the manual. 

4-6. Factory authorized calibration and service for each 
Fluke product is available at various world-wide locations. 
A complete list of these authorized service centers is located 
at the rear of the manual. Shipping information is given in 
Section 2, paragraph 2-3. If requested, an estimate will be 
provided to the customer before any repair work is begun 
on instruments that arc beyond the warranty period. 
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Section 4 

Maintenance 



Table 4-1. REQUIRED TEST EQUIPMENT 



EQUIPMENT 

NOMENCLATURE 


RECOMMENDED 

EQUIPMENT 


Frequency Counter 


Fluke Model 1952 A 079 


RF Voltmeter 


H.P. Model 411 


Oscilloscope 


Tektronix Model 454 


Spectrum Analyzer 


H. P. Model 8551 B/851 8 


Leeds 


S0£2, @12W, 2.2k, @15W, 
Ik, 33k, 39k, 3M, 3.3M, 
130£2, ©y«w 


Digital Voltmeter 


Fluke Mode! S200A 


DC Voltage Calibrator 


Fluke Modal 341 A 


Power Supplies: 

+5V dc, +14V dc 
-12V dc 


Harrison Lab, Model 8658 
Acopten Model LL 


120 db, 10 db Step 
Attenuator 


H.P, Model 35 SO 


Signal Generators; 

50 kH? - 65 MHz 
10 MHz -480 MHz 


H.P. Model 606 
H.P. Model 60SC (2) 


Splitter, 6 db 


Three 50 ohm resistors 
in delta configuration 


Multimeter 


Fluke Model S000A 
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4-7. MAINTENANCE ACCESS 

4-8. Major Section Access 

49. To gain access to the major sections of the syn- 
thesizer, proceed as follows: 

a. Turn off the synthesizer and disconnect the power 
cord. 

b. Set the synthesizer on its left side. 

NOTE! 

If the synthesizer is rack mounted, slide it out 
until the chassis slides lock in the extended 
position. 

c. Remove the top and bottom dust covers. Access is 
now provided to the modules shown in Figure 4-1, 

d. Remove the output divider. Access is now pro- 
vided to the plug-in assembly, 

4-10. Module Removal 

4-1). To remove a module, proceed as follows: 

a. Disconnect cabling and wiring, 

b. Remove screws securing module and remove the 
module from synthesizer, 

NOTE! 

When reassembling module into synthesizer , re- 
fer to Figure 4-2 for wiring connections. Refer 
to Block Diagram 6160B-1501 for cabling 
connections. When attaching cabling to mod- 
ules, carefully align cable connector and mating 
connector on module before plugging together. 



4-12. Plug-in Printed Circuit Card Removal 

4-13. Only one plug-in pcb assembly. Power Supply 
Regulator, is in the synthesizer. It is located under the 
Output Divider module. Access and removal of the pcb 
card is as follows: 



a. 



Gain access to pcb by removing Output Divider 
module, see Figure 4-1 for location. 



b. Remove plug-in board by using a constant lifting 
force accompanied by a gentle rocking motion. 

NOTE! 

A riser card for servicing is installed beside the 
pcb assembly. 

4-14. Hinged Printed Circuit Assembly Access 

415, To service the hinged printed circuit assemblies, 

proceed as follows: 

a. Remove retaining (at rear-panel end of assembly) 
screws which hold the assembly in place, 

b. List the assembly away from the synthesizer until 
the hinge locking bracket snaps in the locked or 
extended position. 

4-16. Front Panel PCB Access 

417. To service the front panel printed circuit assembly, 

proceed as follows: 



a. 



b. 



d. 



f. 
E - 

h. 



4-2 



Disconnect cabling from front panel printed cir- 
cuit assembly to computer board at the computer 
board. 

Remove decals from corner handle sides. 

Remove four (4) screws from each comer handle 
side. 

Disconnect RF OUTPUT cable from inside con- 
nection. 

Pull front panel assembly away from chassis. 

Remove knobs from front panel. 

Disconnect indicator leads from front panel print- 
ed circuit assembly. 

Remove five (5) mounting nuts from the rear of 
the front panel PCB assembly. 

Pull front panel away from front panel PCB assem- 
bly. (Switch mounting bracket will remain with 
PCB). 

r Remove switch mounting nuts from front of switch 
mounting bracket and separate bracket from PCB. 
Access is now gained to service the switch assembly. 
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4-18. GENERAL MAINTENANCE 
4-19. Cleaning 

4-20. Clean the instrument periodically to remove dust, 
grease, and other contamination. Use the following pro- 
cedure: 

a. Clean the interior with clean, dry air at low pres- 
sure. When the printed circuit boards require 
cleaning, first spray them with Freon T.F. De- 
greaser (Miller Stephensen Company, Inc,) and 
then remove the dirt with clean, dry air at low 
pressure. 

b. Clean the front panel and exterior surfaces with 
anhydrous ethyl alcohol or a soft cloth dampened 
m a mild solution of detergent and water. 

4-21, Fu$e Replacement 

4-22. There are two fuses located in bayonet fuseholders 
on the rear panel These fuses protect the ac power cir- 
cuitry from overloads. When replacing these fuses, use 
1.5A Slo-Blo for 115 Vac line power. 

4-23. Lamp Replacement 



4-25. OPERATIONAL CHECKS AND AD- 
JUSTMENTS 

4-26, The following procedure checks the overall opera- 
tion of the frequency synthesizer. It also includes minor 
adjustments for power supplies and RF output level. This 
procedure should be used after corrective maintenance has 
been performed. The following test equipment will be 
required: 

a. Digital Voltmeter 

b. RF Voltmeter with compensated in-line 50 ohm 
load, 

c. Frequency Counter 

& Variable DC Voltage Source 

e. 50 ohm coax, cable for counter 

f. 50 ohm resistive load 
4-27. Front Panel 

a. Set controls as follows: 

FUNCTION Switch OFF 



4-24. The decimal, POWER, and INVALID FREQuency 
indicators are located on the front panel and can be re- 
moved without any special tools. To remove these indi- 
cators, proceed as follows: 



a. Remove top and bottom covers. 

b. Disconnect leads from defective indicator to switch 
pcb. 

c. Push bushing and defective indicator out of front 
panel by applying pressure from inside the front 
panel 

d. Remove thermofit sleeving and desolder connec- 
tions from indicator to connector leads. 

e. Replace defective indicator with Fairchild VLV 
102, John Fluke Part No, 309617. 



10 MHz Frequency Dial 15 

OUTPUT LEVEL Control +13 dBm 

LEVEL CONT (rear panel) INT 

b. Terminate RF OUTPUT connector with 50 ohm 
load. 



c. Connect a 5 MHz frequency standard to 5 MHz 
INPUT CONNECTOR, @ on rear panel. 

NOTE/ ^ ^ 



d. 



If -02 or -05 internal frequency standard options 
are installed, connect the SJD OUTPUT (Jl) con- 
nector to 5 MHz INPUl{jJ2 )\onnector with the 
patch cable provided. V 

Connect line cord to power source. 






Install indicator using the preceeding procedure in 
reverse. 



Turn FUNCTION switch to 1—12 MHz position 
and verify that POWER indicator, INVALID FREQ 
indicator, and left decimal indicator illuminate. 
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■INPUT FILTER, 6160A-4101 

10 MHz STEP LOOP 

PHASE DETECTOR, 61 60A-4 106-1 



10 MHz STEP LOOP VCO, 6160A-4107-1 
■10 MHz IF MIXER, 6160A4108 

10 MHz MAIN PHASE 

DETECTOR. 6160A-4109 



1 MHz MAIN LOOP 

PHASE DETECTOR, 616QB-41 53-3' 

1 MHz MAIN LOOP VCO, 61 60B-4153-2- 



10 MHz MAIN VCO, 6160A-4110 



1 MHz STEP LOOP, 61608-4153-1. 




4 2 1 +5V +14V -12V 

BCD DC SUPPLY 

LINES VOLTAGES 



16 8 



BINARY 

CODED 

LINES 



+5V +14V —12V 

A I * 

DC SUPPLY VOLTAGES 




Figure 4-2. MODULE WIRING CONNECTIONS 
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f. Turn FUNCTION switch to 10-160 MHz and 
check that INVALID FREQ indicator and left 
decimal indicator are extinguished, but right deci- 
mal indicator illuminates. 

4-28. Power Supplies 

a. Remove top cover of instrument. 

b. Remove five screws securing Computer Board and 
tilt board up to allow access to module tray and 
Mother Board PCB. 

c. Refer to Figure 4-3 and connect DVM between 
synthesizer chassis and —12V connector on the 
10 MHz Step Loop module, 6160A-4107-1. DVM 
should indicate —12 Vdc ±3 mV. Adjust R40 if 
necessary (See Figure 4-3 for location). 

d. Refer to Figure 4-3 and connect DVM between 
chassis and +14V connector on 10 MHz Step Loop 
module, 6160A-4107-1. DVM should indicate 
+14 Vdc ±3 mV. Adjust R21 if necessary (See 
Figure 4-3 for location). 



Refer to Figure 4-3 and connect DVM between 
chassis and +5V connector on 1 0 MHz Step Loop 
module, 616OA-4107-L Check DVM indication to 
be +5 Vdc + 15 mV. 



f. Disconnect DVM and secure computer board to 
chassis. Install top cover on instrument. 

4-29. ) Local Frequency Control 

/ 

a. , t/' Connect frequency counter through 50 ohm coax 

cable to RF OUTPUT. Terminate cable with 
,50 ohm load at counter input. Gate counter with 
j *V signal derived from synthesizer’s frequency stand- ; 
ard. (For synthesizers with —02 or —05 Options ] 
installed, obtain gate signal from BUFF 5 MHz ! 
\ OUTPUT on rear panel, / 

'b 

b. yV Set frequency dials to frequencies listed in Table 

4-2. Output frequency should be ±1 count, for 
counter ambiguity, from dialed frequency. (These 
particular frequencies are not random but are 
chosen to exercise all digital commands from the 
computer for each decade.) 



4-30. Remote Frequency Control 

a. Set FUNCTION switch to REMOTE FREQ CON- 
TROL. 

b. Connect remote programming source to REMOTE 
FREQUENCY CONTROL connector on rear panel 

c. Program frequencies listed in Table 4-2. Output 
should be ±1 count from programmed frequency. 

Table 4-2. FREQUENCY CONTROL CHECK POINTS 
RANGE FREQUENCY RANGE [FREQUENCY 

10-160 MHz 80,000000 10-160 MHz 40.876000 



FREQUENCY 


RANGE 


FREQUENCY 


80,000000 


10-160 MHz 


40.876000 


81 .111111 




80.650000 


82.222222 




20.650000 


93.333333 




19.500000 


104.444444 




39.500000 


1 15.665568 




79.500000 


126.666666 




42.250000 


137.777777 




125.250000 


148.888388 


M2 MHz 


1.9990000 


159,999999 




3.9990000 


10.875000 




7.9247500 


30,875000 




8.0004997 



d. Disconnect remote programming source from syn- 
thesizer and set FUNCTION switch to IQ-ldOMHz 
LOCAL FREQ CONTROL. 

4*31. 5 MHz Output 

a. Connect rf voltmeter through 50 ohm in-line load 
to BUFF 5 MHz OUTPUT (J4). 

b. Indication on rf voltmeter should be +13 dBm 
±2 dB. 

c. Remove rf voltmeter. Connect frequency counter 
through 50 ohm coax cable to the BUFF 5 MHz 
OUTPUT (J4). Counter input should be termina- 
ted with 50 ohm load. Gate counter with signal 
derived from synthesizer’s frequency standard. 

d. Counter should indicate 5 MHz ±0.1 Hz. 

e. Remove counter. 

f. If —02 Option is installed, perform step g. If -05 
Option is installed, perform step h. 
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Figure 4-2. MODULE WIRING CONNECTIONS 
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4*28. 



a. 



b. 



c. 



d. 



e. 



f. 



429. 



a. 



b. 



Turn FUNCTION switch to 10-160 MHz and 
check that INVALID FREQ indicator and Left 
decimal indicator are extinguished, but right deci- 
mal indicator illuminates. 



430. Remote Frequency Control 

a. Set FUNCTION switch to REMOTE FREQ CON- 
TROL. 



Power Supplies 

Remove top cover of instrument. 

Remove live screws securing Computer Board and 
tilt board up to allow access to module tray and 
Mother Board PCB. 

Refer to Figure 43 and connect DVM between 
synthesizer chassis and —12V connector on the 
10 MHz Step Loop module, 6160A-4107-1. DVM 
should indicate —12 Vdc ±3 mV. Adjust R40 if 
necessary (See Figure 43 for location). 

Refer to Figure 43 and connect DVM between 
chassis and +14V connector on 10 MHz Step Loop 
module, 6160A-4107-1. DVM should indicate 
+14 Vdc +3 mV, Adjust R21 if necessary (See 
Figure 4-3 for location). 

Refer to Figure 4-3 and connect DVM between 
chassis and +5V connector on 10 MHz Step Loop 
module, 6160A-4107-1. Check DVM indication to 
be +5 Vdc ±15 mV. 



b. Connect remote programming source to REMOTE 
FREQUENCY CONTROL connector on rear panel. 

c. Program frequencies listed in Table 4-2. Output 
should be ±1 count from programmed frequency. 



Table 42. FREQUENCY CONTROL CHECK POINTS 



RANGE 


FREQUENCY 


RANGE 


FREQUENCY 


10-160 MHz 


30,000000 


10-160 MHz 


40.375000 




31,111111 




30,650000 




82,222222 




20.650000 




93.333333 




19.500000 




104.444444 




39.500000 




115.555555 




79.500000 




126.666666 




42.250000 




137.777777 




125.250000 




148,888388 


1-12 MHz 


1 .9990000 


r 


1159.999999 




3.9990000 




10.875000 




7.9247500 




30.875000 




8.0004997 



d Disconnect remote programming source from syn- 
thesizer and set FUNCTION switch to 10-160MHz 
LOCAL FREQ CONTROL, 



Disconnect DVM and secure computer board to 
chassis. Install top cover on instrument. 

Local Frequency Control 

Connect frequency counter through 50 ohm coax 
cable to RF OUTPUT. Terminate cable with 
50 ohm load at counter input. Gate counter with 
signal derived from synthesizer’s frequency stand- 
ard. (For synthesizers with —02 or -05 Options 
installed, obtain gate signal from BUFF 5 MHz 
OUTPUT on rear panel. 



431. 5 MHz Output 

a. Connect rf voltmeter through 50 ohm in-line load 
to BUFF 5 MHz OUTPUT (J4). 



b. Indication on rf voltmeter should be +13 dBm 
+2 dB. 

c. Remove rf voltmeter. Connect frequency counter 
through 50 ohm coax cable to the BUFF 5 MHz 
OUTPUT (J4). Counter input should be termina- 
ted with 50 ohm load. Gate counter with signal 
derived from synthesizer’s frequency standard. 



Set frequency dials to frequencies listed in Table 
4-2. Output frequency should be ±1 count, for 
counter ambiguity, from dialed frequency. (These 
particular frequencies are not random but are 
chosen to exercise all digital commands from the f. 
computer for each decade,) 



Counter should indicate 5 MHz +0,1 Hz, 

Remove counter. 

If —02 Option is installed, perform step g. If —05 
Option is installed, perform step h. 
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Figure 4-3. POWER SUPPLY TEST POINTS AND ADJUSTMENTS. 
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Connect rf voltmeter through 50 ohm in-line 
load to STD OUT (Jl), Output level of -02 
Option is 13 dBm ±2 dB. 

Connect BNC T to 5 MHz INPUT (J2), Jumper 
STD OUT (Jl) to one side of BNC T. Connect 
RF Voltmeter to other side of BNC “T”. Output 
level for the -05 Option is 0 dBm ± 2 . dB, 

Disconnect rf voltmeter and BNC “T”. 



4-32, RF Output Level 



Connect rf voltmeter through 50 ohm in-line 
load to RF OUTPUT connector on front panel. 



Rotate highest frequency dial through positions 1 
to 12 and observe that if voltmeter indicates 
+3 dBm ±1 dB. If necessary, adjust R6 (refer to 
Figure 4-4 for location). 

Set FUNCTION switch to 10-160 MHz and repeat 
Step f, but rotate frequency dial through positions 
1 to 15. 

If necessary repeat steps b through g until output 
levels at +3 dBm and +13 dBm are flat to +1 dB 
throughout the frequency range dialed. 

Disconnect rf voltmeter. Install bottom cover and 
set synthesizer in upright position. 



Set OUTPUT LEVEL control to +13 dBm position. 4-33. External Level Control 



Rotate highest frequency dial through positions 
1 to 1 5 and observe that indication on rf voltmeter 
is +13 dBm +1 dB. If necessary, adjust R4 (refer 
to Figure 4-4 for location). 

Set FUNCTION switch to 1—12 MHz and repeat 
Step c, but rotate frequency dial through posi- 
tions 1 to 12. 

Set OUTPUT LEVEL control to +3 dBm position. 



Set LEVEL CONT switch on rear panel to EXT 
position. 

Connect rf voltmeter through 50 ohm in-line load 
to RF OUTPUT connector on front panel. 

Set frequency dials to 40 MHz. 

Connect variable dc voltage source to LEVEL 
CONT INPUT connector on rear panel. 
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Figure 4-4, OUTPUT LEVEL ADJUSTMENTS 
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c. Adjust dc voltage source until rf voltmeter indi- 
cates +5 dBm. Output of voltage source should 
be 325 mVdc +50 mV. 

f. Increase dc voltage source output until rf voltmeter 
indicates +10 dBm, Output of voltage source 
should be 525 mVdc +50 mV, 

g. Increase voltage source output until rf voltmeter 
indicates +13 dBm. Output of voltage source 
should be 725 mVdc +50 mV. 

h. Disconnect all test equipment and set LEVEL' 
CONT switch to INT. 

4-34. MODULE ALIGNMENT 

4-35. The Model 61 60B modules were completely aligned 
and tested before leaving the factory. They should not re- 
quire realignment unless corrective maintenance is per- 
formed. Realignment or testing should be necessary only 
on the module or modules which have been repaired. 

4-36. Test equipment required to align or test the 
modules is listed at the beginning of each procedure. A 
composite listing of recommended test equipment is listed 
in Table 4-1 . Adjustment and test point locations are shown 
in illustrations included with each procedure. 

NOTE! 

A service kit ( 61 60 A- 7006 }, JF part number 
339002, is available for use in alignment or 
troubleshooting the Model 6160B. 

4-37. Alignment or Test Signals 

4-38, Module alignment or testing requires input power 
of +5, +14, and -12 V dc, in addition to specific rf signals. 
These inputs can be obtained from the test equipment 
listed in Table 4-1 or directly from the synthesizer, 

4-39. Power Supply Regulator Assembly 
(6160A-4014) 

4-40. Alignment of this assembly is done in the syn- 
thesizer using the following equipment. 



a. Digital Voltmeter 

b. Resistor, 100ft, 2W, + 10% (JF part number 
109934). 

441 . Align the assembly using the following procedure. 

Test point and adjustment locations are shown in Figure 

4-5. 

a. Disconnect power and remove the five screws 
securing the computer PCB assembly. Lift 
the assembly until the hinge locks. 

b. Connect a digital voltmeter between the -12V 
terminal on the Motherboard and chassis. 

c. Program power on and set — 12V adjust for a 
—12.000V indication on voltmeter. 

d. Touch the 100 ohm 2 watt resistor between the 
ground plane on the Motherboard and -12V 
terminal. Voltmeter indication should not 
change more than 1 mV. 

e. Remove the resistor and connect the voltmeter 
between the +14V terminal and chassis. 

f. Set the +14V Adjust for a +14 .000V indication 
on the voltmeter. 

g. Touch the 1 00 ohm resistor between the peb 
ground plane and the +14V terminal. Indication 
on the voltmeter should not change more than 

1 mV. 

h. Remove resistor and connect voltmeter between 
the +5V terminal and chassis. 

i. Jumper the +14V CONT and — 12V CONT to 
chassis (See Figure 4-17) 

j. Voltmeter should indicate +5V +20 mV. Note 
reading. 

k. Disconnect interface cable at J8 on Motherboard 
and note voltmeter indication. Difference between 
this reading and reading noted in step j should be 
less than 2 mV. 

l. Reconnect cable to J8. Remove jumpers and test 
equipment. 
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Figure 4-5. POWER SUPPLY REGULATOR ADJUSTMENT AND TEST POINT LOCATIONS 



4-42, Input Filter (6160A-4101) 



b. Oscilloscope 



4-43. This module is removed from, the synthesizer and 
aligned with tine following equipment: 



Power Supply 



RF Voltmeter 
50 olim load 

Signal Generator (or internal standard if installed). 



* 
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Figure 4-6. ADJUSTMENT, TEST POINT, AND INPUT/OUTPUT CONNECTOR LOCATIONS (6160A-4101) 



4-44. Figure 4-6 shows adjustment, test point, and input/ 

output connector locations on the Input Filter module. 

Alignment is as follows: 

a. Remove the cover from the module. 

b. Apply dc voltages (+5V, +14V, —12V) to appro- 
priate feed-thru connectors on the module. Con- 
nect power supply common to the module chassis. 

c. Apply a 5 MHz signal having a level of +7 dBm to 

Jl. 

d. Connect the input of an oscilloscope (probe) to 
TPl and its ground lead to TP2. 

e. Adjust L2 for maximum 5 MHz signal at TPL 

f. Connect the oscilloscope input to TP3 and then 
adjust Tl and T3 for maximum 5 MHz signal. 

g. Connect the oscilloscope input together with a 
50 ohm load to J4. 

7/74 



h- Adjust LI, Tl, and T3 for maximum 10 MHz sig- 
nal at J4. 

i. Set the oscilloscope vertical sensitivity to 0.1 V/cm 
and adjust vertical centering until the upper peaks 
of the 10 MHz signal are at the center of the CRT. 

j. Adjust R25 until each cycle of the 10 MHz signal 
at J4 are equal in amplitude (minimum 5 MHz 
component). 

k. Adjust R8 for a 10 MHz peak-to-peak output of 

1.1 +0,1 V at J4. 

L Connect the input of an rf voltmeter together 
with a 50 ohm load to J3. 

m. Adjust T2 for maximum rms voltage at J3. 

n. Adjust R17 for a IV rms output at J3. 
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0- Connect the oscilloscope input to J2, observing 
that the 5 MHz TTL output has a peak-to-peak 
amplitude of 3.5V* 

p. Disconnect test equipment and replace module 
cover. 

4-45. 1 MHz Digit Generator Module Set 

(6160B-4153) 

446. The module set is aligned in two stages. First* the 

Step Loop (STP LP) module is aligned independently. Then 

the Main Loop Phase Detector (PH DET) and Main Loop 

(VCO) are aligned together with the Step Loop module. 

Prepare the module set for alignment as follows: 

a. Disconnect cables and wiring from module set and 
■ omovc set from synthesizer. 

b. Remove module set joiners (2) and separate 
modules. 



4-47. 1 MHZ STEP LOOP (6160B4153-1) 

4-48. Use the following test equipment for alignment 
of the Step Loop module. 

a. Power Supply (+14 V dc, +5 V dc and —12V dc) 

b. DVM 

c. Frequency Counter 

d. Spectrum Analyzer 

449. Align the Step Loop (STP LP) module as follows: 

a. Remove module side covers. 

b. Connect dc supply voltage* 5 MHz TTL* and fre- 
quency counter (set for external standard mode) 
as shown in Figure 4-7. 



18*37 MHz OUTPUT, 
CONNECT TO 
INPUT OF COUNTER 



1 MHz TTL OUTPUT. 
CONNECT TO 
EXTERNAL STANDARD 
INPUT OF COUNTER 



CONNECT TO J2 0F 
INPUT FILTER MODULE 
(Q1 60A-41 01) FOR 
5 MHz TTL REFERENCE 




DC SUPPLY INPUTS 


FREQUENCY CONTROL 


(CASE IS COMMON) 


BINARY COMMANDS 
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Figure 4-7. 1 MHz STEP LOOP EQUIPMENT CONNECTIONS. 
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Table 4-3. FREQUENCY CONTROL COMMANDS 
1 MHz STEP LOOP 




c. Program STP LP module for 18 MHz output at J4 
by grounding appropriate feedthrough terminals 
(Figure 4*7) in accordance with Table 4-3. 



d. Connect DVM set for dc measurement to points 
indicated in Figure 4-8. Adjust L2 (See Figure 4-8 
for location) for DVM indication within +1.49 
Vdc to +1.51 Vdc. 

e. Disconnect DVM. 

f. Frequency counter should indicate 1 8 MHz. 

g. Program STP LP module for frequencies from 19 
to 37 MHz- in 1 MHz steps and observe correspond- 
ing frequencies of 19 to 37 MHz on frequency 
counter. 



h. Disconnect frequency counter and connect spec- 
trum analyzer to J4 (18-37 MHz output). 

i. Program STP LP for 20 MHz output at J4 and 
center output signal on spectrum analyzer display. 

j. Program STP LP for 18 MHz and adjust C22 (See 
Figure 4-8 for location) for minimum upper 2 MHz 
sideband at center of display. (Spurious should be 
< -90 db from fundamental). 

k. Program $TP LP for 19 MHz output at J4, 

l. Adjust C19 (See Figure 4*8) for minimum upper 
1 MHz sideband at center of display on spectrum 
analyzer. (Spurious should be -70 dB from 
fundamental), 

m. Disconnect ail test equipment and power connec- 
tions from module. Install module side cover. 

4-50. 1 MHZ MAIN LOOP VCO (6160B-4153-2) AND 

MAIN LOOP PHASE DETECTOR (61 60B4 153-3). 

4-51. These modules are aligned using the following test 

equipment. 

a. Power Supply 

b. Signal Generator 

c. Frequency Counter 

d. Oscilloscope 

e. Previously aligned Step Loop module 

4-52. Use the following procedure for aligning the Main 

Loop VCO and Phase Detector modules: 

a. Remove side covers from Main Loop VCO module 
(6160B-4153-2) and Main Loop Phase Detector 
(PH DET) Module, 6160B-4153-3, 

b. Interconnect modules as shown in Figure 4-9. 
Power supply inter-connection leads between VCO 
and PH DET modules should be long enough to 
allow access to adjustments within these two 
modules. 

c. Connect test equipment to terminals shown in 
Figure 4-9. 
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POWER SUPPLY FREQUENCY CONTROL 

INPUTS {CASE BINARY COMMANDS 

IS COMMON) (SEE TABLE 4-3} 



Figure 4-8. 1 MHz STEP LOOP (6160B4153-1) ADJUSTMENT LOCATION AND DVM CONNECTION 
d. Apply power to modules. 



c. Adjust signal generator, connected to J3 of PH 
DET, for 20 MHz output. 



f. Program STP LP module for 37 MHz, refer to 
Table 4-3. 

g. Adjust VCO inductor L 8 for frequency counter 
display between 20.15 MHz and 20.25 MHz. 

h. Program STP LP for 1 S MHz, refer to Table 4-3. 

i. Adjust PPI DET potentiometer R5 for frequency 
counter indication between 10.65 MHz and 10.75 
MHz. 

j. Re-check steps f through i and, if necessary, reset 
adjustment. 

le Program STP LP from 19 to 36 MHz and observe 
that frequency counter indication is in accordance 
with Table 4-4. 
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Table 44. J1 VCO OUTPUT 



PROGRAMMED 
FREQUENCY (MHz) 


MAIN LOOP VCQ OUTPUT 
J4 (MHz) 


MIN 


MAX 


19 


11.15 


11.5 


20 


11.65 


12.0 


21 


12.15 


12.5 












13.5 






14.0 . 


25 


14.15 


14.5 


26 


14,65 


15.0 


27 


15.15 


15.5 


Sliil 28 


g: : ;.:^:|45.66 


16.0 






16 ,S 


' 30 




! 17.0::;: 


31 


17.15 


17.5 


32 


17,65 


18.0 


33 


18.15 


18.5 




18.65 


19.0 ' 




19.15 1 ' % 




36 


T0'M:: 19.65 


- 20.0 






f 



gs 

Jf 



r 



F. 
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20-30 MHz INPUT FROM SIGNAL 
GENERATOR AT TTL LEVEL 



PH DET 
6160B-41 53-3 



VCO 

6160B-4153-2 



STP LP 
6160B-41 53-1 




5 MHz FROM J2 OF 
INPUT FILTER 
MODULE 6160A-4101 



(EXTERNALLY GATE COUNTER 
WITH SIGNAL DERIVED FROM 
SYNTHESIZERS FREQUENCY 
STANDARD). 



MODULE TOP VIEW 



FREQUENCY CONTROL COMMANDS 
(SEE TABLE 4-3) 

16 S 4 2 1 



STP LP 
6160B4153-1 



VCO 

6160B-4153-2 



PH DET 
61 60B4 153-3 




+5V-H4V -"12V 
POWER SUPPLY 
CONNECTIONS 

MODULE BOTTOM VIEW 



Figure 4-9. 1 MHz DIGIT GENERATOR EQUIPMENT CONNECTIONS, No, 1 
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Disconnect signal generator from 13 on PH DET 
and connect J4 of STP LP to J4 of VCO as shown 
in Figure 4-10 



v 



rn. 



Program STP LP ? from 18 to 37 MHz and observe 
that amplitude of signal displayed on oscilloscope 
is greater than 80 mV p-p for all programmed fre- 
quencies from 18 to 37 MHz, 



PH DET 
61 60B-4153-3 



VCO 

61 60B-4153-2 



STP LP 
61 60B-41 53-1 




5 MHz FROM J2 
OF INPUT FILTER 
MODULE 6160A-4101 



TO COUNTER 

{EXTERNALLY GATE COUNTER 
WITH SIGNAL DERIVED FROM 
SYNTHESIZERS FREQUENCY 
STANDARD) 



Figure 4-10. 1 MHz DIGIT GENERATOR EQUIPMENT CONNECTIONS, No. 2. 

Table 4-5. J1 VCO OUTPUT (J4 VCO TO J4 STP LP) 



Program STP LP from 1 8 to 37 MHz and observe 
on frequency counter that VCO output at Jl is 
in accordance with Tabic 4-5, 

NOTE! 

If VCO output does not meet limits specified 
in Table 4-5 , VCO and PH DET modules must 
be retuned. If retuning is necessary’, remove 
connection between STP LP module , J4, and 
VCO module , J4. Reconnect signal generator 
to J3 of PH DET module and repeat procedure 
beginning sith Step e. 

Connect signal generator set to 20 MHz to J3 ot 
PH DET module. 

Program STP LP module from 18 to 37 MHz and 
observe that frequency displayed on counter agrees 
with Table 4-6, 

Remove frequency counter and connect oscillo- 
scope to J4 from inside of VCO module. 



PROGRAMMED STEP 
LOOP FREQUENCY 


MAIN LOOP VCO OUTPUT 
Jl (MHz) 


(MHz) 


MIN 


MAX 


18 


8.2 


9,3 


19 


3.7 


10.3 


20 


9.2 


10,3 


21 


9.7 


11.3 


22 


10.2 


11.8 


23 


10.7 


12.3 


24 


11.2 


12.8 


25 


11.7 


13.3 


26 


12,2 


13.8 


27 


12.7 


14.3 


28 


13.2 


14.8 


29 


13.7 


15.3 


30 


14.2 


15.3 


31 


14.7 


16.3 


32 


15.2 


16.8 


33 


15.7 


17.3 


34 


16.2 


17.8 


36 


16.7 


18,3 


36 


17.2 


18.8 


37 


17.7 


19.3 
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Table 4-6. VCO OUTPUT CHECK 



PROGRAMMED 
FREQUENCY MHz 


VCO OUTPUT 
J1 


IS 


10.0 


19 


10.5 


20 


11.0 


: ; • •• £t:2i : ■; ;v : *• «; £ 


1 1 .5, 


:: 22 


3.”: sr - : 






24 


13.0 


25 


13.5 


26 


14.0 






28 




29 




30 


16.0 


31 


16.5 


32 


17.0 






( 34 


is 6 . 


,35 


■ < i8.5 1 ' « ' 


36 


19.0 


37 


19.5 



NOTE; Stability of J1 output depends upon 
stability of signal generator used. 



r. Remove all test equipment and module inter- 
connections* 

s. Attach module side covers. 

t. Refer to Figure 4-11 and assemble module set in 
order shown. Attach, module set joiners (2). 

u. Secure module set to synthesizer. Connect num- 
bered cables in accordance with Figure 4-11 Con- 
nect wiring in accordance with Figure 4-3. 

4-53. Six Digit Generator (6040A-4102) 

4-54. This module is aligned within the synthesizer 
(See Figure 4-1 for location). Tilt the hinged assembly 
up after removing the four screws securing the module 
to the synthesizer. Remove the module cover to expose 
the peb and adjustments. Adjustment and test point 
locations are illustrated in Figure 4-12. Use the following 
test equipment to align this module. 



b. Oscilloscope. 

c. Frequency Counter. 




Figure 4-11. 1 MHz MODULE SET CABLING CONNECTIONS 
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Figure 4-12. SIX DIGIT GENERATOR ADJUSTMENTS AND TEST POINTS » 




d. 


DVM Input Filter (1000 pf ±5% capacitor, across 
DVM input terminals and 10 k£2 ± 1 % resistor in 
series with HI input lead to DVM). 


b. 


Adjust T4 for +2.5 Vdc +0.1 Vdc indication on 1 

DVM. 1 

j 


t 


4-55. 


10 HZ STEP LOOP 


c. 


Dial 80.000000 MHz and observe DVM indication | 

between +5.0 and +6.2 Vdc. 


r 


a. 


Connect DVM set for dc measurement, through 
input filter to TP 10 (+) and ground (module 
frame). Set FUNCTION switch to 10-160 MHz 
and dial 80.000000 MHz. 


4-57. 


] 

100 KHZ STEP LOOP j 


p 

t 


b. 


Adjust T5 for +3.5 Vde ±0.1 Vdc indication on 
DVM. 


a. 


Connect DVM through filter to TP 11 (+) and j 

ground. Dial 80.000000 MHz. J 


m 


c. 


Dial 80.000049 MHz and observe that DVM indi- 
cation is greater than +1.9V. 


b. 


Adjust T1 for 2.5 Vdc +0.1 Vdc indication on 


r 


4-56. 


1 KHZ STEP LOOP 




DVM. | 


i 


a. 


Connect DVM through filter to TP 13 (+) and 
ground. Dial 80.004950 MHz. 


c. 


Dial 80.495000 MHz and observe DVM indication I 

between +7.4 to +8.6 Vdc. 


tv 
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4-58. 1 KHZ MAIN LOOP 

a. Connect DVM low input, through filter, to TP15 
and high input to TP12. Dial 80.000049 MHz. 

b. Adjust T3 for 0 Vdc within the limits of 0 Vdc to 
+0.05 Vdc. 

c. Vary the 1, 10, 100, 1000 Hz frequency dials 
throughout their ranges noting the maximum and 
minimum DVM indications. The minimum indi- 
cation should be between 0V and +0.5 Vdc and 
the maximum indication should be less than 
+0.38 Vdc. 

d. If minimum indication occurs at dial setting other 
than 80.000049 MHz, repeat step b at frequency 
of minimum voltage. 

e. Repeat step c. 

NOTE! 

A maximum indication greater than + 0.38 indi- 
cates the varactor diodes, CR10 and CR7, are 
not tracking properly and should be replaced 

4-59. 100 KHZ MAIN LOOP 

a. Connect low input of DVM, through filter, to 
TP 1 4 and high input to TP5 . Dial 80,999999 MHz. 

b. Adjust T2 for -0.17 Vdc within the limits of 
-0.15 Vdc to -0.20 Vdc. 

c. Set the 1 and 10 Hz dials to 49 and vary the 100 
Hz, 1 kHz, 10 kHz, and 100 kHz dials throughout 
their ranges. Note the maximum and minimum 
indications on the DVM, The maximum indi- 
cation should be more negative than —0.15 Vdc 
and the minimum indication more positive than 
-0.50 Vdc. 

d. If maximum indication is more positive than 
-0.15 V, repeat step b at frequency of maximum 
voltage. 

e. Repeat step c. 



NOTE 

Any adjustment ofTl , T2, To or T4, or related 
Circuitry, Will necessitate the repeating of pro- 
cedures 4-5$ and 4-59. 



NOTE! 

A minimum voltage more negative than - 0.50 
Vdc indicates that varactor diodes CR1 and 
CR2 are not tracking properly and should be 
replaced ' 

4-60. SYNTHESIS CHECK 

a. Connect frequency counter to J2 of module and 
perform first ten steps of Table 4-16. 

b. Remove DVM and frequency counter. 

c. Install cover on module. Tilt module assembly 
down into synthesizer and secure with four screws. 

4-61. 10 MHz Main Loop Phase Detector 
(6160A-41 09) 

4-62. This module is removed from the synthesizer and 
aligned with the following equipment. 

a. Power Supply. 

b. Signal Generator (2). 

c. Oscilloscope. 

d. 6 db Splitter. 

e. 10 db Attenuator. 

f. Digital Voltmeter. 

g. 50 ohm load. 

4-63. Figure 4-13 shows adjustment test, point, and input 
output connector locations on the 1 0 MHz D.U. Main P.D. 
module. Alignment is as follows: 
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Figure 4-13. ADJUSTMENT, TEST POINT, INPUT/OUTPUT CONNECTOR LOCATIONS 6160A-4109) 



a. Remove the cover from module. 

b. Apply dc voltages (+5V, +14V, —12V) to the ap- 
propriate feed-thru connectors on the module. 
Connect power supply common to the module 
chassis. 

c. Connect the input of an oscilloscope to J2. Set 
the oscilloscope to dc input and establish a OV 
reference. 

d. Connect a 50 ohm load to J3 and connect a short- 
ing jumper between -"12V input and TP5 feed-thru 
connector. 

e. Adjust R29 for 0V dc at J2. 

f. Make the test equipment connections shown in 
Figure 4-14. 

g. Set signal generator No. 1 to 15 MHz and con- 
nect A output to Jl and B output to J4. 





k 
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Adjust C34 for 0 Vdc at J2. 



Figure 4-14. EQUIPMENT CONNECTION FOR 
10 MHz D. U. MAIN PD TEST 
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i. Tunc signal generator No. 1 from 10 to 19 MHz, 
observing that the dc voltage at J2 does not change 
more than +4 mV. If necessary, adjust C34 to 
satisfy this requirement. 

j. Set signal generator No. 1 to 15 MHz and adjust 
R29 for 0 Vdc at J2. 

k. Disconnect 50 ohm load from J3 and connect 
the output (C) of signal generator No. 2 to 13. 

l. Set signal generator No. 1 to 10 MHz and signal 
generator No. 2 to 20 MHz. Also disconnect 

m. Connect a shorting jumper between TP2 and TP4 
and adjust C22 for a minimum amplitude (less 
than 40 mV peak-to-peak) 10 MHz signal at J2. 

n. Set signal generator No, 1 to 15 MHz and No. 2 to 
16 MHz, observing that the ,1 MHz signal at J2 has 
a peak-to-peak amplitude of 40 mV, Offset should 
be less than +2 mVdc. 

o. Disconnect shorting jumper between TP2 and TP4, 

p. Connect digital voltmeter to TP2 (+) and TP4 (— ). 

q. Tune signal generator No. 2 from 12 MHz to 
18 MHz, observing that the voltage at TP2 is —10.7 
±0.7 Vdc, except when signal generator frequency 
is 1 5 ±0.02 MHz. At 1 5 ±0.02 MHz the voltage at 
TP2 should be 0 ±50 mV. 

r. Disconnect signal generator No. 1 output (B) from 
J4 and signal generator No. 2 output (C) from J3. 

s. Connect signal generator No. 2 output (C) to J4 
and tune it slowly down from 1 5 MHz. The volt- 
age at J2 should decrease from 0 ±2 mV to -22 
+5 mV at a signal generator No. 2 frequency of 
14.2. to 13.8 MHz. 

t. Slowly increase signal generator No. 2 frequency, 
observing that the voltage at J2 increases from 0 
+2 mV to +22 +5 mV at a signal generator fre- 
quency of 1 5. S to 16.2 MHz. 

u. Connect a shorting jumper between -1 2V and TP5 
feed-thru connector. 

v. Connect digital voltmeter to TP3 (+) and TP4 (-). 



w. Tune signal generator No. 2 until the voltage at 
TP3 is 1 ±0.05 Vdc. 

x. Connect a shorting jumper between TP2 and TP4. 
observing that the voltage at TP3 is 0±35 mV. 

z. Disconnect test equipment and replace module 
cover. 

4-64. 10 MHz Step Loop Phase Detector 

(61 60 A-41 06-1 ) 

4-65. This module is removed from the synthesizer and 

aligned with the following equipment: 

a. Power Supply. 

b. Oscilloscope 

c. Signal Generator (2). 

d. Digital Voltmeter. 

e. 50 ohm Load 

f. 6.8k, !4W Resistor 

g. 12k, W Resistor. 

4-66. Figure 4-15 shows adjustment, test point, and 

input/output connector locations on the 10 MHz D. U. 

Step Loop P. D. module. Alignment is as follows: 

a. Remove the cover from the module. 

b. Connect the input of an oscilloscope (probe) to 
TP4 and its ground lead to TP3. 

c. Apply a 10 MHz signal having a level of +13 dbm 
+2 db to J2. 

d. Adjust C 13 for minimum amplitude 10 MHz signal 
(less than 70 mV peak-to-peak at TP4). 

e. Disconnect the oscilloscope and signal generator 
from the module. 

f. Apply dc voltages (+5V, +14V, -12V) to appro- 
priate feed- thru connectors on the module. Con- 
nect power supply common to the module chassis. 

g. Apply +5V to “4” feed-thru connector. 





I I T F I T 

R34 —1 2V +14V +5V TP2 "4" 

COMMAND 



Figure 4-15. ADJUSTMENT, TEST POINT, INPUT/OUTPUT CONNECTOR LOCATIONS (6160A-4106-1) 



h. Apply a 140 MHz signal having a level of +5 dbm 
+2 db to JL 

i. Connect a digital voltmeter together with a 50 
ohm load to J2, observing that the dc voltage is 
0 ±0.6 mV. Disconnect the digital voltmeter upon 
completion of this step, 

j. Apply a 10 MHz signal having an amplitude of 
+7 dbm ±2 db to J4. 

k. Connect the input of an oscilloscope (probe) to 
TPl and its ground lead to TP3. 

l. Adjust T4 for maximum amplitude 10 MHz signal 
atTPl. 

m. Adjust R27 for a 10 MHz signal having a pcak-to- 
peak amplitude of 3 V at TPL 

n. Adjust R34 until the notch in the 10 MHz wave- 
form is slightly above the center point (zero 
crossing). 

o. Repeat step 1 } and n. until results are obtained 
without further adjustment. 

P- 



q. Connect a shorting jumper between TP2 and TP3. 
Also disconnect +5V from “4” feed-thru and then 
ground the feed-thru. 

r. Apply a 71 MHz signal having a level of +5 dbm 
+2 db to Jl. 

s. Adjust R27 for a 1 MHz beat signal at J2 which 
lias a peak-to-peak amplitude of 60 +0/— 5 mV. 

t. Perform the chocks in Table 4-7, observing that 
the 1 MHz beat signal at J2 has a peak-to-peak 
amplitude of 35 to 60 mV, 



Table 4-7. BEAT SIGNAL CHECKS 



Jl 

FREQIMHz) 


"4" 

FEED-THRU 


71 


GND 


81 


GND 


91 


GND 


101 


GND 


111 


+5V 


121 


+5V 


131 


+5V 


141 


+5V 



r 

r 

r 

i 







4-22 



Connect the input of the oscilloscope together 
with a 50 ohm load to J2. 





61 608 



m 



u. 


Disconnect the shorting jumper from TP2. 


a. 


Power Supply (2). 


V. 


Apply a 141 MHz signal having a level of +5 dbm 
±2 db to Jl. Also ensure that the “4” feed-thru 


b. 


Frequency Counter 




connector has +5V applied. 


C-. 


Digital Voltmeter. 



w. Connect a digital voltmeter to TP5 (+) and 
TP3 (— ) 7 observing that the voltage at TPS is +2 
to +3 Vdc. 

x. Establish a QV reference (do coupled input)on the 
oscilloscope connected to J2. 



d. RF Voltmeter, 

e. Signal Generator. 

f. 50 ohm load. 



y. Apply --12 Vdc via a 6.8k, %W resistor to J3, 
observing that the peaks of the output signal at 
J2 shift -10 ±2 mVdc. 

'4 Apply +14 Vdc via a 12k, resistor to J3, 
observing that the peaks of the input signal at J2 
shift +10+2 mVde. 

aa. Disconnect test equipment and replace module 
cover. 

4-67. 10 MHz Step Loop VCO 

(6160A-4107-1) 

4-68, This module is removed from the synthesizer and 

aligned with the following equipment: 



g. Ik ohm load. 

h. 33k, VaW Resistor. 

i. 39k, 14W Resistor. 

j. 3M, HW Resistor 

k. 3.3M, V4W Resistor. 

l. 1300, W Resistor. 

4-69, Figure 4-16 shows adjustment, test point, and 
input/output connector locations on the 10 MHz Step Loop 
VCO module. Alignment is as follows: 




Figure 4-16. ADJUSTMENT, TEST POINT. INPUT/OUTPUT CONNECTOR LOCATIONS (6160A-4107-1) 
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a. Remove the cover from the module, 

b. Apply do voltages (+5V, +14V, -12V) to appro- 
priate feed-thru connectors on the module. Con- 
nect power supply common to the module chassis. 

c. Apply -12 Vdc via a 33k, AW resistor to Jl. 
Also connect a 130£2, AW resistor from Jl to 
ground. 

d. Connect a digital voltmeter to TP1 (+) and the 
module chassis (—), 

e. Jumper the “4”, “2”, “1” feed-thru connectors 
to ground (one at a time) until the voltage at TPl 
is nearly 8V, but less than 8V. 

f. Disconnect the input voltage of Jl and then ad- 
just R60 until a point is found where adjustment 
either direction causes the voltage at TPl to in- 
crease or decrease a few hundred mV, 

g. Apply -12 Vdc via a 3M, AW resistor to Jl. 
observing that the voltage at TPl decreases the 
same amount a$ in step f. 

h. Apply +14V via a 3.3M, AW resistor to Jl, 
observing that the voltage at TPl increases the 
same amount as in step f. 

i. Repeat steps f, thru h. until all results are obtained 
without further adjustment, 

j. Connect the input of a frequency counter to J4. 

k. Jumper only the “2”, “1” feed-thru connectors 
to ground. 

l. Apply —12 Vdc via a 33k, AW resistor to Jl and 
adjust R1 10 andRl4Q for a 7 MHz indication on 
the frequency counter, 

m. Apply +14 Vdc via a 39k, ’AW resistor to JL 

n. Adjust R42 for a 3 MHz indication on the fre- 

quency counter. 

o. Jumper the “4”, “2”, "1” feed-thru connect- 
ors to ground. 

p. Apply 12 Vdc via a 33k, AW resistor to Jl and 
record the freqeuncy counter indication. 



q. Apply +14 Vdc via a 39k, AW resistor to Jl and 
record the frequency counter indication. 

r. Repeat steps p and q and adjust R70 until same 
frequency counter indication is observed in both 
steps. 

Disconnect jumpers from “4”, “2”,“1” feed-thru 
connectors. 

t Repeat steps p and q and adjust R140 until the 
same frequency counter indication is observed in 
both steps. 

u. Jumper only “4”, w 2” feed-thru connectors to 
ground. 

v. Repeat steps p and q and adjust R80 until the 
same frequency is observed in both steps. 

w. Jumper only ‘‘4”, “1” feed-thru connectors to 
ground. 

x. Repeat steps p and q, and adjust R90 until the 
same frequency is observed in both steps. 

y. Jumper only “4” feed-thru connector to ground. 

z. Repeat steps p and q, and adjust R100 until the 
same frequency is observed in both steps. 

aa. Jumper only “2”, "1” feed-thru connectors to 
ground. 

ab. Repeat steps p and q, and adjust R110 until the 
same frequency is observed in both steps. 

ac. Jumper only “2 ,T feed-thru connector to ground, 

ad. Repeat steps p and q and adjust R120 until the 
same frequency is observed in both steps. 

ae. Jumper only “1” feed-thru connector to ground. 

af. Repeat steps p and q and adjust R130 until the 
same frequency is observed in both steps. 

ag. Jumper the “4”, “2”, “1” feed-thru connectors to 
ground and apply -12 Vdc via a 33k, AW resistor 
to Jl. 
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ah. Observed that the voltage at TPl is at least +1 Vdc. 
If not, lengthen two loops of wire (No. 1, No. 2) 
until thereis a +1 Vdc at TPl, 

ai. Disconnect the jumpers from the “4”, “2”, “1” 
feed-thru connectors, observing that the voltage at 
TPl is less than +1 1 .4 Vdc. 

aj. Apply +14 Vdc via a 39k, %W resistor to Jl, ob- 
serving that the voltage at TPl is less than +12.2 
Vdc. 

ak. Disconnect +5V, +14V, —12V input power to the 
module and connect the input of an rf voltmeter 
to TP3. 

al. Apply a 10 MHz signal having a level of 1 V rm$ to 
7P3 and adjust C21 for maximum rms voltage at 
TP3. 

am. Disconnect rf voltmeter and 10 MHz signal, 

an. Apply dc voltages (+5V, +14V, —12V) to the ap- 
propriate feed-thru connectors. Connect power 
supply common to the module chassis, 

ao. Connect an rf voltmeter together with a 50 ohm 
load to J3. 

ap. Apply —12 Vdc via a 33k, %' W resistor to Jl 
and perform output checks in Table 4-8, 



Table 4-8. 70MHz THRU lOQMHz OUTPUT CHECKS 



STEP 


GROUNDED 

TERMINAL 


J3 OUTPUT 
LEVEL 


1 


4, 2, 1 


1 




2 


4, 2 




. 3±2dbm 


3 


4, 1 






4 


4 







aq. Apply +14 Vdc via a 39k, resistor to Jl 
and perform the output checks in Table 4-9. 



Table 4-9. llOMHzTHRU 140MHz OUTPUT CHECKS 



STEP 


GROUNDED 

TERMINAL 


J3 OUTPUT 
LEVEL 


1 


2, 1 


' 




2 


2 




► 3 ±2dbm 


3 


1 






4 


NONE 


1 





ar. Connect rf voltmeter together with 50 ohm load 
to J4. 

as. Repeat steps ap, and aq., observing that a 1.5 
+ 1 dbm output is present at J4. 

at. Connect the digital voltmeter together with a Ik 
ohm load to J2. 

au. Apply -12 Vdc via a 33k, W resistor to Jl, ob- 
serving that the output voltage at J2 is +1.1 
+0.1 Vdc. 

av. Apply +14 Vdc via a 39k, !4W resistor to Jl, 
observing that the output voltage at J2 is -1.5 
±0.1 Vdc. 

aw. Disconnect test equipment and replace module 
cover, 

4-70. 10 MHz I.F. Mixer (6160A4108) 



4-71. This module is removed from the synthesizer and 

aligned with the following equipment: 

a. Power Supply 

b. Signal Generator (2). 

c. RF Voltmeter (with rf probe). 

d. 50 ohm load (2). 

4-72. Figure 4-17 shows adjustment, test point, and 

input/output connector locations on the 10 MHz D.U.I.F. 

Mixer module. Alignment is as follows: 

a. Remove the cover from the module. 

b. Apply dc voltages (+5V, +14V, -12V) to the 
appropriate feed- thru connectors on the module. 
Connect power supply common to the module 
chassis. 

c. Apply 1115 MHz signal having a level of +5 dbm 
±2 db to J 1 . 

d. Apply a 100 MHz signal having a level of +1 dbm 
+0.5 db to J2. 
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Figure 4-17. ADJUSTMENT, TEST POINT, INPUT/OUTPUT CONNECTOR LOCATIONS (6160A -4108) 



Connect a 50 ohm load to J3. 



Connect the input of an rf voltmeter together 
with a 50 ohm load to J4. 



Table 4-10. OUTPUT LEVEL CHECKS 



J1 


* 


J4 OUTPUT 
LEVEL (dbm) 


FREQ (MHz) 


LEVEL (dbm) 


FREQ |MHz) 


LEVEL (dbm! 


150 


+5±2 


140 


-94:0.5 


>-14,5 


150 


+5±2 


140 


-9*0,5 


>-14,b 


172 


♦5±2 


14(? 


+1±0.S 


0 

1 

A 


157 


*5±2 


120 


■t U.0.5 


^ . 



g. Adjust R35 for a --7.7 dbm±0.2 db output at J4. 



h, Connect rf voltmeter together with 50 ohm load to 
J3 and connect 50 ohm load to J4. The output 
at J3 should be -5 dbm ±1 db. 



i. Repeat steps e and f. 



j. Perform the output level checks in Table 4-10. 



Connect rf voltmeter via rf probe to junction, of 
CIO, L2, C42. 



m. Perfrom the signal level cheeks in Table 4-11. 



Table 4-11. SIGNAL LEVEL CHECKS 



J1 


SIGNAL LEVEL (dbm) 


FREQ (MH/) 


LEVEL (06M! 


(Jund'Ort Cio, L2, C42) 


169 


+2±0.5 


+9*2 


120 




1 9±2 


80 


<2i0,5 


+9±2 



k. Disconnect signal generator from J2. 
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n. Disconnect test equipment and replace module 
cover. 
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4~73. 10 MHz Main Loop VCO (6160A-4110) 

4*74. This module is removed from the synthesizer and 
aligned with the following equipment. 

a. Power Supply. 

b. Signal Generator. 

c. RF Voltmeter (with rf probe). 

d. Digital Voltmeter. 

e. Frequency Counter. 

f. 50 ohm load. 

g. 33k, 14W Resistor. 

h. 39k, Resistor. 

i. 130f2, 14 W Resistor. 

475. Figure 4-18 shows adjustment, test point and 

input/output connector locations on the 10 MHz D.U. 
Main VCO module. Alignment is as follows: 



Remove the cover from the module. 

Apply a 10 MHz signal having a level of 200 
+20 mV to TP3. 

Connect the input of an rf voltmeter (probe) to 
TP4. Connect probe ground lead to TP2. 

Adjust C8 for minimum rms voltage at TP3 
(less than 2 mV). 

Tune the signal generator from 10 to 19 MHz, 
observing that the rms voltage at TP3 does not ex- 
ceed 1 5 mV. 

Disconnect the signal generator and rf voltmeter 
from the module. 

Apply dc voltages (+5V, +14V, -- 12V) to the ap- 
propriate feed-thru connectors on the module. 
Connect power supply common to the module 
chassis. 

Jumper “4” and “1” feed-thru connectors to 
ground. 



Connect a 130S2, %W resistor between Jl and 




Figure 4-18. ADJUSTMENT, TEST POINT, INPUT/OUTPUT CONNECTOR LOCATIONS (61 6QA-4 110) 
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j. Connect the rf voltmeter together with a 50 ohm 
load to J3. 

k. Connect the input of a frequency counter to J4, 

L Connect the input of a digital voltmeter to TP (+) 

and TP2 (-). 

m. Adjust R3 $uch that voltage at TP1 transitions 
between lower and upper levels. This can also 
be observed via the frequency counter connected 
to J4. 

n. Connect the digital voltmeter input (+) to J X 7 
observing that the voltage is 0 ±10 mVdc. 

o. Repeat steps 1 thru n until results are obtained 
without further adjustment. 

p. Connect the digital voltmeter to TPl (±) and 
TP2 (-), 

q. Apply —12 Vdc via a 33k, 14 W resistor to J1 and 
jumper “4”, "2” 44 1*' feed-thru connectors to 
ground. 

r. Adjust R3 3 for a 75 MHz +0/-200 kHz output at 
J4. The voltage at TPl should be greater than 
+0.5 Vdc. 

s. Apply +14 Vdc via a 39k, *4W resistor to J1 and 
then adjust R3S for a 96 MHz +100 kHz output at 
J4. 

t. Disconnect jumpers from 4< 4 ,, J “2”, “1” feed-thru 
connectors and then adjust R36 for a 165 MHz 
+200 kHz/-0 output at J4. The voltage at TPl 
should be less than +11.5 Vdc. 

NOTE! 

If voltage at TPl is not within limits, change 
length of coils (Lll and LI 2). Longer coils 
yield higher voltage. Shorter coils decrease 
voltage. 

u. Perform the frequency tracking checks in Table 
4-12. Adjust, as necessary, R33, R38 and R36 
per Table 4-13 until tracking limits are met. 

v. Disconnect frequency counter from J4. 
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Table 4-12. FREQUENCY TRACKING CHECKS 



Jl INPUT 
(?> 33k, 1/4w 
0=39k, 1/4w 


GROUND 

JUMPERS 


OUTPUT FREQ. 
J4 (MHz) 


-12V via 0 


4, 2. 1 


- 65 to 75 


+14V via 0 


4, 2, 1 


95 to 99 


-12V vis (j) 


4, 2 


75 to 85 


+14V via 0 


4. 2 


. 105 to 109 


-12V via 0 


4, 1 


* 85 to 95 


+14V via 0 


4. 1 


115 to 119 


-12V via 0 


4 


95 to 105 


+14V via 0 


4 


125 to 129 


-12V via 0 


2, 1 


105 to 115 


+14V via 0 


2, 1 


135 to 139 


^l2Vvia 0 


2 


1 15 to 125 


+14V via (2) 


2 


145 to 149 


-12V via 0 


1 


l25to 135 


+14V via 0 


1 


155 to 159 


-12V via 0 


NONE 


135 to 145 


-H4V via 0 


NONE 


165 to 169 


NOTE: Ensure 130ft, 






1/4w resistor is connected 






from Jl to ground. 







Table 4-13. TRACKING LIMIT ADJUSTMENTS 



ADJUSTMENT 


AFFECT 


R33 


Changes low frequency (— 12V input to Jl) 


R38 


Changes high frequency (+14V input to Jl) 


R36 


Changes maximum frequency (+14V input to Jl) 



w. Apply -12 Vdc via a 33k, %W resistor to Jl and 
jumper the following feed-thru connectors to 
ground, observing that the output signal at J3 is 
+1.5 dbm ±1.5 db. 

Feed-Thru 

“4”, “2” 

“4” 

x. Apply +14 Vdc via a 39k, 14W resistor to J 1 , 
and jumper the following feed-thru connectors to 
ground, observing that the output signal at J3 is 
+1.5 dbm ±1.5 db, 

Feed-Thru 

t4 2”, “r 

“ 2 ” 

77 

NONE 
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y. Connect the rf voltmeter together with a 50 ohm 
load to 14 and repeat steps w, and x } observing 
that the output signal at J4 is +4 dbm ±1.5 db. 

z, Disconnect test equipment and replace module 
cover. 

4-76. Output Divider (6160A-4111) 

4-77. Alignment of this module is done in the synthesizer 

using the following equipment: 

a. Spectrum Analyzer. 

b. Counter. 

c. Signal Generator. 

d. RF Voltmeter. 

e. 6 db Pad. 

4-78. Figure 4-19 shows adjustment, test point, and 
input/output connector locations for tills module. Align- 
ment of this module is as follows: 



d. 



e. 



Remove module enclosure cover. 

Connect 41 10 OUT (J3) to a 6 db pad. Connect 
output of 6 db pad to —4111 INPUT (J4). 

Connect counter through 50 ohm cable to RF 
OUTPUT connector on front panel. Terminate- 
counter input with 50 ohm load. 

Set front panel controls as follows: 



Frequency Dials 
FUNCTION 
OUTPUT LEVEL 



150,000000 
10 - 160 MHz 
Midposition 



Remove connections to J1 and J3 on —4109 
module. Apply power to Model 6 1 60A. 



Note the frequency on the counter. (This fre- 
quency is referenced as fj, in Table 4-14. Perform 
steps 1 through 6 in Table 4-14 and note fre- 
quency on counter. 
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Table 4-14. OUTPUT DIVIDER CHECKS 



STEP 

NO. 


FRONT PANEL 
DIAL SETTING 


COUNTER 

FREQUENCY 


1 


79,000000 


t|/2 


2 


39.000000 


fj/4 


3 


19.000000 


fj/8 


4 


07.900000 


f 1 /20 


5 


03,900000 


f,/40 


6 


01.900000 


V80 



Table 4-15. OUTPUT DIVIDER LEVEL CHECKS 



STEP 

NO. 


MHz DIAL 
CONTROLS 


RF VOLTMETER 
INDICATION 


1 


1 ,00 to 1 ,99 in 100 kHz steps 


+14 dbm ±.5 db 


2 


2.00 to 3.99 in 100 kHz steps 




3 


4,00 to 7-99 in 1 MHz steps 




4 


8.00 to 11 ,99 in 1 MHz steps 




5 


10.00 to 19.99 in 1 MHz steps 




6 


20.00 to 39.99 in 1 MHz steps 




7 


40.00 to 79,99 in 10 MHz steps 




8 


80.00 to 159.99 in 10 MHz steps 





g. Set front panel frequency dials to 110.000000 
MHz, and note frequency on counter. (This 
frequency will be referenced as f 2 ). 

h Set front panel frequency dials to 1 1 .000000 MHz. 
The frequency on the counter must equal ( 2 / 10. 

i. Remove 6 db pad and connect signal generator to 
-41 1 1 INPUT (J4). 

j. Connect spectrum analyzer to RF OUTPUT con- 
nector on front panel. 

k. Set front panel frequency dials to 1 50.000000 and 
set signal generator to 206,5 MHz at 0 dbm. 

l. Adjust €88 for a minimum indication of 206.5 
MHz on spectrum analyzer. 

m. Install module enclosure covers. Install J1 and 
J3 connections to the -4109 module and connect 
-4110 OUTPUT (J3) directly to -4111 INPUT 
(J4). 
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4-79, Front Panel PCB Assembly (6160A4051) 

4-80, Use the following equipment for adjustment of the 

Front Panel PCB Assembly. 

V 

a. RF Voltmeter. 

b. Compensated 50 ohm In-Line Adaptor for RF 
Voltmeter. 

4-81. Figure 44 shows adjustment locations on the 

Front Panel PCB Assembly. Use the following procedure 

for adjusting this pcb assembly. 

a. Connect rf voltmeter through 50 ohm in-line load 
to RF OUTPUT connector on front panel. 

b. Set OUTPUT LEVEL control to +1 3 dbm position. 

c. Set FUNCTION switch 10-160 MHz and frequency 
dials to 10.000000 MHz. 

d. Adjust R4 (refer to Figure 4- 4 for location) for 
+13 dbm ±1 db indication on rf voltmeter. 

e. Rotate most significant decade dial from position 
1 to 1 5 and observe that rf voltmeter indication is 
+13 dbm + 1 db. Readjust R4 if necessary. 

f. Set FUNCTION switch to 1-12 MHz and rotate 
most significant decade dial from position 1 to 1 2. 
RF Voltmeter should indicate +13 dbm +1 db 
If readjustment of R4 is necessary, recheck step d 
with FUNCTION switch set to 10-160 MHz. 

g. Set OUTPUT LEVEL control to +3 dbm position, 
set FUNCTION switch to 10-160 MHz and fre- 
quency dials to 10.000000. 

h. Adjust R6 (Refer to Figure 4-4 for location) for 
+3 dbm ±1 db. 

i. Rotate most significant decade dial from positions 
1 to 15 observing that rf voltmeter indicates 
+3 dbm +1 db. Readjust R6 if necessary. 

j. Set FUNCTION switch to )-12 MHz and rotate 
most significant decade dial from positions 1 to 12. 
Observe that rf voltmeter indicates +3 dbm. If re- 
adjustment of R6 is necessary, repeat step h with 
FUNCTION switch set to 10-160 MHz. 

k. Remove all test equipment. 
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4-82. TROUBLESHOOTING 

4-83. Troubleshooting of the Model 6160B can be 
catagorizcd into two separate conditions: (1) Catastrophic, 
where no outputs (Buffered 5 MHz output or 1 - 160 MHz 
output) are present, (2) Synthesizing errors, where incorrect 
output frequencies are obtained. The first malfunction 
can usually be attributed to a power supply problem. 
Isolation of a synthesizing error, however, is somewhat 
more difficult and may require a thorough understanding 
of the synthesizer block diagram. It is, therefore, recom T 
mended that the contents of Section 3 be read. Input/ 
output connectors, testpoint, and adjustment locations 
for each module or assembly can be found in the alignment 
section for each module or assembly. In addition. Table 
4-16 lists dialed frequencies with corresponding computer 
output commands and output frequencies from the Six 
Digit Generator, 1 MHz Generator, and 10 MHz Generator. 

4-84. Figure 4-20 shows assembly locations of each 



assembly and module referred to in the troubleshooting 
chart (Drawing Ho. 6160B-1600). Drawing No. 6160B- 
1600, located in the schematic section of this manual, is a 
troubleshooting chart for the Model 6160B with the 
_02, -04, or -05 options. Synthesis OK implies 
the frequency is synthesized at the desired frequency. 
All frequencies in Drawing No. 6160B-1600 are in MHz 
and are measured without disrupting the path by utilizing 
the JF 207092 and 707100 adaptors, spare cable, BNC 
Tee, and high impedance counter. Always check for 
proper supply and command voltages as well as rf input 
signals at the suspected module before removal and dis- 
assembly of the module. Table 4-17 lists expected output 
levels at various interface points. Signal levels are typical 
values and may vary several db between instruments. Level 
measurements are made without disrupting the signal path 
by utilizing the JF207092 and 207100 adaptors, spare 
cable, and BNC-to-scope adaptor contained in the service 
kit (6160A-7006). Coax line length must be kept at a 
minimum for the Tee to scope probe. 



Table 4-16. COMPUTER OUTPUT COMMANDS 



DIALED 

FREQUENCY 

MHz 



10-160 MHz 
RANGE 

30.000000 
31.111111 
82.222222 
93.333338 
104,444444 
115.555555 
126.606666 
137.772777 
1 48-833888 
159.999999 

10.875000 

30.875000 

40.875000 

80.650000 

20.650000 

19.500000 

39.500000 

79.500000 
42,250000 

125.250000 

M2 MHz 
RANGE 

1.9990000 

3.9990000 
7.9247500 
8.0004997 



COMPUTER OUTPUT DIGITAL 
COMMANDS TO EACH DECADE 



MHz MHz kHz kHz kHz Hz Hz H2 



SIX DIGIT GENERATOR 1 MHz DIGIT GENERATOR 
OUTPUT FREQUENCY MHZ OUTPUT FREQUENCY MHz 
(6040A-4102.J2) (6160B-4153-2, Jl> 




0 
0 
0 

10 ) 5 



19 8 4 0 

19 9 2 0 0 

16 9. 9 0 0 

0 0 0 9 9 



20.00000 

22.22222 

24.44444 

26.66666 

2888388 

21.11110 

23.33332 

25.55554 

27.77776 

29.99998 

20.00000 

20.00000 

25.00000 

23.00000 

22.00000 
20,00000 
20.00000 
20.00000 
20.00000 
25.00000 



23.40000 

29-20000 

29,90000 

20.09998 



10.000000 

11,111111 

12.222222 

13.333333 

14.444444 

15.555655 

10.666666 

17.777777 

18-888888 

19-999999 

17.000000 

13.500000 
11.750000 
10.650000 
12.600000 

16.000000 
18-000000 
19,000000 

14.500000 
15.250000 



19-920000 

19.960000 

13-550000 

10-004999 



10 MHz DIGIT GENERATOR 
OUTPUT FREQUENCY MHz 
<61604-4110, J3) 



80. 000000 
81.111111 
82.222222 
93.333333 
104.444444 
115,555555 
126,666666 
137.777777 
148, 888888 
1 59,999999 

87.0DOOOO 
123.5OOO00 
81.750000 
80-650000 
82.6OOO00 
1 56.OOOO00 

1 58.000000 

159.000000 
B4.5OO000 

125.250000 



159.920000 

159.960000 

158.550000 

80.004999 
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Figure 4-20. MODEL 6160B ASSEMBLY LOCATIONS 
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Table 4-17. INTERFACE LEVEL 



MODULE 


JACK 


LEVEL 


4101 


J2 


TTL 


INPUT 


J3 


2V rms open CKT 


filter 


J4 


2V p-p sine wave 


4102 

6-DIGIT 


J3 


TTL 


GENERATOR 


J2 


TTL 


41 53-2 

1 MHz DIGIT 
GENERATOR 
MODULE SET 


Jl 


_ _ , +0.3V 

OfU-M.V 


4106-1 


J2 


<+0.01 VDC 


10 MHz STEP 
LOOP PHASE 
DETECTOR 


J3 


0.1V +0.1V or 0.7V 


4107-1 


J3 


250 mV rms sine wave 


10 MHz STEP 
LOOP VCO 


J4 


300 mV rms sine wave 


4108 

10 MHz IF 
MIXER 


J3 


+0.2V _ _ _ 


n n n nv 




-0.2V U U 1 ov 


J4 


Same as above 


4109 

10 MHz MAIN 
LOOP PHASE 
DETECTOR 


J2 


DC Voltage < +Q.4V 


4110 


J3 


0.3V rms sine wave 


10 MHz MAIN 
LOOP VCO 


J4 


0.3V rms sine wave 


4111 


Jl 


IV rms with 1-160 MHz 


OUTPUT 




output terminated into 


DIVIDER 




500 



2.1V 



NOTE: 0.9V 

TTL= OV 



61608 



4-85. Reference to Note A, B, C, or D in Drawing No. 
6160B-1600, refers to the following notes: 



NOTEA! 

The -12V supply is med as a reference for the 
+14 and +5 V supplies, therefore , a malfunction 
on the -12V supplies will make the +14V and 
+5 V supplies inoperative. 



NOTE B! 

Isolation of 4106-1 and 4107-1 problems. A 
signal at 4107-lH that is more than ±3 MHz 
from the desired frequency indicates a failure 
of the 4107-1 module. If the error is less than 
±2MHz the 4 106-1 module is probably at fault. 
Remove connection to 4107-1 J 1 and check for 
the best (error frequency) signal of 30 - 50 
mV p-p into 50 ohm and less than 1.5MVdc 
offset coming from the 4106-1 module. If no 
beat is present , there is a definite failure of the 
4106-1 module. If the beat is present , continue 
with the following two-step test. 



Shunt 41 07-1 J1 with a 120 ohm resistor 
and remove connection to 4107-1J2. 
Load this port with a 1 kilohm load. In- 
sert +40i±A into Jl, ( use a 0.35 resistor 
to +14 V supply ). Check that frequency 
at 4 107-1 J4 is 1.7 to 3. 3 MHz above de- 
sired frequency and that approximately 
minus 1.5 to - 1.8V is across the 1 kil- 
ohm load at 4107-1J2, 



b. With resistors installed as in step A., pull 
minus 40 Ma from 41Q7-1J1, (use 0.3 re- 
sistor to -12V supply ). Check 410 7-1J4 
frequency. It must be 1-7 to 3.3 MHz 
below desired frequency and indicate 
from +1.0 to +1.2V across the load re- 
sistor on 41 07-1 J2. If conditions de- 
scribed in steps A. and B. are not met 
the 4107-1 Module is defective. If these 
conditions are met , the 4106-1 is faulty. 
The following table , (Table 4-18) indicates 
desired 4107-1J4 Frequency vs. 10MHz 
Dial Position. 




7/74 



4-33 




r 





6160B 



Table 4-18. 6160A-4107-1, J4 FREQUENCY 



DIAL 


frequency 


8 


70 MHz 


9 


80 MHz 


10 


90 MHz 


11 


100 MHz 


12 


110 MHz 


13 


120 MHz 


14 


130 MHz 


15 


140 MHz 



NOTEC! 

Vary the digit indicated by X and check for 
synthesis at each position of this switch in the 
case of all digits except the 10MHz digit. For 
the 10 MHz digit range from 8 to 15. 



NOTED ! 

Isolation of 4109 and 4110 troubles . Open 
connection to 4110-.il. Voltage at J1 must be 
less than ±0.4 V. Apply 1.4mA with a JO kil- 
ohm resistor from the ±14 V supply into 4110- 
Jl. Frequency at 4110-J3 must be higher than 
the lQMHz dial setting by 15MHz. Remove 
resistor to ±14 V supply and connect to 12V 
supply to draw 1.2mA from 4I10-J1, Fre- 
quency at 4110-J3 must be lower than 10MHz 

dial setting by 5MHz. If these conditions 
are not met the fault is in the 4110 module. 
If these conditions are met, the fault is likely 
in the 4 109 Module. 



4-86. The following tables (Table 4-19 and Table 4-20) 
list the voltage present on Cl, C2, C3, and J13 of the —4013 
Mother Board assembly referenced in Drawing No. 6160B- 
1600. 

Table 4-19. J13, AC VOLTAGES 



PIN 


AC VOLTAGE 


PIN 


AC VOLTAGE 


1 


0 


A 


(1) 0 




0 


B 


0 




19. 7 ±15% 


C 


19.7 ±15% 




0 


D 


0 


5 


0 


E 


0 


6 


19.7 ±15% 


F 


19.7 ±15% 


7 


9.9 


H 


9.9 


8 


9.9 


J 


9.9 


9 


9.9 


K 


9,9 


10 


9.9 


L 


9.9 


NOTE 


Gain access to J13 by removing top cover and 


hinging up 4102 module after removing the four screws 


securing it to synthesizer. 







Table 4-20. UNREGULATED SUPPLY VOLTAGES 



TEST POINT 


voc 


C3 {+) terminal 




+25.2 ±1 5% 


C2(— ) terminal 




-25.4 ±1 5% 


Cl (+) terminal 




+1 1 .7 +1 5% 


NOTE: Gain access to test points by removing top cover 
and hinging up the 4102 module after removing the four 
screws securing it to the synthesizer. 







t 
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Section 5 

Lists of Replaceable Parts 



5 




REFERENCE 


TABLE OF CONTENTS 
ASSEMBLY NAME/NUMBER 


PART NO. 


PAGE 


DESIGNATOR 


Frequency Synthesizer Final Assembly (616QB) .... 


6160B 


5-3 


AI 


Front Panel Assembly (6 16QB4451) 


356519 


5-11 


A1A1 


Front Panel PCB Assembly (6 160A405 1-03) ..... 


323162 


543 


A2 


10 MHz Main Loop VCO Module Assembly 
(6160A4110) 


323741 


5-15 


A2A1 


10 MHz Main Loop VCO PCB Assembly (6160A4010) . . 


- 


5-16 


A3 


10 MHz Main Loop Phase Detector Module Assembly 
(6160A41Q9) 


323733 


5-20 


A3A1 


10 MHz Main Loop Phase Detector PCB Assembly 
(6160A4009) 


- 


5-21 


A4 


10 MHz IF Mixer Module Assembly (6160A41 08) . . . 


323725 


5-26 


A4A1 


10 MHz IF Mixer PCB Assembly (6160A4008) ..... 


- 


5-27 


A5 


10 MHz Step Loop VCO Module Assembly 
(6160A4107-1) 


341545 


5-32 


A5A1 


10 MHz Step Loop VCO PCB Assembly (616QA4007) . . 


- 


5-33 


A6 


10 MHz Step Loop Phase Detector Module Assembly 
(6160A4106-1) 


341537 


5-39 


A6A1 


10 MHz Step Loop Phase Detector PCB Assembly 
(6160A4006) 


- 


540 


A7 


Input Filter Module Assembly (6160A4101) ..... 


323667 


546 


A7A1 


Input Filter PCB Assembly (616QA4001) 


- 


547 


A8 


1 MHz Digit Generator Matched Module Set Assembly 
(6 1 60B4 153-1/ -2/-3) 


356444 


5-50 


ASA1 


1 MHz Matched Module Pair (61 60B4 153-1 /-2) .... 


- 


5-51 


A8A1A1 


1 MHz Step Loop PCB Assembly (6040A4003) .... 


- 


5-52 


A8A1A2 


1 MHz Main Loop PCB Assembly (61 60B40Q5) .... 


- 


5-57 


A8A2 


1 MHz Main Loop Phase Detector Module Assembly 
(6160B4153-3) 


— 


5-61 


A8A2A1 


1 MHz Main Loop Phase Detector PCB Assembly 
(6040A4004) 


— 


5-62 
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61 60S 



1 MHz STEP LOOP PCB ASSEMBLY, A8A1A1 



REF 

DESIG 

OR 

ITEM 

NO- 


DESCRIPTION 


C35 


Cap, cer, 0.01 uf, ±20%, 50V 


C37 


Cap, mica, 4 pf, ±5%, 500V 


C38 




thru 

€46 


Cap, feed-thru 


CR2, 

CR3 


Diode pair, matched set 
NOTE ! 

Varactor tuning diodes CR2 and 
CRS are matched to CR1 and 
CR2 in the 1 MHz Main Loop 
VCO PCB Assembly , A8A1A2. 
If replacement is required, two 
matched sets must be ordered, 
Wien replacing these diodes, in- 
stall one diode from each set in 
the A8A1A1 pcb assembly . In- 
stall the remaining diodes of 
each set in the A8A1A2 pcb 
assembly. 


CR4 


Diode, si, 150mA 


J1 




thru 

J4 


Conn, male, coax. 


LI 


Choke, 6 turn 


L2 


Inductor, Type 10K 


L3 


Choke, RF, 270 uh±5%, 260 mA 


L4,L5 


Choke, 6 turn 


L6 


Choke, RF, 180 uh, + 5%, 300 mA 


L7 


Choke, 6 turn 


L8 


Choke, RF, 120 uh,±J0%, 330 mA 


L9 




thruL14 
LI 6 


Choke, 6 turn 


Q2 




thru 

Q5 


Xstr, si, NPN 



FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REG USE 
SPLY OR GTY QTY CBE 
CDE TYPE 



149153 56289 C023B101 1 

F103M 

190397 53021 D15C040K REF 

248286 00656 BSF-1BB 9 

89536 347534 REF 



203323 03508 1N4148 1 1 

207639 13511 27-875 4 

320911 89536 320911 11 

339234 89536 339234 1 

186270 72259 WEE-270 1 

320911 89536 320911 REF 

174771 72259 WEE-180 1 

320911 89536 320911 REF 

321042 72259 WEE-120 1 

320911 89536 320911 REF 

248351 04713 MFS918 4 1 
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FINAL ASSEMBLY 



61 60B 




FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



6160B INSTRUCTION MANUAL 



382028 



89536 382028 I 



FREQUENCY SYNTHESIZER 
FINAL ASSEMBLY 
Figure 5-1 Sheets 1, 2 , 3 

Front Panel Assembly 6160B-4451 



6160B 



89536 



356519 89536 356519 1 



10 MHz Main Loop VCQ Module Assembly 
6160A4110 



323741 89536 323741 1 



10 MHz Main Loop Phase Detector Module 
Assembly 6160A-4109 



323733 



89536 323733 



10 MHz IF Mixer Module Assembly 
6160A-4108 



323725 



89536 323725 



10 MHz Step Loop VCO Module 
Assembly 6160A-4107-1 



341545 89536 341545 1 



10 MHz Step Loop Phase Detector Module 341537 
Assembly 6160A-4106-1 



89536 341537 1 



Input Filter Module Assembly 6160 A4101 323667 89536 323667 1 



1 MHz Digit Generator Module 
Set 616GB-4153 



356444 89536 356444 1 



Six Digit Generator Module Assembly 
6040A-4102 



367094 89536 367094 1 



A10 Computer PCB Assembly 6160B-4012 



356287 89536 356287 1 



All Output Divider Module Assembly 6160 A-41 1 1 323758 89536 323758 1 



A12 Power Supply PCB Assembly 61 60A-401 4 322933 89536 322933 1 
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61 BOB 



FINAL ASSEMBLY 




Mother Board PCB Assembly 6160B-4013 



A14 Riser Card, PCB 6 1 60 A-40 1 5 



A16 Heat Sink Assembly 6160A-4021 

A17 Rear Panel Assembly 61 60A-4452 

Cl Cap, elect, 15,000 uf, 15V 

C2, C3 Cap, elect, 2900 uf, 40V 

NOTE! 

The following items 1 through 
8 can be found on Figure 5-1, 

Sheet 1 of 3. \ 

1 Cover, top \ 

Bottom cover \ 

Screw, 6 - 32 x V* FLH - philips, 82° undercut 

Foot 

Screw, FLH'Phillips, #8 - 32 x 7/16 
Decal, corner 
Decal, side trim 
Decal, handle trim 

NOTE! 

The following items 9 through 
31 can be found in Figure 5-1, 

Sheet 2 of 3. 



1 

FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


356295 


89536 


356295 


1 


323147 


89536 


323147 

) 


1 


323493 


89536 


323493 


1 


323154 


89536 


323154 


1 


324616 


89536 


324616 


1 


310367 


06001 


86F520 


1 


325779 


06001 


86F555 


2 


i 

323386 


89536 


323386 


1 


323394 


89536 


323394 


1 


320093 


73734 


Order by 
Description 


12 


292870 


$9536 


292870 


4 


3061 59 


73734 


18265 


4 


296277 


89536 


296277 


4 


295394 


89536 


295394 


2 


295501 


89536 


295501 


2 
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61 SOB 


FINAL ASSEMBLY 


, mm ) mm 



REF 

DESIG 

OR 

ITEM 

NO, 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


9 


Bracket, card slide 


323287 


89536 


323287 


1 


10 


Bracket, support, Output Divider 


324582 


89536 


324582 


1 


11 


Bulkhead, center 


323253 


89536 


323253 


1 


12 


Bushing, snap, black nylon 


242164 


28520 


SB-7 50- 10 


1 


13 


Chassis Assembly 


356451 


89536 


356451 


1 


14 


Clamp, capacitor, elect 


185801 


56289 


45 86 -97 A 


3 


15 


Corner, rear 


295998 


89536 


295998 


2 


16 


End plate 


345538 


89536 


345538 


1 


17 


Nut,, hex, 4 - 40 


152819 


78199 


51106180000 


3 


18 


Screw, 4 - 40 x % FLH - Phillips 


114884 


73734 


, 18222 


2 


19 


Screw, 4 - 40 x Va lock-type SEMS 


185918 


73734 


Order by 
Description 


6 


20 


Screw, 4 - 40 x 3/8 PNH - Phillips 


281196 


73734 


19024 


27 


21 


Screw, 6 - 32 x 14, hex head 


347674 


73734 


5310 


2 


22 


Screw, 6 - 32 x % FLH-Philiips 82° 
undercut 


268169 


73734 


Order by 
Description 


4 


23 


Screw, 6 - 32 x lock-type SEMS 


178S33 


73734 


Order by 
Description 


14 


24 


Screw, 6 - 32 x 3/8 lock-type SEMS 


177022 


73734 


Order by 
Description 


3 


25 


Screw, 6 - 32 x 5/8 PNH - Phillips 


152181 


73734 


19047 


3 


26 


Screw, 8 - 32 x 14 PNH - Phillips 


228890 


73734 


19063 


2 


27 


Screw, 8 - 32 x 3/8 FTH - Phillips 


114116 


73734 


18264 


8 


28 


Screw, 8 -• 32 x x h FTH - Phillips 


114355 


73734 


18266 


10 



5-5 












61 SOB 



FINAL ASSEMBLY 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


29 


Tie, cable 


172080 


06383 


SST-1 


30 


Washer, lock, internal #4 


110403 


73734 


99402 


31 


Washer, lock, external #6 
NOTE! 

T!w following items 32 through 
63 can be found in Figure 5-1, 
Sheet 3 of 3. 


169235 


73734 


1322 

. 


32 


Bracket, stiffener 


356311 


89536 


356311. 


33 


Bracket, hinge, left-hand 


356337 


89536 


356337 


34 


Bracket, hinge, right-hand 


367466 


89536 


367466 


35 


Cable —23, black 


367391 


89536 


367391 


36 


Cable — 16, violet 


367326 


89536 


367326 


37 


Cable -15, red 


367318 


89536 


367318 


38 


Cable -17, yellow 


367334 


89536 


367334 


39 


Cable —22, brown 


367383 


89536 


367334 


40 


Cable -21, orange 


367375 


89536 


367375 


41 


Cable —20, blue 


367367 


89536 


367367 


42 


Cable -19, green 


367359 


89536 


367359 


43 


Cable -18, white 


367342 


89536 


367342 


44 


Cable —12, violet 


367284 


89536 


367284 


45 


Cable -13, yellow 


367292 


89536 


367292 


46 


Cable -11, red 


367276 


89536 


367276 


47 


Cable -14, green 


367300 


89536 


367300 


48 


Cable —9, blue 


367250 


89536 


367250 


49 


Cable —8, orange 


367243 


89536 


367243 


50 


Clip, speed 


352666 


78553 


C26G53SS-020 


51 


Foot, unit 


292870 


89536 


292870 


52 


Screw, 8-32 x 7/16 FLH 82° undercut slotted 


306159 


73734 


Order by 
Description 


53 


Nut, self-locking, KEP 


195255 


78189 


511-041800-00 


54 


Screw, 4-40 x V* PNH - Phillips 


129890 


73734 


19022 



QTY QTY CDE 
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6160B 


FINAL ASSEMBLY 
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■ » i i 



REF 

DESiG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


55 


Screw, 4 - 40 x 5/16 PNM - Phillips 


152116 


73734 


19023 


56 


Screw, 6 - 32 x 14 PNH - Phillips 


152140 


73734 


19042 


57 


Screw, 6 - 32 x 14, LK-Type, SEMS 


178553 


73734 


Order by 
Description 


58 


Screw, 6 - 32 x 3/8, LK-Type, SEMS 


177022 


73734 


Order by 
Description 


59 


Screw, 6 - 32 x 3/8 Hex Head 


329995 


73734 


5312 


60 


Screw, 6-32 x %, LK-Type, SEMS 


177030 


73734 


Order by 
Description 


61 


Clamp, cable 


104638 


06383 


SSC-2 


62 


Washer, flat, fiberglass #4 


145638 


76854 


2-1185-119 


63 


Washer, fiber 

NOTE! 

The following items are not illustrated. 


110684 


83330 


2166 




Cable, # 1 


269969 


89536 


269969 




Cable, #2 


259747 


89536 


259749 




Cable, #3 


205831 


89536 


205831 




Cable, #4, 9, 10, U, 12,15, 19, 20,21 


205757 


89536 


205757 




Cable, #7 


205880 


89536 


205880 




Cable, # S 


270116 


89536 


270116 




Cable, #13, 14, 18 


205765 


89536 

' 


205765 




Cable, # 16 


205856 


89536 


205856 




Cable, # 17 


205799 


89536 


205799 




Cable, #22 


269977 


89536 


269977 




Cable, #23 


333096 


89536 


333096 




Cable, #24 


270264 


89536 


270264 




Cable, #25 


205773 


89536 


205773 




Cable , #26 


259622 


89536 


259622 




Chassis Assembly 


356451 


89536 


356451 



QTY QTY CDE 
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REF 

DESIG 

OR 

ITEM 

NO. 





Screw, PNH, 6 - 32 x % 
(Secures Computer PCB and 
Six-Digit Generator Module) 

Accessory Kit 



FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


152140 


73734 


19042 


6 


324913 


89536 


324913 


1 




Figure 5*1. FINAL ASSEMBLY (Sheet 1 of 3) 
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Figure 5-1. FINAL ASSEMBLY (Sheet 2 of 3) 



5*9 
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FINAL ASSEMBLY 




5-10 



Figure 5-1. FINAL ASSEMBLY (Sheet 3 of 3) 





FRONT PANEL ASSEMBLY, A1 



6160B 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


A1 


FRONT PANEL ASSEMBLY 
Figure 5-2 6160B4451 


356519 


89536 


356519 


REF 






A1A1 


Front Panel PCB Assembly 


323162 


89536 


323162 


1 








Diode, Ge, 80 mA, 100 piv 
(Note: A1A1CR2 thru A1A1CR13 are 
located on Front Panel PCB Assembly, 
A1A1. When ordering A1A1 assembly, 
A1A1CR2 thru A1A1CR13 must be 
ordered separately) 


149187 


98332 


IN 270 

. 


12 

' 


2 




CR1 

thin 

CR4 


Diode, light emitting 


309617 


71318 


FLV102 


4 


1 




A1A1 

SI 

thru 

A1A1 

S3 


Switch, rotary 

(Note: A1A1S1 thru A1 A1S3 are located 
on Front Panel PCB Assembly, A1AL 
When ordering AlAl assembly, A1A1S1 
thru A1A1S3 must be ordered separately) 


321091 


89536 


321091 


3 






1 


Bracket, corner angle 


329151 


89536 


329151 


2 






2 


Cable Assembly, rf output 


32S534 


89536 


328534 


1 






3 


Clip, snap-in, with speed nut 


309625 


07263 


FYC001T 


4 






6 


Handle, front corner 


295675 


89536 


295675 


2 






7 


Knob Assembly, 0-9 positions 


324863 


89536 


324863 


7 






8 


Knob Assembly, 1-15 positions 


324855 


89536 


324855 


1 






9 


Knob Assembly 


324848 


89536 


324848 


2 






10 


Name plate 


194183 


89536 


194183 


1 






11 


Nut, #6 hex 


110569 


73734 


8005 


4 






12 


Panel, screened front 


323188 


89536 


323188 


1 






13 


Screw, cap, #8 - 32 x 7/1 6 


295105 


74445 


8-32 UNRC 
CLASS 3A 


4 
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FRONT PANEL PCB ASSEMBLY, A1 A1 



6160B 



REF 

DESIG 

OR 

ITEM 

NO. 




FRONT PANEL PCB ASSEMBLY 
Figure 5-3 6160A-4051-03 

Cap elect, 250 uf, +50/40%, 16V 

Not used 

NOTE! 

CR2 thru CR13 not included on this 
assembly . When ordering the A1A1 
Assem bly , these diodes mus t be ordered 
separately. Refer to A1AJ CR2 thru 
A1 A ICR 13 under A l Front Panel 
Assembly parts list for part number. 

Diode, germanium, 80 mA, 100 piv 



FLUKE 

STOCK 

NO, 



323162 

187765 



MFG 

FED 


MFG 

PART NO. 


TOT 


REC 


USE 


SPLY 


OR 


QTY 


QTY 


CDE 


CDE 


TYPE 









89536 323162 1 

73445 ET331X016A0C 1 



149187 



93332 1N270 20 



Connector, PCB to cable 
Plug, cable to PCB (not illustrated) 
Res, comp, 680£2, ±5%, %W 
Res, comp, 51S2, +5%, !4W 
Res, var, cermet, 5k, ±10%, } /£W 
Res, comp, 6,2k, ±5%, % W 
Res, var, cermet, 2k, + 10%, HW 
Res, var, comp, Ik, + 5%, 2W 
Res, comp, 3,9k, +5%. %W 
Res, comp, 330S2, ±5%, &W 



295337 


35037 


Type 3402 


325910 


35037 


' 3424 


148007 


01121 


CB6815 


221879 


01121 


CB5105 


288282 


71450 


360S-502A 


221911 


01121 


CB6225 


285163 


11236 


360S-202A 


255752 


80294 


3852A-281-102H 


148064 


01121 


CB 3925 


147967 


01121 


CB3315 



NOTE! 

SI thru S3 not included on this 
assembly . When ordering the A1A1 
assembly , these switches must be or- 
dered separately. Refer to A1A1S1 
thru A1A1S3 under A1 Front Panel 
Assembly parts list for part number. 



Switch, rotary, 10 position 



89536 321091 
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61 608 




Switch, rotary, 15 position 

Switch, rotary, 4 position 

IC, DTL, Quad-2 input nor gate 

Cover, connector, Jl and J2 

Cable, flat 

Cable, flat 

Nut, hex, 3/S x 32 

Plate, switch mounting 

Washer, internal loch, 3/8 in. 




FRONT PANEL PCB ASSEMBLY, A1 A1 



FLUKE 

STOCK 

NO. 



321133 

321190 

320689 

295329 

291807 

291807 

110510 

323428 

129957 



MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


321133 


1 


321190 


1 


MC1811P 


1 


TYPE 3402 


2 


3350 


6 in 


3350 


4 in 


3/8 -32NEF2B 


7 


323428 


1 


1220 - 05 


7 




Figure 5-3. FRONT PANEL PCB ASSEMBLY, A1 A1 
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61608 



10 MHz MAIN LOOP VCO MODULE ASSEMBLY, A2 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A2 


10 MHz MAIN LOOP VCO MODULE 
ASSEMBLY 

Figure 5-4 6160A-4110 


323741 


89536 


323741 


REF 


A2A1 


10 MHz Main Loop VCO PCB Assembly 








1 


1 


Module Cover, inner 


323204 


89536 


323204 


1 


2 


Module cover, outer 


323212 


89536 


32321 1 


1 


3 


Screw, 4 - 40 x % PNH - Phillips 


129890 


73734 


19022 


7 


4 

! 


Nameplate 


329243 


89536 


329243 


1 





Figure 5-4. 10 MHz MAIN LOOP VCO MODULE ASSEMBLY, A2 
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61 COB 



10 MHz MAIN LOOP VCO PCB ASSEMBLY, A2A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A2A1 


10 MHz MAIN LOOP VCO PCB 
ASSEMBLY 








REF 




Figure 5-5 616QA-4010 










Cl 












thru 












C5, 


Cap, ta, 2.2 uf ±20%, 20V 


161927 


56289 


1960225X0020 


8 


Cl 2, 












Cl 5, 












C17 












C6 


Cap, piste, 0.033 uf ±10%, 50V 


271841 


06001 


75F1R5A334 


1 


C8 


Cap, var ccr, 4.S to 50 pf + 70/ -20%, 250V 


321117 


73899 


DVJ305A 


1 


C9 


Cap, mica, 330 pf±l%, 500V 


226142 


53021 


D15F331F 


1 


CIO 


Cap, mica, 39 pf ±5%, 500V 


148544 


53021 


DJ5E390J 


1 


Cll 


Cap, mica, 430 pf ±5%, 500V 


177980 


53021 


D15F431J 


1 


C13, 












C16, 


Cap, cer, 0.05 uf +80/-20%, 25V 


148924 


72982 


5855-Y5U- 


3 


C19 








5032 




Cl 4, 
CIS 


Cap, cer, 0.001 2 uf ±10%, 500V 


106732 


71590 


CF-122 


2 


C20, 












C21, 


Cap, mica, 33 pf ±5%, 500V 


160317 


53021 


D15E330J 


3 


C22 












C23 












thru 


Cap, feed thru, 2500 pf, 500V 


248286 


04222 


BSF-188 


6 


C2S 












CR1, 












CR2, 












CR3, 


Diode, silicon, 1 50 mA 


203323 


03508 


1N4I48 


9 


CR8 












thru 












CR13 












CR4 












thru 


Diode, tuning,hyper abrupt 


320200 


KEV 


TYPE KV 


4 


CR7 






Elec- 

tronics 


2001 





REC 

QTY 



USE 

CDE! 











10 MHz MAIN LOOP VCO PCB ASSEMBLY, A2A1 



6160B 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


V. 

s 

FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


ji, n 

J4 


Connector, male, coaxial 


207639 


i 

j 13511 

i 


27 - 875 


3 




L1,L2 

L3,Ul 


Bead, 6 turn 


320911 


89536 


32091 1 


4 




L5 


Inductor, 3.9 uh±10%, 815 mA 


328054 


24759 


MR3.9 


1 




L6 


Bead, ferrite 


219535 


02114 


56*060-85-3B 


1 




L7 


Inductor, 1 uh+10%, 2080 mA 


320952 


24759 


MR1.0 


1 




L8,L9 

L1Q 


Inductor 


320903 


89536 


320903 


3 




Ql, Q2, 
QlO 
thru 
Q13 


Tstr, silicon, NFN 


218396 


04713 


2N3904 


6 


2 


Q3,Q4 
Q9, 
Q14, 
Ql 5 


Tstr, silicon, FNP 


195974 


04713 


2N3906 


5 


1 


QS, Q6, 
Q7,Q8 


Tstr, silicon, NPN 


248351 


04713 


MPS918 


i 

4 | 


1 


R1 


Res, comp, 3912 ±5%, OT 


193391 


01121 


CB3905 


1 




R2 


Res, met flm, 4.99k 1%, 1/8W ! 


168252 


91637 


MFF1- 84-991F 


1 




R3, 

R3S 


Res, var, cermet, 2k ±20%, !4W 


226076 


19701 


ET50W202 


2 




R4 


Res, comp, 6.8k ±5%, J4W 


148098 


01121 


CB6825 


1 




R5,R6 


Res, met. flm, 49912±1%, 1/8W 


168211 


91637 


MFF1'84990F 


2 




R7 


Res, met flm, 6.49k ±1%, 1/8W 


294900 


91637 


MFF1-86491F 


1 




RS, 

R23 


Res, comp, 2.7k ±5%, %W 


170720 


01121 


CB2725 


2 




R9 














R21, 

R42, 

R48 


Res, comp, 10012+5%, 


147926 


01121 


CB1015 


4 




RIO, 

Rll, 

R22 


Res, comp, 2.2k ±5%, %W 


148049 


01121 


CB2225 


3 
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61 GOB 



10 MHz MAIN LOOP VCO PCB ASSEMBLY, A2A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


R12, 


Res, comp, 220S2 ±5%. %W 


147959 


01121 


CB2215 


B 






R13, 










1 






R25 










H 






R14, 
















R16, 

R19, 


Res, comp, 47f2 + 10%, 1/8W 


272211 


01121 


BB4701 


D 






R20 
















R 15 


Res, comp, 100 + 10%, 1/8W 


321125 


01121 


BB1001 


i 






R17, 


Res, comp, 470^2 ±5%, %W 


147983 


01121 


CB4715 


2 






R18 
















R24 


Reg, comp, 270£2 + 5%, %W 


160804 


01121 


CB2715 


1 






R26, 
















R43, 

R44, 


Res, comp, 12k +5%, &W 


159731 


01121 


CB1235 


4 






R49 
















R27 


Res, met flm, 40.2k + 1%, 1/8W 


235333 


91637 


MFF1-840-22F 


1 






R28 


Res, met flm, 20k ±1%, 1/8W 


291872 


91637 


MFF 1-820 12F 


1 






R29 


Res, met flm, 10k ±1%, 1/8W 


168260 


91637 


MFF1-81012F 


1 






R30, 


Res, met flm, 8,06k ±1%, 1/8W 


294942 


91637 


MFF 1-8806 IF 


2 






R31 
















R32, 


Res, met flm, 4.22k ±1%, 1/8W 


168245 


91637 


MFF 1 -844221 F 


2 






R37 
















R33 


Res, var, cermet, 10k ±20%, 14W 


226092 


80294 


3329H-1-103 


1 






R34, 


Res, met. flm, 24,9k + 1%, 1/8W 


291369 


91637 


MFF1-S2592F 


2 






R39 
















R35 


Res, met flm, 3.01k ±1%, 1/8W 


312645 


91637 


MFF1-83-01 IF 


1 






R36 


Res, var, cermet, 2k ±10%, %W 


309666 


11236 


360T202A 


1 






R40, 


Res, met flm, 2k ±1%, 1/8W 


235226 


91637 


MFF I -82001 F 


2 






R41 
















R45 


Res, met flm, lk + 1%, 1/8W 


168229 


91637 


MFF1-81001F 


1 






R46 


Res, met flm 23.2k ±1%, 1/8W 


291351 


91637 


MFF1-82322K 


1 






R47 


Res, comp, 1 5k ±5%, % W 


148114 


01121 


CB1535 


1 






U1 ,U2 
U3 


1C, Operational amplifier 


271502 


12040 


LM301A 


3 




1 


U4 


1C, TTL, Hex inverter 


292979 


01295 


3N7404N 


1 




1 
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Figure 5^5. tO MHz MAIN LOOP VCO PCB ASSEMBLY, A2A1 
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61606 



10 MHz MAIN LOOP PHASE DETECTOR MODULE ASSEMBLY, A3 



REF 

DESIG 

OR 

ITEM 

NO, 


DESCRIPTION 


A3 


10 MHz MAIN LOOP PHASE 

detector module assembly 

Figure 5-6 6160A-4109 


A3AI 


10 MHz Main Loop Phase Detector 
PCB Assembly 
Figure 


1 


Module Cover, inner 


2 


Module Cover, outer 


3 


Screw, 4 - 40 x PNH - Phillips 


4 


Nameplate 



FLUKE 

STOCK 

NO, 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


323733 


89536 


323733 


REF 








1 


323204 


89536 


323204 


2 


323212 


89536 


323212 


1 


129890 


73734 


19022 


7 


329235 


89536 


329235 


1 




Figure 5-6 10 MHz MAIN LOOP PHASE DETECTOR MODULE ASSEMBLY 
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61 60S 



10 MHz MAIN LOOP PHASE DETECTOR MODULE ASSEMBLY, A3 



REF 

DEStG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A3 


10 MHz MAIN LOOP PHASE 
DETECTOR MODULE ASSEMBLY 
Figure 5-6 6160A-4109 


323733 


S9536 


323733 


REF 


A3 A I 


10 MHz Main Loop Phase Detector 
PCB Assembly 
Figure 








1 


1 


Module Cover, inner 


323204 


89536 


323204 


2 


2 


Module Cover, outer 


323212 


89536 


323212 


1 


3 


Screw, 4 - 40 x PNH - Phillips 


129890 


73734 


19022 


7 


4 


Nameplate 


329235 


89536 


329235 


1 





Figure 5-6 10 MHz MAIN LOOP PHASE DETECTOR MODULE ASSEMBLY 
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61608 



10 MHz MAIN LOOP PHASE DETECTOR PC B ASSEMBLY, A3A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A3A1 


10 MHz MAIN LOOP PHASE 
DETECTOR PCB ASSEMBLY 
Figure 5-7 6160A-4Q09 








REF 


01,02, 

C6 

thru 

C12, 

C25, 

026, 

C36 

thru 

C39, 

043 


Cap, cer, 0.05 uf +8Q/-2Q%, 25V 


148924 


72982 


5S55-Y5U 

5032 


16 


C3, 

€4, 

05, 

028, 

C29, 

C41, 

C42 


Cap, ta, 2.2 uf+20%, 20V 


161927 


56289 


196D225X 

0020 


6 


013, 

CIS, 

C16, 

C32, 

C33, 

C35 


Cap, cer, 0.005 uf +20%, 50V 


255471 


32897 


8121-050- 

651-005M 


6 


€44 thru 
047 


Cap, feed-thru, 2500 pf, 500V 


248286 


04222 


BSF1BB 


4 


C14 


Cap, cer, 7,5 pf ±0,25 pf, 500V 


329961 


04222 


Sl-1 


1 


C17, 

C24, 

031 


Cap, mica, 220 pf + 5%, 500V 


170423 


53021 


D15F221J 


3 


Cl 8, 
020 


Cap, mica, 82 pf +5%, 500V 


148502 


53021 


D15E820J 


2 


C19 


Cap, mica, 33 pf + 5%, 500V 


160317 


53021 


D15E330J 


1 


C21 


Cap, mica, 330 pf + 5%, 500V 


148445 


53021 


D15F331J 


1 


022 


Cap, var, cer, 4.5 to 50 pf +70/-20%, 
250V 


321117 


73899 


DVJ 305 A 


1 


C23 


Cap, mica, 39 pf + 5%, 500V 


148544 


53021 


D15E390J 


1 
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6160B 



10 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A3A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


C27, 

C40 


Cap, cer, 0,0012 uf ±10%, 500V 


106732 


71590 


CF-122 


2 




C30 


Cap, mica, 1 8 pf ± 5 %, 500V 


266585 


53021 


D15C180J 


1 




C34 

CR1, 

CR6, 


Cap, var, 1 to 10 pf ±20%, 250V 


229930 


73899 


VAM010W 


1 




CR7, 

CRI3, 

CR14, 

CR20 

CR2 

thru 


Diode, hot carrier 


313247 


28480 


5082-2811 


6 


2 


CR5, 

CR9 

thru 

CR12 

CR8, 

CR15 


Diode, hot carrier 


329623 


28480 


2833 


8 


2 


thru 

CR19, 

CR21 

J1 


Diode, silicon, 150 mA 


203323 


03508 


1N4148 


7 


2 


thru 

J4 

LI 

thru 


Conn, male, coaxial 


207639 


13511 


27 - 875 

! 


4 




L6, 
LlO 
thru 
LI 5 


Bead, 6 turn ' 


320911 


89536 


320911 


12 




L7 


inductor, 0. 1 5 uh ± 1 0%, 2600 mA 


256297 


24759 


MR-0.15 


1 




L8,L9 

Ql 


Inductor, 3.9 uh + 10%, SI 5 mA 


328054 


24759 


MR-3.9 


2 




thru 

04, 

Q17,Q18 


Tstr, silicon, PNP 


226290 


04713 


MPS3640 


6 


2 
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6160B 



10 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A3A1 



FLUKE 

STOCK 

NO. 




Tstr, silicon, NPN 

Tstr, silicon, PNP 
T$tr, silicon, NPN 

Tstr, silicon, NPN 

Tstr, silicon, PNP 

Tstr, JT-FET, N-Channel 
Res, comp, 390£2 ±5%, 

Res, comp, 12012 ±5%, 14W 

Res, comp, 3,3k + 5%, %W 

Res, comp, 22012 ±5%, 

Res, comp 8212 ±5%, J iW 

Res, comp, 4712 ±5%, %W 



Res, comp, Ik ±5%, i4W 



Res, comp, 47012 ±5%, % W 



MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


04713 


MPS918 


04713 


2N3906 


07263 


SI 9234 


04713 


2N3904 


07263 


S22650 


89144 


U2366E 


01121 


CB3915 


01121 


CB1215 


01121 


CB3325 


01121 


CB2215 


01121 


CB 8205 


01121 


CB4705 


01121 


CB1025 


01121 


CB4715 



I 













6160B 



10 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A3A1 



“ 

REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


R16 


Res, comp, 1 5k ±5%, 


148114 


01121 


CJ31535 


1 






R18, 


Res, comp, 2.2k ±5%, l /4W 


148049 


01121 


CB2225 


2 






R22 
















R19, 

R20, 


Res, comp, 12k ±5%, 


159731 


01121 


CB1235 


3 






R36 
















R21 


Res, comp, 1 .8k ±5%, 


175042 


01121 


CB1825 


1 






R23, 


Res, comp, 6.8k ±5%, %W 


148098 


01121 


CB6825 


2 






R32 
















R24 


Res, comp, 330k ±5%, HW 


192948 


01121 


CB3315 


J 






R25, 

R30, 


Res, comp, 8.2k + 5%, ’4W 


160796 


01121 


CB8225 


3 






R49 
















R26, 


Res, comp, 4.7k +.5%, ?4W 


148072 


01121 


CB4725 


2 






R33 
















R27, 


Res, mel flm, 118k ±1%, 1/8W 


291310 


91637 


MPFR81183F 


2 






R31 
















R28 


Res, mcl flm, 267k tl%, 1/SW 


289090 


91637 


MFF1-82673F 


1 






R29 


Res, vat, cermet, 20k ±10%, VzW 


291609 


71450 


360S-203A 


1 






R38 


Res, comp, 3.9k ±5%, l /*W 


148064 


01121 


CB3925 


1 






R43 


Res, comp, 560 ±5%, %W 


147900 


01)21 


CS5605 


1 






R46 


Res, comp, 18k ±5%, 


148122 


01121 


~ CB1835 


1 






R48, 


Res, comp, 1 20k ±5%, !4W 


193458 


01121 


CB1245 


2 






R56 
















R50 


Res, comp, 1 600 ±5%, 14 W 


261 85 9 


01121 


CB1615 


1 






R52 


Res, comp, 68k ±5%, V * W 


148171 


01121 


CB6835 


1 






T1 

tliru 


Transformer, 8 turn 


321067 


89536 


321067 


5 






T5 
















U1 


Mixer, double balanced 


320887 


27956 


M6K 


1 






U2 


1C, operational amplifier 


329912 


27014 


LM318H 


1 


1 




IJ3, U4, 
US 


1C, operational amplifier 


271502 


12040 


LM301A 


3 


1 







10 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A3A1 



6160B 




Figure 5-7. 10 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A3A1 
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6160B 



10 MHz I. F. MIXER MODULE ASSEMBLY, A4 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A4 


10 MHz 1. F. MIXER MODULE 
ASSEMBLY 

Figure 5-8 6160A 4108 


323725 


89536 


323725 


REF 


A4A1 


10 MHz I. F. Mixer PCB Assembly 








1 


1 


Module cover, inner 


323204 


89536 


323204 


1 


2 


Module cover, outer 


323212 


89536 


323212 


1 


3 


Screjv, 4 - 40 x Va PNH - Phillips 


129890 


73734 


19022 


7 


4 


Nameplate 


329227 


89536 


329227 


1 
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Figure 5-8- 10 MHz I.F. MIXER MODULE ASSEMBLY 
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6160B 



10 MHz IF MIXER PCB ASSEMBLY, A4A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A4A1 


10 MHz I.F. MIXER PCB ASSEMBLY 
Figure 5-9 6160A-4008 








REF 


Cl 
Cll, 
C34, 
C36, 
C39, 
- C41, 
C43 


Cap, cer, 0,05 uf +80/-20%, 25V 


148924 


72982 


5855-Y5U- 

5032 


7 


C2, 

C12, 

C23, 

C24, 

C25, 

C29, 

C33 


Cap, Ta, 2,2 uf+20%, 20V 


161927 


56289 


1 9 6D22 5X0020 


7 


C3 


Cap, cer, 0.005 uf ±20%, 50V 


225471 


32897 


8121-050“ 

651-005M 


1 


C4,C5 

C13, 

C14, 

C15, 

C30, 

C31, 

C32, 

C35, 

C37, 

C40, 

C42 


Cap, cer, 0.0012 uf ±10%, 500V 


106732 


71590 


CF-122 


12 


C6,C38 


Cap, mica, 22 pf ± 5%, 500V 


148551 


53021 


D15220J 


2 


C7 


Cap, mica, 5.6 pf ±5%, 500V 


329631 


53021 


D15C5-6I 


1 


C8, C26 


Cap, mica, 27 pf ±5%, 500V 


177998 


53021 


D15E270J 


2 


C9,C16 


Cap, mica, 1 8 pf ±5%, 500V 


266585 


53021 


D15C180J 


2 


CIO 


Cap, mica, 15 pf ±5%, 500V 


148569 


53021 


D15C150J 


1 


Cl 7 


Cap, mica, 12 pf + 5%, 500V 


175224 


53021 


D15E120J 


1 


CIS 


Cap, mica, 100 pf ±5%, 500V 


148494 


53021 


D15F10U 


1 


Cl 9 


Cap, mica, 7.7 pf ±5%, 500V 


329649 


53021 


D15C7-7J 


1 
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6160B 



10 MHz IF MIXER PCB ASSEMBLY, A4A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 

: 

; 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


C20 


Cap, mica, 1 50 pf + 5%, 500V 


148478 


53021 


D15P151J 


1 




C2 1 


Cap, mica, 33 pf, +5%, 500V 


160317 


53021 


D15E330J 


3 




C27 


Cap, mica, 130 pf ±5%, 500V 


266205 


53021 


D15F131J 


1 




C28 


Cap, mica 91 pf ±5%, 500V 


277228 


53021 


D15E910J 


1 




044 

thru 

C46 


Cap, feed-thru, 2500 pf, 500V 


248286 


04222 


BSP- IBB 


3 




CR1,CR2 


Diode, hot carrier 


313247 


: 28480 

: 


5083-281 1 


2 


1 


C R 3 I 


Diode, silicon, 1 50 mA 


203323 


03508 


1N4148 


1 


1 


J1 


Connector, male, coaxial 


707639 


1351 1 


27-875 


4 




J4 












Li 


Coil, 3-1/2, turn 


332783 


89536 


332783 


1 




L2 


Coil, 1 -1/2 turn 


332775 


S9536 


332775 


I 




L3, 
L4, 
LlO 
thru 
LIB, 
L17, 
LI 8, 
LI 9 


Bead, 6 turn 


320911 


89536 


32091 1 


9 




L5,L9 


Coil, 8 turn 


332809 


89536 


332809 


2 




L6 


Coil, 1 turn 


332767 


89536 


332767 


1 




LI 


Coil, 10 turn 


332817 


89536 


332817 


1 




L8 


Coil, 5 turn 


332791 


89536 


332791 


1 




L14 


Inductor, 0.47 uh ±5% 


329664 


89536 


329664 


1 




LI 5, 
H 6 


Inductor, 0.39 uh 


329656 


89536 


329656 


2 




Ql, 

Q2, 

Q3 


Tstr, silicon NPN 


260638 


25403 


A485 


3 


l 
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REF 

DESIG 

OR 

ITEM 

NO. 



10 MHz IF MIXER PCB ASSEMBLY, A4A1 




FLUKE 

STOCK 

NO. 



MFG MFG 
FED PART NO. \V 
SPLY OR Q 
CDE TYPE 



61 GOB 



REC USE 
OTY CDE 



Q5,Q7, 

10 



R2, R3 



R 5,R6 





T$tr, silicon NPN 
Tstr, silicon NPN 



Tstr, FET, N-Channel 
Tstr, silicon NPN 
Res, comp, 1500+5%, %W 
Res, comp, 4300 +5%, 3 iW 



Res, comp, 1000+5%, 



Res, comp, 470 + 10%, 1/8W 
Res, comp, 680 ±5%, 

Res, comp, 4700 ±5%, %W 
Res, comp, 5600 ±5%, 

Res, comp, 2700 ±5%, %W 
Res, comp 1300 ±5%, &W 
Res, comp, 750 +5% % W 
Res, comp, 1000±10%, 1/8W 
Res, comp, 2400 ±5%, %W 



Res, comp, 430 ±5%, %W 
Res, comp 820+5%, J /4W 



Res, comp, 2k +5%, ^4W 

Res, comp, 390 + 5%, %W 

Res, comp, 22k ±5%, %W 
Res, comp, 2200 ±5%, 

Res, comp, 5100 +5%, 



248351 

226290 



288324 

195974 

147934 



203869 



147926 



272211 

147918 

147983 

147991 

160804 

325704. 

246736 

261826 

221895 



177162 

149484 



04713 MPS918 
04713 MPS3640 



15818 U1994E 
04713 2N3906 
01121 CRISIS 
01121 CR4315 



01121 CB1Q15 



01121 

01121 



01121 



01121 



BB47Q1 

CB6805 



CB4715 



01121 CB5615 
01121 CB2715 
01121 CB1315 
01121 CB7505 



BB1011 



01121 CB2415 



01121 CB4305 

01121 CB8205 



1 1 



1 1 




202879 01121 CB2025 



193391 01121 CB3905 



148130 01121 CB2235 1 

147959 01121 CB2215 2 



218032 01121 CB5115 2 
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61608 



10 MHz IF MIXER PCB ASSEMBLY, A4A1 




Res, comp, 3900 +5%, %iW 

Res, comp, 1 .2k ±5%, % W 
Res, comp, 6.8k ±5%, %W 
Res, comp, 47k ±5%, */4W 
Res, comp, 7500 ±5%, %W 

Res, comp, 12k ±5%, 14 W 

Res, var, cermet, Ik ±20%, I4W 
Res, comp, 9100 ±5%, %W 
Res, comp, 3300 ±5%, }4W 
Transformer 
Transformer, 8 turn 
Mixer, double balance 



FLUKE 

STOCK 

NO, 



190371 

148098 

148163 

218024 



MFG 


MFG 




FED 


PART NO. 


TOT 


SPLY 


OR 


QTY 


CDE 


TYPE 




01121 


CB3915 





01121 

01121 

01121 

01121 



CB1225 

CB6825 

CB4735 

CB7515 



159731 01121 CB1235 

193060 80294 3329H-M02 

203851 01121 CB9115 

147967 01121 CB3315 

320903 89536 320903 

321067 89536 321067 

248260 27956 M6F 
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6160B 



10 MHz IF MIXER PCB ASSEMBLY, A4A1 




Figure 5-9. 10 MHz tF MIXER PCB ASSEMBLY, A4A1 
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6160B 



10 MHz STEP LOOP VCO MODULE ASSEMBLY, A5 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


A5 


10 MHz STEP LOOP VCO MODULE 
ASSEMBLY 

Figure 5-10 6160A-4107-1 


341545 


89536 


341545 


REF 


1 


1 


A5AI 


10 MHz Step Loop VCO PCB Assembly 








1 


1 


■ 


1 


Module Cover - inner 


323204 


89536 


323204 


1 




■ 


2 


Module cover - outer 


323212 


89536 


323212 


1 


9 




3 


Screw, PNH - Phillips 4 - 40 X J A 


129890 


73734 


19022 


7 


m 


■ 


4 


Nameplate 


3292 19 


89536 


329219 


1 


■ 






Figure 5-10. 10 MHz STEP LOOP VCO MODULE ASSEMBLY, A5 
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'6160B 



10 MHz STEP LOOP VCO PCB ASSEMBLY, A5A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


A5A1 , 


10 MHz STEP LOOP VCO 
PCB ASSEMBLY 
Figure 5-11 6160A-4007 








REF 






Cl 


Cap, mica, 24,5 pf ±2%, 500V 


335620 


53021 


D15C24.5G 


1 






C2 


Cap, mica, 15 pf±2%, 500V 


335612 


53021 


D15C150G 


1 






C3 


Cap, mica, 10 pf ±2%, 500V 


335638 


53021 


D15C100G 


1 






C4 


Cap, mica, 13.5 pf ±2%, 500V 


335646 


53021 


D15C13.5G 


1 






C5 thru 

C9, 

Cll, 

C14, 

C17, 

C26 


Cap, Ta, 2.2 uf ±20%, 20V 


161927 


56289 


. 

196D225X0020 


9 






CIO, 

C13, 

C15 


Cap, cer, 0.05 uf +80/-20%, 25V 


148924 


72982 


5855-Y5U5032 


3 






C12, 
Cl 6 


Cap, cer, 0.0012 uf ±10%, 500V 


106732 


71590 


CF-122 


2 






Cl 8, 
C22, 
C23 


Cap, mica, 33 pf±5%. 500V 


160317 


53021 


D15E330J 


3 






C19 


Cap, mica, 430 pf +5%, 500V 


177980 


53021 


D15F431J 


1 






C20 


Cap, mica, 39 pf ±5%, 500V 


148544 


53021 


D15E390J 


1 






C21 


Cap, var, cer, 4.5 to 50 pf +70/-20%, 
250V 


321117 


73899 


DVJ305A 


1 






C24 


Cap, mica, 330 pf +5%, 500V 


148445 


53021 


D15F33U 


1 






C25 


Cap, piste, 0,033 uf ±10%, 50V 


271841 


06001 


75F1R5A334 


1 






C27 

thru 

C32 


Cap, feed-thru, 2500 pf, 500V 


248286 


04222 


BSF-1BB 


6 






CRl, 

CR4 


Diode, hot carrier, 1.0 pf, 32V 


333906 


28480 


5082-2835 


2 


1 




CR2, 

CR3 


Diode, pin, switching 


334227 


04713 


MPN 3402 


2 


1 




CR5 

thru 

CR8 


Diode, tuning, hyper-abrupt 


320200 


KEV 

Elec- 

tronics 


TYPE-KV2001 


4 


1 
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61606 



10 MHz STEP LOOP VCO PCB ASSEMBLY, A5A1 


















6160B 



REF 

DESIG 

OR 

ITEM 

NO. 



10 MHz STEP LOOP VCO PCB ASSEMBLY, A5A1 




Res, comp, 4.7k + 5%, ?4W 
Res, comp, 390ft ±5%, 

Res, comp, 12k + 5%, 

Res, comp, 10k ±5%, */4W 
Res, met flm, 28,7k ±1%, 1/8W 
Res, met flm, 15.8k±l%, 1/8W 
Res, met flm, 16.5k + 1%, 1/8W 

Res, met flm, 17.4k ±1%, 1/8W 
Res, met flm, 22.1k ±1%, 1/8W 

Res, met flm, 28.7k ±1%, 1/8W 

Res, met flm, 38.3k ±1%, 1/8W 

Res, met flm, 71.5k ±1%, 1/8W 



FLUKE 

STOCK 

NO. 



148072 



147975 



159731 



148106 

235176 

335398 

335380 

335372 

335364 

335315 

235323 



291435 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY OTY CDE 
CDE TYPE 



01121 CB 4725 



01121 CB 39 1 5 



01121 



CB1235 




01121 CB 1035 1 

91637 MFF1-S2872F 1 

91637 MFF1-81582F 1 

91637 MFF1-81652F 1 

91637 MFF1-81742F 1 

91637 MFF1-82212F 1 

91637 MFF1-82872F 1 

91637 MFF1-83832F 1 

91637 MFF1-87152F 1 



Res, comp, 2.2k + 5%, KW 



Res, comp, 2.7k ±5%, %W 



Res, comp, 47ft ±10%, 1/SW 



148049 91637 CB 2225 



170720 01121 CB 2725 1 



272211 01121 BB 4701 



Res, comp, 100 £2 ±5%, %W 



Res, comp, 270ft ±5%, J 4W 



Res, comp, 220ft ±5%, W 



147926 01121 CB1015 



160804 01121 CB2715 1 



147959 01121 CB 2015 



Res, comp, 68ft +5%, 



147918 01121 CB6805 1 



Res, comp, 470ft ±5%, Ya W 



147983 01121 CB 47 1 5 2 
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6160B 



10 MHz STEP LOOP VCO PCB ASSEMBLY, A5A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO- 
OR 
TYPE 


R30 


Res, comp, 10ft ±10%, 1/8 W 


321125 


01121 


BB1Q01 


R3I 


Res, met flm. 9.09k + 1%, 1/8W 


335406 


91637 


MFF1-89091F 


R32 


Res, met flm, 115k + l%, 1/8W 


335356 


91637 


MFF1-81 153F 


R33 


Re$, met flm, I2.7k±l%, 1/8W 


335349 


91637 


MFF1-81272F 


R34 


Res, met flm, 13.3k ±1%, 1/8W 


296566 


91637 


MFF1-81332F 


R36 


Res, met flm, 1 .07k ±1%, 1/8W 


335448 


91637 


MFF1-81071F 


R37 


Res, met flm, 11.3k ±1%, 1/8W 


335414 


91637 


MFF1-81 132F 


R38 


Res, met flm, 1.54k ±1%, 1/8W 


335331 


91637 


MFF1-81541F 


R39, 

R45 


Res, comp, 15k ±5%, %W 


148114 


01121 


CB1525 


R42 


Res, var, cermet, 500 £2 ±20%, 


226068 


80294 


3329H-1-501 


R44 


Res, comp, 6.8k ±5%, %W 


148098 


01121 


CB6825 


R47, 

R48 


Res, met flm, 2k ±1%, 1/8W 


335422 


91637 


MFF1 -82001 F 


R49 


Res, met flm, 26,1k + 1%, 1/8W 


335430 


91637 


MFF1 08261 2F 


R50 


Res, met flm, 1 1.3k ±1%, 1/8W 


293639 


91637 


MFF1-81132F 


R51, 

R52 


Res, met flm, 1.21k ±1%, 1/8W 


229146 


91637 


MFF1-81211F 


R53 


Res, met flm, 34.8k ±1%, 1/8W 


261487 


91637 


MFF1-83482F 


R54 


Res, met flm, 121k ± 1%, 1/8W 


229369 


91637 


MFF1-81213F 


R55 


Res, met flm. 22.1 k + 1%, 1/8W 


235234 


91637 


MFF1-82212F 


R58 


Res, comp, 150 + 10%, 1/8W 


261800 


01121 


BB 1501 


R59 


Res, met flm, 16.2k±l%, 1/8W 


226233 


91637 


MFF1-81622F 


R60 


Res, var, cermet, 2k ±20%, 


226076 


19701 


ET50W202 


R70 


Res, var, cermet, lk ±20%, 


193060 


80294 


3329H - 1-102 


R80 


Res, vay, cermet, 50k ±1 0%, HW 


335778 


71450 


360T-502A 


R90 


Res, var, cermet, 20k +10%, 1/8W 


335760 


71450 


360T-202A 


R100, 

R110, 

R120 


Res, var, cermet, 10k ±10%, &W 


309674 


71450 


360T -102A 



QTY QTY CDE 
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61606 



10 MHz STEP LOOP VCO PCB ASSEMBLY, A5A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO- 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


R130, 

R140 


Res, var, cermet, 5k ±10%, 


327569 


71450 


360T-502A 








Tl, 

T2, 


Transformer 


320903 


89536 


320903 








T3 
















Ul 4 

U3 


IC, Operational amplifier 


340067 


07263 


U5B7101392 


1 


1 




U2 


IC, Operational amplifier 


271502 


12040 


LM301A 


2 


1 




U4 


IC, TTL, BCD to decimal decoders 


293142 


01295 


SN7442N 


1 


1 
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6160B 



10 MHz STEP LOOP VCO PCB ASSEMBLY, A5A1 







61608 



10 MHz STEP LOOP PHASE DETECTOR MODULE ASSEMBLY, A6 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

SIOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


A6 


10 MHz STEP LOOP PHASE 
DETECTOR MODULE ASSEMBLY 
Figure 5-12 6160A-4106-1 


341537 


89536 


341537 


REF 


1 


1 


A6A1 


10 MHz Step Loop Phase Detector 
PCB Assembly 6 1 60 A-4006 








1 


I 


1 


1 


Module Cover - inner 


323204 


89536 


323204 


1 






2 


Module Cover - outer 


323212 


89536 


323212 


1 




■ 


3 


Screw, PNH - Phillips. 4-40 X % 


129890 


73734 


19022 


7 




■ 


4 


Nameplate 


329201 


89536 


329201 


1 


1 






Figure 5-12. 10 MHz STEP LOOP PHASE DETECTOR MODULE ASSEMBLY, A6 
7/74 5' 39 




















6160B 



REF 

DESIG 

OR 

ITEM 

NO. 



A6A1 



10 MHz STEP LOOP PHASE DETECTOR PCB ASSEMBLY, A6A1 



DESCRIPTION 


FLUKE 

STOCK 

NO, 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


10 MHZ STEP LOOP PHASE 
DETECTOR PCB ASSEMBLY 
Figure 5-13 6160A-4006 




> 




REF 


Cap, cer, 0.05 uf +80/-20%, 25V 


148924 


72984 


5855-YSU-5032 


9 


Cap, Ta, 2.2 uf±20%,20V 


161927 


56289 


196D225X0020 


5 


Cap, cfcf, 0.0012 uf± 10%, 500V 


106732 


71590 


CF-122 


4 


Cap, cer, 0.005 uf ±20%, 500V 


255471 


32897 


8121-050-651- 
00 5M 


1 


Cap, mica, 22 pf ±5%, 500V 


148551 


53021 


D15E220J 


1 


Cap, mica, 56 pf ±5%, 500V 


329631 


53021 


D15C560F 


1 


Cap, mica, 27 pf±5%, 500V 


177998 


53021 


D15E270J 


3 


Cap, mica, 1 8 pf ±5%, 500V 


266585 


53021 


D15C180J 


1 


Cap, mica, 15 pf +5%, 500V 


148569 


53021 


DJ5C150J 


2 


Cap, var, ecr, 4.5 to 50 pf+70/-2O%,25OV 


321117 


73899 


DVJ 305A 


1 


Cap, mica, 39 pf ±5%, 500V 


148544 


53021 


D15E 390J 


1 


Cap, mica, 330 pf ±5%, 500V 


148445 


53021 


D15F 331J 


1 


Cap, mica, 220 pf ±5%, 500V 


170423 


53021 


D15F 221 J 


1 


Cap, cer, 0.01 uf +80/-20%, 25/50V 


335786 


32897 


5835-000- 
Y5U - 1032 


1 


Cap, mica, 430 pf ±5%, 500V 


177980 


53021 


D15F 431 J 


3 
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61608 



10 MHz STEP LOOP PHASE DETECTOR PCB ASSEMBLY, A6A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 




MFG 

FED 

SPLY 

CDE 


MFC 

PART NO, 
OR 
TYPE 


TOT 

OTY 


REC 

QTY 


USE 

CDE 


C3Q 


Cap, mica,, 2 pf +0.05 pf 


175208 


53021 


D15C020D 


1 






C32 


Cap, Ta, 10 uf ±20%, 10V 


176214 


56289 


196D1 06X001 


1 






C33 


Cap, mica, 51 pf ±2%, 500V 


335810 


53021 


D15E510G 


1 






C36 


Cap, mica, 1 5 pf ±2%, 500V 


335612 


53021 


D15C150G 


1 






C37 


Cap, mica, 24.5 pf ±2%, 500V 


335620 


53021 


D15C24.5G 


1 






C38 


Cap, mica, 1 0 pf ± 2 %, 500V 


335638 


53021 


D15C10QG 


1 






C39 


Cap, mica, 13.5 pf ±2%, 500V 


335656 


53021 


D15C13.5G 


1 






C41 

thru 

C45 


Cap, feed-thru, 2500 pf, 500V 


248286 


04222 


BSF-1BB 


4 






CR1, 

CR9, 

CR10, 

CR12 

thru 

CR17, 

CR19, 

CR20 


Diode, silicon, 150 mA 


203323 


03508 


1N4148 


11 


1 




CR2, 

CR3 


Diode, hot carrier, 1.2 pf, 0.41V 


313247 


28480 


5082-281 1 


2 


1 




CR4, 

CR6, 

CR18 


Diode, hot carrier, 1.0 pf, ,32V 


333906 


28480 


5082-2835 


3 


1 




CR5, 

CR7, 

CR8 


Diode, pin, silicon, switching 


334227 


04713 


MPN3402 


3 


1 




CR11 


Diode, step recovery 


335588 


28480 


5082-0180 


1 


1 




Jl thjt 
J4 


Connector, male, coaxial 


207639 


13511 


27-875 


4 






LI 


Coil, assy, VHP, 1 turn 


332767 


89536 


332767 


1 






L2 


Coil, assy, VHF, 5 turn 


332791 


89536 


332791 


1 






13, 14 
L5, 

LI 3, 
Li 4, 
LI 5, 
LI 7, 
LI 8 
LI 9 


Inductor, 6 turn beads 


320911 


89536 


320911 


9 
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10 MHz STEP LOOP PHASE DETECTOR PC8 ASSEMBLY, A6A1 














6160B 



10 MHz STEP LOOP PHASE DETECTOR PCB ASSEMBLY, A6A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


R 6 


Res, comp, 6812 + 5%, 


147918 


01121 


CB6805 


1 






R8, 
R13, 
R 56 


Res, comp, lk + 5%, &W 


148023 


01121 


CB1025 


3 






R 9, 

R14, 

R18, 

R42, 

R52 


Res, comp, 6,8k + 5%. %W 


148098 


01121 


CB6825 


5 






RIO, 

R12 


Res, comp, 220£2 ±5%, % W 


147959 


01121 


CB2215 


2 






Rll 


Res, comp, 1.8k ±5%, 


175042 


01121 


CB1825 


1 






R15 


Res, comp, 5. 6k ±5%, % W 


148080 


01121 


CB5625 


1 






R 16, 
R24, 
R57 


Res, comp, 3.3k ±5%, %W 


148056 


01121 


CB3325 


3 






R17 


Res, comp, 15k ±5%, &W 


234682 


01121 


CB1535 


1 






R19 


Res, comp, 56k ±5%, 


170738 


01121 


CB5635 


1 






R20 


Res, met flm, 37.4k ±1%, 1/8W 


226241 


91637 


MFF1-83742F 


1 






R21 


Res, met flm, 10k±l%, 1/8W 


168260 


91637 


MFF1-81002F 


1 






R22 


Res, met flm, 40,2k ±1%, 1/8W 


235333 


91637 


MFF1-84022F 


1 






R23 


Res, met flm, 97.6k ±1%, 1/8W 


241380 


91637 


MFF1-89762F 


1 






R25, 

R26 


Res, comp, 1 .5k +5%, %W 


148031 


01121 


CB1525 


2 






R27, 

R34 


Res, var, cermet, 200 H +20%, HW 


226050 


80294 


33 29 H- 1-201 


2 






R28, 

R41 


Res, comp, 1 30Q +5%, % W 


325704 


01121 


CB1315 


2 






R29, 

R30 


Res, comp, 820^ ±5%, 


148015 


01121 


CB8215 


2 






R31 


Res, comp, 91 H ±5%, %W 


221887 


01121 


CB9105 


1 






R36 


Res, comp, 10£2 ±5%, %W 


147868 


01121 


CB1005 


1 






R37 


Res, comp 270ft ±10%, 1/8W 


261834 


01121 


BB2711 


1 






R38 


Res, comp, 270ft +5%, 14W 


160804 


01121 


CB2715 


1 
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61 BOB 







REF 

DESIG 

OR 

ITEM 

NO. 



DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


Res 7 comp, 1 80ft + 5%, 


147942 


01121 


CB1815 


Res, comp, 43ft ±5%, HW 


177162 


01121 


CB4305 


Res, comp, 390ft ±5%, 


147975 


01121 


CB3915 


Res, comp, 10k ±5%, H W 


148106 


01121 


CB1005 


Res, comp, 2.2k ±5%, 14W 


148049 


01121 


CB2225 


Res, comp, 4.7k ±5%, 


148072 


01121 


CB4725 


Res, comp, 1 2k ±5%, 


159731 


01121 


CB1235 


Res, comp, 51ft ±5%, %W 


221879 


01121 


CB5105 


REs, comp, 11 Oft ±5%, UW 


193474 


01121 


CB1115 


Res, comp, 15k ±5%, V * W 


148114 


01121 


CB 1 535 


Res, comp, 100ft ± 10% , 1/8W 


261826 


01121 


BB1011 


Transformer 


320903 


89536 


320903 


Transformer 


338905 


89536 


338903 


IC, TTL, Qua 2-Input Nand Gate 


292953 


01295 


SN7400N 


1C, Operational amplifier 


271502 


12040 


LM301A 


IC, mixer, double balance, ring modulator 248260 


27956 


M6F 














10 MHz STEP LOOP PHASE DETECTOR PCB ASSEMBLY, A6A1 




Figure 5-13. 10 MHz STEP LOOP PHASE DETECTOR PCB ASSEBMLY, A6A1 
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6160B 



REF 

DESIG 

OR 

ITEM 

NO. 




INPUT FILTER MODULE ASSEMBLY, A7 



FLUKE 

STOCK 

NO. 



INPUT FILTER MODULE ASSEMBLY 
Figure 5-14 6160A-4101 

Input Filter PCB Assembly 

Module Cover, inner 

Module cover, outer 

Screw, PNH, Phillips 4 - 40 x V* 

Nameplate 



323204 

323212 

129890 

329769 



MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


89536 


323667 


REF 






1 


89536 


323204 


1 


89536 


323212 


1 


73734 


19022 


7 


89536 


329769 


1 





.guns 5-14. INPUT FILTER MODULE ASSEMBLY, A7 
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6160B 



INPUT FILTER PCB ASSEMBLY, A7A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 

1 


USE 

CDE 


A7A1 


INPUT FILTER PCB ASSEMBLY 
Figure 5-15 6160A-4001 








REF 






C1.C2 

C3,C6, 

C7,C8, 

Cl 1, 

Cl 3, 

C16, 

Cl 8, 

C21, 

C22, 

C25 

thru 

C28 


Cap, cer, 0.05 uf +80/-20%, 25V 


148924 


72982 


5855-&5U-5032 


16 






C29 

tliru 

C31 


Cap, feed-thru, 2500 pf, 500V 


248286 


04222 


BSF-1BB 


3 






C4 


Cap, mica, 510 pf + 5%, 500V 


148411 


53021 


CD15E511J 


1 






C5 


Cap, mica, 150 pf ±5%, 500V 


148478 


53021 


CD15F151J 


1 






CIO, 
Cl 4, 
C19 


Cap, mica, 220 pf ±5%, 500V 


170423 


53021 


CD15F221J 


3 






C12, 

C17 


Cap, mica, 560 pf +5%, 500V 


170431 


53021 


CD19F56U 


2 






C20 


Cap, mica, 1000 pf ±5%, 500V 


148387 


53021 


CD19F102J 


1 






C23 


Cap, mica, 1 500 pf ±5%, 500V 


148361 


53021 


CDI9F152J 


1 






024 


Cap, mica, 390 pf ±5%, 500V 


148437 


53021 


CD15F391J 


1 






CRl 


Diode, silicon, 1 50 mA 


203323 


03508 


1N414S 


1 


1 




CR2, 

CR3 


Diode, germanium, 80 mA, 100 piv 


149187 


93332 


1N270 


2 


1 




J1 

thru 

J4 


Connector, male, coaxial 


207639 


13511 


27-875 


4 






LI 


Inductor, 0.75 uh 


204891 


89536 


204891 


1 






L2 


Coil 


173013 


89536 


173013 


1 






L3JU 

L7 


Inductor, 1000 uh ±10%, 40 mA 


256107 


24759 


MR-1000 


3 
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61606 







REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


L5 


Inductor, 3.3 uh±5%, 1030 mA 


174714 


72259 


WEE 3-3 


L6 


Bead, 


219535 


02114 


56-060-85-38 


Q1,Q2 


Tstr, silicon, NPN 


246264 


95303 


2N3933 


Q3 

thru 


Tstr, silicon, NPN 


179374 


07263 


2N2218 


Q7 










R1 

R6’ 


Res, comp, 5112 ±5%, %W 


221879 


01121 


CB5105 


R2, 

R14, 


Res, comp, 8.2k + 5%, %W 


160796 


01121 


CB8225 


R23 










R3, 

R12 


Res, comp, lk ±5%, % W 


148025 


01121 


CB1025 


R4, 

R5, 


Res, comp, 27012 +5%, 14W 


160804 


01121 


CB2715 


R18 










R7 


Res, comp, 3.3k ±5%, V * W 


148056 


01121 


CB3325 


R8 


Res, var, cermet, 5k ±20%, % W 


226084 


80294 


3329H-1-502 


R9, 
Rl 5 


Res, comp, 5 .6k ±5%, %W 


148080 


01121 


CB5625 


RIO 


Res, comp, 18012 ±5%, %W 


147942 


01121 


CB 1815 


Rl 1 


Res, comp, 3312 +5%, % W 


175034 


01121 


CB3305 


Rl 3 

| 


Res, comp, 68012 ±5%, J4W 


148007 


01121 


CB6815 


R16 


Res, comp, 3912 ±5%, !4W 


193391 


01121 


CB3905 


Rl 7 


Res, var, cermet, 10012 


193052 


80294 


332911-1 -101 


R19, 

R28 


Res, comp, 4.7k ±5%, 


148072 


01121 


CB4725 


R20, 

R21 


Res, comp, 12k ±5%, % W 


159731 


01121 


CB1235 


R22 


Res, comp, 22012 ±5%, %W 


147959 


01121 


CB2215 


R24, 

R26, 


Res, comp, 10012 + 5%, %W 


147926 


01121 


CB10I5 


R31 










R25 


Res, var, cermet, 20012 ±10%, %W 


226050 


01121 


CB2015 














61 606 



INPUT FILTER PCB ASSEMBLY, A7A1 





REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


. 

FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


R29 


Res, comp, 33012 ±5%, VJN 


147967 


01121 


CB3315 


1 


R30 


Res, comp, 56012 ±5%, 


147991 


01121 


CB5615 


1 


R32 


Res, comp, 2k ±5%, 


202879 


01121 


CB2025 


1 


R33 


Res, comp, 1 5012 +5%, %W 


147934 


01121 


CB1515 


1 


T1/T2 


Transformer, var, nom, 2.5 ah 


254201 


89536 


254201 


2 


T3 


Transformer, 4.2 uh 


173021 


89536 


173021 


1 


IJ1 


IC, TTL, Quad 2-Input Nand Gate 


292953 


01295 


SN7400N 


1 


Yl, 

Y2 


Crystal, 5 MHz 


255927 


71450 


HI 7-019-0589 


2 




Holder, crystal 


148668 


91506 


8000- AG- 10 


2 




Socket, IC, 14 contact 


276527 


23880 


TSA-2900-14W 


2 




Spacer, Xstr mtg. Pad T 0-5 


152207 


Milton 

Ross 


10123-DAP 


5 


















1 MHz DIGIT GENERATOR MODULE SET ASSEMBLY, AS 




Figure 5-16. 1 MHz DIGIT GENERATOR MODULE SET ASSEMBLY, A8 
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1 MHz MATCHED MODULE PAIR ASSEMBLY, A8A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A8A1 


1 MHz MATCHED MODULE 
PAIR ASSEMBLY 

Figure 517 6160B-4153-1, -2 








REF 


A8A1A1 


1 MHz Step Loop PCB Assembly 

604QA-4Q03 








1 


A8A1A2 


Main Loop VCO PCB Assembly 

6160B4005 








1 


ASA1A1 

CR2, 

A8A1A1 

CR3, 

A8A1A2 

CR1 

A8A1A2 

CR2 


Diode, Pair matched set (not illustrated) 
NOTE! 

When replacing A8A1A1 or 
A8A1A2 pcb's , two diode pair 
sets will have to be ordered 
separately . One diode from each 
set will have to be installed in 
the A8A1A1 pcb and the re- 
maining diode of each set mil be 
installed in the A8A1A2 pcb i 


347534 


89536 


347534 


2, 


1 


Cover, inner 


323204 


89536 


323204 


2 


2 


Cover, outer 


323212 


89536 


323212 


2 


3 


Screw, 4 - 40 x V* PNH Phillips 


129890 


73734 


19022 


10 


4 


Nameplate, A Assembly 


367144 


89536 


367144 


1 


5 


Nameplate, -2 Assembly 


356378 


89536 


356378 


1 





Figure 5-17. 1 MHz MATCHED MODULE PAIR ASSEMBLY, A8A7 
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61606 



1 MHz STEP LOOP PCB ASSEMBLY, A8A1 A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


— 

MFG 

FED 

SPLY 

CDE 


— 

MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A8A1A1 


1 MHz STEP LOOP PCB ASSEMBLY 
Figure 5-18 6040A-4003 








REF 


Cl £2 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D22 5X0020 


14 


C3 


Cap, cer, 0.001 2 uf, +10%, 500V 


106732 


71590 


CF-122 


6 


C4,C5 


Cap, tan t, 2.2 uf, ±20%, 20V 


161927 


56289 


196D22 5X0020 


REF 


C6 


Cap, mica, 560 pf, ±5%, 500V 


170431 


53021 


D19F561J 


1 


Cl 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D225X0020 


REF 


C8 


Cap, mica 4 pf,±5%, 500V 


190397 


53021 


D15C040K 


2 


C9,C10 


Cap, cer, 0.001 2uf,± 10%, 500V 


106732 


71590 


CF-122 


REF 


C11 


Cap, mica, I8pf,±5%. 500V 


266585 


53021 


D15C180J 


1 


Cl 2 


Cap, tant, 2.2 uf ±20%, 20V 


161927 


56289 


196D225X0020 


REF 


C13 


Cap, cer, 0,0012 uf, + 10%, 500V 


106732 


71590 


CF-122 


REF 


Cl 4 


Cap, mica, 33 pf, ±10%, 500V 


160317 


53021 


D15E330J 


1 


Cl 5 


Cap, cer, 0.001 2 uf, ±10%, 500V 


106732 


71590 


CF-1 22 


REF 


C16 


Cap, mica, 270pf, ±5%, 500V 


148452 


53021 


D15F27U 


1 


C17,C18 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D22 5X0020 


REF 


CI9 


Cap, var cer, 4.5 to 50 pf,+70/-20%,25QV 


321117 


73899 


DVJ30SA 


1 


C20 


Cap, mica, 1 1 1 0 pf, ± 1 %, 500V 


170415 


53021 


D15F111F 


1 


C21 


Cap, mica, 330 pf, ±5%, 500V 


148445 


53021 


D15F33U 


1 


C22 


Cap, var cer, 1.7 to 10 pf,+70/-20%,250V 


321109 


73899 


DVJ302A 


1 


C23 


Cap, mica, 47 pf, ±5%, 500V 


148536 


53021 


D15E470J 


1 


C24,C26 


Cap, mica, 390 pf, ±5%, 500V 


148437 


53021 


D15E391J 


2 


C25,C27 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D225X0020 


REF 


C28 


Cap, cer, 0.0012 uf, ±10%, 500V 


106732 


71590 


CF-122 


REF 


C29 


Cap, fxd, piste, diel 0.22 uf, ±10%, 50V 


271577 


06001 


75F1R5A222 


1 


C30, 

C32 

thru 

C34 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D22 5X0020 


ref 


C31 ,C36 


Cap, cer, 0.05uf, +80/-20%, 25V 


148924 


72982 


5855-Y5U-5G3Z 


2 
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61 60S 



1 MHz STEP LOOP PCB ASSEMBLY, A8A1A1 



REF 

DESIG 

OR 

ITEM 

NO- 


DESCRIPTION 


C35 


Cap, cer, 0.01 uf, ±20%, 50V 


C37 


Cap, mica, 4 pf, ±5%, 500V 


C38 




thru 

€46 


Cap, feed-thru 


CR2, 

CR3 


Diode pair, matched set 
NOTE ! 

Varactor tuning diodes CR2 and 
CRS are matched to CR1 and 
CR2 in the 1 MHz Main Loop 
VCO PCB Assembly , A8A1A2. 
If replacement is required, two 
matched sets must be ordered, 
Wien replacing these diodes, in- 
stall one diode from each set in 
the A8A1A1 pcb assembly . In- 
stall the remaining diodes of 
each set in the A8A1A2 pcb 
assembly. 


CR4 


Diode, si, 150mA 


J1 




thru 

J4 


Conn, male, coax. 


LI 


Choke, 6 turn 


L2 


Inductor, Type 10K 


L3 


Choke, RF, 270 uh±5%, 260 mA 


L4,L5 


Choke, 6 turn 


L6 


Choke, RF, 180 uh, + 5%, 300 mA 


L7 


Choke, 6 turn 


L8 


Choke, RF, 120 uh,±J0%, 330 mA 


L9 




thruL14 
LI 6 


Choke, 6 turn 


Q2 




thru 

Q5 


Xstr, si, NPN 



FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REG USE 
SPLY OR GTY QTY CBE 
CDE TYPE 



149153 56289 C023B101 1 

F103M 

190397 53021 D15C040K REF 

248286 00656 BSF-1BB 9 

89536 347534 REF 



203323 03508 1N4148 1 1 

207639 13511 27-875 4 

320911 89536 320911 11 

339234 89536 339234 1 

186270 72259 WEE-270 1 

320911 89536 320911 REF 

174771 72259 WEE-180 1 

320911 89536 320911 REF 

321042 72259 WEE-120 1 

320911 89536 320911 REF 

248351 04713 MFS918 4 1 
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6160B 



1 MHz STEP LOOP PCB ASSEMBLY, A8A1 A1 



REF 

DESIG 

OR 

ITEM 

NO, 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


— 

REC 

QTY 


USE 

CDE 


06,08, 

QlO,Qll 


Xstr, si, PNP 


229898 


04713 


MPS6522 


4 


1 




Q7, Q9 


Xstr„ si, NPN 


281081 


04713 


MPS6520 


2 


1 




R2 


Res, comp, 680S2, +5%, H W 


148007 


01121 


CB6805 


2 






R3,R4 


Res, comp, 100£2, +5%, J4W 


147926 


01121 


CB1015 


5 






R5 


Res, comp, 200S2, ±5%, 34W 


193482 


01121 


CB2015 


1 






R6 


Res, comp, 4700, ± 5 %, tfW 


147983 


01121 


CB4715 


1 






R8 


Res, comp, IK, ±5%, 


148023 


01121 


CB1025 


5 






R9 
thru 
R1 1 


Res, comp, 1200, ±5%, 


170712 


01121 


CB121S 


3 






R12 


Res, comp, 1.5K, ±5%, &W 


148031 


01121 


CB1525 


2 






R13 


Res, comp, IK, +5%, 34 W 


148023 


01121 


CB1025 


REF 






R14 


Res, comp, 100ft, ±5%, 34W 


147926 


01121 


CB1015 


REF 






R15 


Res, comp, 1.5K,±5%, !4W 


148031 


01121 


CB1525 


REF 






R16 


Res, comp, IK, ±5%, !4W 


148023 


01121 


CB1025 


REF 






R17 


Res, comp, 4.7K, ±5%, 34W 


148072 


01121 


CB4725 


2 






R18 


Res, comp, 8.2K, ±5%, !4W 


160796 


01121 


CB8225 


3 






R19 


Res, comp, 1.2K,±5%, !4W 


190371 


01121 


CB1225 


1 






R20 


Res, met flm, 6490, ±1%, 1/8W 


309955 


91637 


MFFI-86490F 


1 






R21 


Res, comp, 4.7K,±5%.54W 


148072 


OJ 121 


CB4725 


REF 






R22 


Res, comp, 1000, ±5%, 34W 


147926 


01121 


CBI015 


REF 






R23JR24 


Res, comp, IK, ±5%, J4W 


148023 


01121 


CB1025 


REF 






R25 


Res, comp, 2700, ±5%, 34W 


160804 


01121 


CB2715 


1 






R26 


Res, comp, 3300, ±5%, 34 W 


147967 


01121 


CB3315 


1 






R27JR28 


Res, comp, 8.2K, ±5%, 34W 


160796 


01121 


CB8225 


REF 






R29 


Re$, comp, 1 ,8K, ±5%, 34W 


175042 


01)21 


CB1S25 


1 






R30 


Res, comp, 3.3K, ±5%, 34W 


148056 


013 21 


CB3325 


1 






R31 


Res, comp, 100ft, ±5%, ?4W 


147926 


01121 


CB1015 


REF 






R32 


Res, comp 2200, ±5%, HW 


186031 


01121 


EB221 5 


1 
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1 MHz STEP LOOP PCB ASSEMBLY 



6160B 



REF 

DESfG 

OR 

ITEM 

NO. 




Res, comp, 680£2, ±5%, %W 

Res, comp, 47S2, ±5%, 5 AW 

Res, eomp, 39H +5%, &W 

IC, TTL, triple 3-input pos AND gate, 
active pull-up. 

1C, TTL, Quad 2-input +NAND gates 
IC, Operational amplifier 
IC, TTL, 35MHz, pre-set decade/binary ctr. 
IC, TTL, phase-frequency detector 

IC, TTL, dual J-K edge trig, flip-flop. 

IC, TTL, triple 3-input pos. AND gate, 
w/active pull-up. 

IC, TTL S$I, dual J-K neg. edge trig 
flip-flop w/preset & clear. 

IC, TTL, 50 MHz, Decade counter 

IC, TTL, Quad 1 -input +NAND gates 

IC, DTL SSI Hex Inverter 



FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


148007 


01121 


CB68Q5 


147892 


01121 


CB4705 


193391 


01121 


CB3905 


363457 


01295 


SN74S11N 


293068 


01295 


SN74H00P 


271502 


07263 


LM301A 


320747 


01295 


SN74176N 


320721 


04713 


MC4044P 


363440 


01295 


SN 74S112N 


363457 


01295 


SN74S11N 


293100 


01295 


SN74H106N 


320754 


01295 


; SN74196N 


293068 


01295 


SN74H00P 


268367 


04713 


MC836P 




1 1 
1 1 
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Figure 5-18. 1 MHz STEP LOOP PCB ASSEMBLY, A8A1 A1 
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1 MHz MAIN LOOP VCO PCB ASSEMBLY, A8A1 A2 



6160B 




FLUKE 

STOCK 

NO. 



SPLY 

CDE 



1 MHz MAIN LOOP VCO PCB 
ASSEMBLY 

Figure 5 19 6160B-4005 

Cap, mica, 1 50 pf, +5%, 500V 
Cap, mica, 220 pf, ±5%, 500V 
Cap, tant, 2.2uf,±2Q%, 20V 
Cap, cer, 0.0012 uf,±10%, 500V 

Cap, mica, 1 50 pf, +5%, 500V 
Cap, cer, 0.01 uf,±20%,100V 

Cap, mica, 110 pf, ±1%, 500V 
Cap, mica, 5 pf, ±10%, 500V 
Cap, cer, 0.024 uf , +20%, 1 00V 

Cap, mica, 1 50 pf, +5%, 500V 
Cap, cer, 0.0012 uf, +10%, 500V 
Cap, mica, 62 pf, ±5%, 500V 
Cap, mica, 51 pf, ±5%, 500V 
Cap, mica, 220 pf, +5%, 500V 

Cap, mica, 30 pf, +5%, 500V 
Cap, mica, 560 pf, ±5%, 500V 
Cap, cer, 0.0012 uf, + 10%, 500V 

Cap, tant, 2.2 uf, +20%, 20V 

Cap, cer, 0.0012 uf,± 10%, 500V 
Cap, mica, 4 pf, ±5%, 500V 
Cap, tant, 2.2 uf, ±20%, 20V 
Cap, cer, 0.0012 uf, + 10%, 500V 

Cap, tant, 2.2 uf, ±20%, 20V 



148478 

170423 

161927 

106732 

148478 

149153 

170415 

148577 

168435 

148178 

106732 

276469 

277210 

170423 

340570 

170431 

106731 

161927 

106732 

190397 

161927 

106732 



53021 

56289 

53021 

53021 

56289 

53021 

71590 

53021 

53021 

53021 



MFG 

PART NO. 
OR 
TYPE 


TOT 1 
QTY < 


* 


REF 


D15F151J 


3 


D15F22U 


4 


96D225XD020 


9 


CF-122 


7 


, D15F151J 


REF 


C023B101 


2 


F103M 




D15FU1F 


1 


D15C050K 


1 


CQ23B101H 


1 


253M 




D15F151J 


REF 


CF-122 


REF 


D15F620J 


1 


D15E5101J 


1 


D15F221J 


REF 


D155E300JF 


1 


D19F56U 


1 


CF-122 


HI 


96D22 5X0020 


REF 


CF-122 


REF ’ 


D15C04QK 


1 


196D225X0020 


REF 


CF-122 


REF 


196D225XG020 


REF 
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61 60S 



1 MHz MAIN LOOP VCO PCB ASSEMBLY, A8A1 A2 



1111 

REF 

DES1G 

OR 

ITEM 

NO, 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


I - “ 

MFG 

PART NO. 
OR 
TYPE 


— 

TOT 

QTY 


REC 

QTY 


C38,C39 

C40,C41 


Cap, feed-thru, 2500 pf 


248286 


00656 


BSF-1BB 


4 




CR1, 

CR2 


Diode pair, matched set 


347534 


89536 


347534 


REF 






NOTE! 














Varactor tuning diodes CR1 and CR2 
are matched to CR2 and CR3 in the 
1 MHz Step Loop PCB Assembly, 
A8A1A1. If replacement is required, 
two matched sets must be ordered 
When replacing these diodes , install one 
diode from each set in the ASA1A2 
peb assembly . Install the remaining 
diodes of each set in the ABAlAl peb 
assembly. 












LI, L3 


Choke, RF, 0.33 uh, ±20%, 1900mA 


207605 


72259 


WEE - .33 


2 




12 


Choke, RF, 0.27 uh, ±20%, 2000 mA 


321018 


72259 


WEE - .27 


1 




L4 


Choke, RF, 22 uh, +20%, 590mA 


147843 


72259 


WEE - 22 


1 




L5 


Choke, RF, 120 uh, +10%, 330mA 


321042 


72259 


WEE 120 


1 




L6 


Choke, 6 turn 


32091 1 


89536 


320911 


7 




L8 


Inductor, Type 10K, .7- 1 .3 uh at 7.9 MHz 


339234 


89536 


339234 


1 




L9JL10, 
L1KL13, 
LI 4, LI 5 


Choke, 6 turn 


320911 


89536 


32091 1 


REF 




Jl thru 
J4 


Conn, male, coax 


207639 


13511 


27-875 


4 




Q1 thru 
04 


Xstr, si, NPN 


248351 


04713 


MPS918 


4 


1 


Rl 


Res, comp, 820H, +5%, %W 


148015 


01121 


CB8215 


3 




R2,R3 


Res, comp, 560, ±5%, 14W 


147900 


01121 


CB5605 


2 




R4,R20 


Res, comp, 1 8Q52, ±5%, I4W 


147942 


01121 


CB1815 


2 




R5 


Res, comp, 10052, ±5%, VNi 


147926 


01121 


CBI015 


1 




R6,R7 


Res, comp, IK, ±5%, %W 


148023 


01121 


CB1025 


REF 




R8 


Res, comp, 47052, +5%, %W 


147983 


01121 


CB4715 


1 




R9 


Res, comp, 100f2, ±5%, %W 


147926 


01121 


CBJ015 


REF 




RIO 


Res, comp, 12052, ±5%. 


170712 


01121 


CB1215 


1 




Rl 1 


Res, comp, 20052, +5%, %W 


193482 


01121 


CB2015 


1 





i 
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1 MHz MAIN LOOP VCO PCB ASSEMBLY, A8A1 A2 



61 GOB 



REF 

DESIG 

OR 

ITEM 

NO. 




Res, comp, 2K, + 5%, %W 
Res, comp, IK, +5%, 14W 
Res, comp, 1.5K,±5%,tfW 

Res, comp, 150£2, +5%, % W 

Res, comp, 47£2, +5%, 14W 

Res, comp, 8200, ± 5 %, %W 

Res, comp, 2700, ±5%, %W 

Res, comp, 8200, + 5%, % W 

Res, comp, 270, ±5%, %W 

!C, Linear 4 quadrant multi, dbl-bal, mixer 

IC, TTL, triple 3-input pos. AND gate 

IC, MECL 70 MHz, AC coupled, J-K 
flip-flop 



FLUKE 

STOCK 

NO. 



202879 

148023 

148031 

147934 

147892 

148015 

160804 

148015 

160812 

363762 

363457 

226340 



MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


01121 


CB2025 


1 


01121 


CB1025 


REF 


01121 


CB1525 


2 


01121 


CB1515 


1 


01121 


CB4705 


1 


01121 


CB8215 


REF 


01121 


CB2715 


1 


01121 


CB8215 


REF 


01121 


CB2705 


1 


01295 


SN76514N 


1 


01295 


SN74S11N 


1 


04713 


MC1013P 


1 














own ton 



6160B 



1 MHz MAIN LOOP VCO PCB ASSEMBLY, A8A1 A2 













61608 



1 MHz MAIN LOOP PHASE DETECTOR MODULE ASSEMBLY, A8A2 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 

i 


FLUKE 

STOCK 

NO, 


MFG 

FED 

SPLY 

ODE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A8A2 


1 MHz MAIN LOOP PHASE 
DETECTOR MODULE ASSEMBLY 
Figure 5-20 6160B-4153-3 








REF 

i 


A8A2A1 


Main Loop Phase Detector PCB Assembly 
6040A-4004 








1 


1 


Cover, inner 


323204 


89536 


323204 


1 


2 


Cover, outer 


323212 


89536 


323212 ' 


1 


! 3 


Screw, 4 - 40 x l A PNH Phillips 


129890 


73234 


19022 


5 


4 


' 

Nameplate, -3 Assembly 


367169 


89536 ! 


367169 


1 







Figure 5-20. 1 MHz MAIN LOOP PHASE DETECTOR MODULE ASSEMBLY, A8A2 
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616GB 



1 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A8A2A1 



* 

REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A8A2A1 


1 MHz MAIN LOOP PHASE DETECTOR 
PCB ASSEMBLY 

Figure 5-21 6040A-4004 


364919 


89536 


364919 


REF 


C1,C2, 

C3 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D225X0020 


8 


C4 


Cap, Fxd, car, 0.01 uf,±2G%, 50V 


149153 


56289 


C023B101F 

103M 


4 


C5 


Cap, mica, 33 pf, ±5%, 500V 


160317 


53021 


D15E330J 


1 


C6,C7 


Cap, Fxd, cer, 0.01 uf, ±20%, 50V 


149153 


56289 


C023B101F 

103M 


REF 


C8 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D225X0020 


REF 


C9 


Cap, fxd, cer, 0.025 uf, ±20%, 100V 


168435 


56289 


C023D101M 

253M 


3 


CIO 


Cap, Pxtl piste, diel, 0.22 uf, ±10%, 50V 


271577 


06001 


75F1R5A222 


1 


cn 


Cap, mica, 22 pf, ±5%. 500V 


148551 


53021 


D15E220J 


1 


Cl 2 


Cap, mica, 51 pf, ±5%, 500V 


277210 


53021 


D15E510J 


1 . 


Cl 3 


Cap, mica, 120 pf,±5%, 500V 


148486 


53021 


D15F121J 


1 


Cl 4 


Cap, mica, 62 pf, ±5%, 500V 


276469 


53021 


D15F620J 


1 


C15, 

C16 


Cap, tant, 2.2 uf, ±20%, 20V 


161927 


56289 


196D225X002Q 


REF 


Cl 7 


Cap, fxd cer, 680 pf, ±10%, 2000V 


207530 


72982 


801X5F681K 


1 


Cl 8 


Cap, mica, 1 10pf, ±1%, 500V 


170415 


53021 


D15F111F 


1 


C19 


Cap, mica, 2 pf, +5%, 500V 


175208 


53021 


D15E020J 


1 


C20 


Cap, mica, 1 50 pf , ±5%, 500V 


148478 


53021 


D15F151J 


1 


C21 


Cap, fxd, cer, 0.01 uf,±2G%, 50V 


149153 


56289 


C023B101F 

103M 


4 


C22, 

C23 


Cap, fxd, cer, 0.025 uf, ±20%, 100V 


168435 


56289 


C023D101M 

253M 


REF 


C24, 

C25 


Cap, taut, 2,2 uf, ±20%, 20V 


161927 


56289 


196D225X0020 


8 


C26, 

C27, 

C28 


Cap, feed*thru 


248286 


00656 


BSF-1BB 


3 



REC 

QTY 



USE 

CDE 




5^62 
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61608 

1 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A8A2A1 



REF 

DESIG 

OR 

ITEM 

NO, 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


CR1, 

CR2, 

CR3 


Diode* si* 1 50niA 


203323 


03508 


1N4148 


3 


1 




J1 

thru 

J4 


Conn, male, coax. 


207639 


13511 


27-875 


4 






Ll 

thru 

L5 


Choke, 6-turn 


320911 


89536 


320911 


9 






L6 


Inductor 


363143 


89536 


363143 


1 






L7 


Choke, 6-turn 


320911 


89536 


320911 


REF 






L8 


Choke, RF 


147843 


72259 


WEE-22 


1 






L9 
thru 
Ll 1 


Choke, 6-turn 


320911 


89536 


320911 


REF 




■ 


Q1 


Xstr, si, PNP, dual 


242016 


04713 


QD401-78E 


1 


1 




Q2 


Xstr, $i, NPN 


281081 


04783 


MPS6520 


3 


1 




Q3, 

Q4 


Xstr, si, PNP 


229898 


04713 


MPS6522 


2 


1 




Q5, 

06 


Xstr, si, NPN 


218081 


04713 


MPS6520 


REF 






R1,R2 


Ris, comp, 3.3K, +5%, WW 


148056 


01121 


- CB3325 


2 






R3 


Res* comp* 1 IK, ±5%, 


221580 


01121 


CB1135 


1 






R4 


Res, comp, IK, ±5%, 


148023 


01121 


CB1Q2S 


4 






R5 


Res, var, Cermet, 5K, ±20%, 200V 


226076 


80294 


3329H1 502 


1 






R6 


Res, comp, 2.2K, ±5%, HW 


148049 


01121 


CB2225 


2 






R7 


Res, comp, 47Q, ±5%, 


147892 


01121 


CB4705 


I 






R8, 

R9 


Res, comp* 12K, +5%, 


159731 


01121 


CB123S 


2 






RIO 


Res, comp, 100 O* +5%, 


147926 


01121 


CB1015 


2 
















61 SOB 



1 MHz MAIN LOOP PHASE DETECTOR PCS ASSEMBLY, A8A2A1 



REF 

DESIG 

OR 

ITEM 

NO, 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


Rll 


Res, comp, 3.9K, +5%, 14W 


148064 


R12 


Res, comp, 4.7K, ±5% t %W 


148072 


R13 


Res, comp, 8.2K, ±5%, &W 


160796 


R14 


Res, comp, 62QSI, ±5%, Yt W 


221903 


R15 


Res, comp, 2.2K, ±5%, 


148049 


R16, 

R17 


Res, comp, lK,±5%,fcW 


148023 


RlS 


Res, comp, S20H, +5%, %W 


148015 


R19 


Res, comp, IK, ±5%, 


148023 


R20 


Res, comp, 47K, ±5%, J /4W 


148163 


R21 


Res, comp, 4.7K, ±5%, #W 


148072 


R22 


Res, comp, 8.2K, +5%, %W 


160796 


R23 


Res, comp, 510, ±5%, 14W 


221879 


R24 


Res, comp, L5K, +5%. !4W 


148031 


R25, 

R26 


Res, comp, 10K, ±5%, 


148106 


R27 


Res, comp, 1 5H, + 5%, 


147876 


R28 


Res, comp 4300, ±5%, YW 


203869 


R29, 

R30 


Res, comp, 1.5K,±5%,#W 


148031 


R31 


Res, comp 270, ±5%, V* W 


160812 


R32 


Res, comp, 1000, ±5%, 


147926 


U1 


1C, operational amplifier 


271502 


U2 


IC, TTL, 50 MHz, decade counter 


320754 


U3 


IC, TTL, phase frequency detector 


320721 


U4 


IC, TTL, quad 2-input +NAND gates 


293068 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 

ODE ^TYPE 



01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 

01121 



CB3925 

CB4725 

CB8225 

CB621S 

CB2225 

CB1025 

CR8215 

CB1025 

CB4735 

CB4725 

CBS225 

CBS 105 
CB1525 
CB1035 



01121 CB1525 REF 

01121 CB2705 1 

01121 CB1015 REF 

07263 LM301A 1 

01295 SN74196N 1 

04713 MC4044P 1 

01295 SN74H00P 1 



5-64 



7/74 












61 BOB 



1 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A8A2A1 




Figure 5-21. 1 MHz MAIN LOOP PHASE DETECTOR PCB ASSEMBLY, A8A2A1 
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6160B 



SIX DIGIT GENERATOR MODULE ASSEMBLY, A9 





REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


A9 


SIX DIGIT GENERATOR MODULE 
ASSEMBLY 

Figure 5-22 6040A - 4102 


A9A1 


Six Digit Generator PCB Assembly 


1 


Cover, inner 


2 


Cover, outer 


3 


Screw, 4 - 40 x %, PNH - Phillips 


4 


Nameplate 



FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


367094 


89536 


367094 


REF 


365031 


89536 


365031 


1 

1 


365049 


89536 


365049 


1 


129890 


73734 


19022 


5 


367136 


89536 


367136 


1 







Figure 5-22. SIX DIGIT GENERATOR MODULE ASSEMBLY, A9 
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61608 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 



A9A1 




SIX DIGIT, GENERATOR PCB ASSY. 
Figure 5 23 6040A4002 

Cap, cer, 0.0 1 uf, ±20%, 50V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, cer, 0.0luf,±20%, 50V 
Cap, mica, 1000 pf,±5%, 500V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, mica, 360 pf, ±5%, 500V 
Cap, mica, 1200 pf, ±5%, 500V 
Cap, mica, 390 pf, +5%, 500V 
Cap, mica, 1 200 pf, ±5%, 500V 
Cap, mica, 18 pf, +5%, 500V 
Cap, mica, 390 pf, ±5%, 500V 
Cap, cer, 300 pf,±10%, 500V 
Cap, mica, 33 pf, ±5%, 500V 
Cap, ta, 10 uf, ±20%, 20V 

Cap, piste, 0.033 uf, ±10%, 250V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, ta, 10 uf, ±20 %, 20V 



FLUKE 

STOCK 

NO. 



149153 

161927 

149153 

14S387 

161927 

325878 

148379 

148437 

148379 

266585 

148437 

105734 

160317 

330662 

234492 

161927 

330662 



MFG MFG 

FED PART NO. TOT R EC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



56289 C023B101F103M 28 
56289 1960225X0020 18 

56289 C023B101F103M REF 
53021 D19FD102J03 3 

56289 196D225X0020 REF 
53021 D15FD36U03 1 

53021 D19FD122J03 2 

53021 D15FD391J03 3 

53021 D19FD122J03 REF 
53021 D15CD180J03 1 

53021 O15FD391J03 REF 
7j 590 BB60301KW7V> 1 

53021 D15ED330J03 3 

12954 D10GSB20M 24 

73445 C280AE/A33K 1 

6289 196D225X0020 REF 
12954 D10GSB20M REF 



Cap, ta, 2.2 uf, ±20%, 20V 



161927 



56289 196 0225X0020 REF 



Cap, ta, 10 uf,±20%, 20V 
Cap, cer, 0.01 uf, ±20%, 50V 
Cap, ta, 2.2 uf, +20%, 20V 
Cap, mica, 1300 pf, ±5%, 500V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, cer, 0.01 uf,+20%, 50V 



330662 12954 D10CSB20M REF 

149153 56289 C023B101F103M REF 

161927 56289 1960225X0020 REF 

182881 53021 019FD1300J03 2 

161927 56289 196D225XD020 REF 

149153 56289 C023B101F10M REF 











REF 

DESIG 

OR 

ITEM 

NO. 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 




FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



Cap, mica, 1000 pf,±5%, 500V 
Cap, cer, 0.01 uf, ±20%, 50V 

Cap, ta, 10 uf, ±20%, 20V 
Cap, cer, 0.01 uf, ±20%, 50V 
Cap, cer. 0.001 2 uf, ± 10 %, 500V 

Cap, ecr, 0.0 1 uf, ±20%, 50V 

Cap, mica, 82 pf, ±5%. 500V 
Cap, mica, 1 50 pf, ±5%, 500V 

Cap, cer, 0,0 1 uf,+20%, 50V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, mica, 1000 pf,±5%, 500V 
Cap, mica, 33 pf, ±5%, 500V 

Cap, ta, 10 uf, ±20%, 20V 

Cap, piste, 0,027 uf, +10%, 250V 
Cap, cer, 0.01 uf, ±20%, 50V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, ta, 10 uf, ±20%, 20V 
Cap, mica, 82 pf,±5%. 500V 



148387 53021 D19F102J REF 

149153 56289 C023B101F103M REF 

330662 12954 D10GSB20M REF 

149153 56289 C023B101F103M REF 

106732 71590 CF-122 2 

149153 56289 C023B101 F103M REF 

148502 53021 D15ED820J03 2 

148478 53021 D15FD151J03 2 

149153 56289 C023B10F103M RFF 

161927 56289 196D225X0020 REF 

148387 53021 CD19FD102J03 RFF 

160317 53021 CD15ED330J03 REF 

330662 12954 D10GSB20M REF 

267120 73445 C280AE/A27K 3 

149153 56289 C023B101F103M REF 

161927 56289 196D225X0020 REF 

330662 12954 D10GSB20M REF 

148502 53021 DI5ED820J03 REF 



Cap, cer, 0.01 uf, ±20 %, 50V 



149153 



56289 C023B101F103M REF 



Cap, mica, 9 1 pf, ±5%, 500V 
Cap, cer, 0.0 1 uf, ±20%, 50V 
Cap, mica, 91 pf, ±5%, 500V 
Cap, ta, 2.2 uf, ±20%, 20V 



277228 


53021 


D15FD91J03 


149153 


56289 


C023B101F103M 


277228 


53021 


D15FD91J03 


161927 


56289 


196D225X0020 
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6160B 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 




FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE ! 



Cap, cer, 0.01 uf, ±20%, 50V 
Cap, ta, 2.2 uf, +20%, 20V 
Cap, cer, 0,01 uf, +20%, 50V 
Cap, ta, 2.2 uf,±20%,20V 
Cap, cer, 0.01 uf,+20%, 50V 
Cap, mica, 1500 pf, ±5%, 500V 
Cap, mica, 200 pf, ±5%, 500V 
Cap, mica, 390 pf, ±5%, 500V 
Cap, piste, 0.01 5 uf, +10%, 200V 
Cap, ta, 10 uf, +20%, 20V 
Cap, ta, 2.2 uf, ±20%', 20V 
Cap, ta, 10 uf, +20%, 20V 
Cap, ta, 2.2 uf, ±20%, 20V 
Cap, cer, 0.01 uf, +20%, 50V 
Cap, mica, 1 500 pf,±5%. 500V 
Cap, mica, 270 pf, + 5%, 500V 
Cap, mica, 1 500 pf, +5%, 500V 
Cap, mica, 200 pf, ±5%, 500V 
Cap, mica, 430 pf, ±5%, 500V 
Cap, cer, 0.001 2 uf, + 10%, 500V 
Cap, ta, 10 uf, ±20%, 20V 
Cap, mica, 33 pf, +5%, 500V 
Cap, ta, 10 uf, ±20%, 20V 
Cap, ta, 68 uf, +20%, 15V 



14915 3 56289 0023B101F103M REF 

161927 56289 196D225X002Q REF 

149153 56289 C023101F103M REF 

161927 56289 196D225X0020 REF 

149153 562S9 C023B101F103M REF 

148361 53021 D19FD152J03 4 

272880 53021 D15FD201J03 2 

148437 53021 D15FD391J03 REF 

182154 14655 DMF2515 1 

330662 12954 D10GSB20M REF 

161927 56289 196D225X0020 REF 

330662 12954 D1QGSB20M REF 

161927 56289 196D225X0020 REF 

149153 56289 C023B10F103M REF 

148361 53021 D19FD152J03 REF 

148452 53021 D1SFD271J03 2 

148361 53021 D19FD152J03 REF 

272880 53021 D15FD201J03 REF 

177980 14655 D15FD431J03 1 

106732 71590 CF-122 

330662 12954 D10GSB20M REF 

160317 53021 D15ED330J03 REF 

330662 12954 D10GSB20M REF 

193615 56289 196D68X0015- 3 

LA3 



Cap, ta, 10 uf, ±20%, 20V 



330662 12954 D10GSB20M REF 



Cap, cer, 0.0 1 uf, ±20%, 50V 
Cap, ta, 2.2 uf, ±20%, 20V 



149153 56289 C023B101F103M REF 

161927 56289 196D225X0020 REF 
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616QB 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 



Cap, ta, 1 0 uf, ±20%, 20V 
Cap, ta, 68 uf, ±20%, 15V 

Cap, ccr, 0.0 1 uf, ±20%, 50V 

Cap, ta, 1 0 uf, ±20%, 20V 
Cap, cer, 0.01 uf, ±20%, 50V 
Cap, mica, 1 500 pf, ±5%, 500V 
Cap, mica, 480 pf, ±1%, 500V 
Cap, mica, 1300 pf, ±5%, 500V 
Cap, mica, 270 pf, ±5%, 500V 
Cap, mica, 220 pf, ±5%, 500V 
Cap, ta, 1 0 uf, ±20%, 20V 

Cap, piste, 0.02 uf, ±10%, 250V 
Cap, ta, 10 uf, ±20%, 20V 
Cap, cer, 0.01 uf, ±20%, 50V 

Cap, feed-thru 

Diode, tuning, matched set 

Diode, si, 150 mA 

Diode, tuning, matched set 

Diode, germanium, 80 mA, 100 piv 
Diode, si, 150 mA 



FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


330662 


12954 


D10GSB20M 


REF 




193615 


56289 


196D686X0015 
L A3 


REF 




149153 


56289 


C023B101F103M 


REF 




330662 


12954 


D! 0OSB20M 


REF 




149153 


56289 


C023B10IF103M 


REF 




148361 


53021 


D19FD152J03 


REF 




182931 


53021 


D19ED481F03 


1 




182881 


53021 


D19FD132J03 


REF 




148452 


53021 


D15FD221J03 


REF 




170423 


53021 


D15FD271J03 


1 




330662 


12954 


D10CSB20M 


REF 




267120 


73445 


C28GAE/A27K 


REF 




330662 


12954 


D10GSB20M 


REF 




149153 


56289 


C023B101F103M 


REF 




248286 


04222 


BSF’lBB 


3 




347534 


89536 


347534 


1 




203323 


03508 


1N4148 


5 


2 


347534 


89536 


347534 


1 


1 


149187 


93332 


IN 270 


1 


1 


203323 


03508 


IN414S 


REF 
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61 SOB 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


CR12 


Diode, tuning, 200 mA 


363812 


04713 


MV 109 


1 


1 


n, 

n, 

J3 


Conn, male, coaxial 


207639 


13511 


27-875 


3 




LI, 

L2 


Choke, 6-turn 


32091 1 


89536 


320911 


20 




L3, 

la, 

L5 


Inductor, 6800 uh, 62 mA 


363 184 


24759 


MR-6800 


3 




L6, 














L7, 

LS, 

L9, 

LlO, 

Lll 


Choke, 6-turn 


320911 


89536 


320911 


REF 




LI 2 


inductor, 1,000 uh, 140 mA 


147819 


72259 


WEE 1000 


1 




H3, 
LI 4 


Choke, rf, 22 uh, ±20%, 590 mA 


147843 


72259 


WEE22 


3 




LI 5, 
LI 6 


Choke, 6-turn 


320911 


89536 


320911 


REF 




LI 7 


Inductor, 470 uh, ±5%, 180 mA 


147827 


72259 


WEE470 


1 




LIS, 
LI 9 


Choke, 6-turn 


32091 1 


89536 


320911 


REF 




L20 


Inductor, 39000 uh, 31 mA 


363200 


24759 


MR39000 


1 




L21 

L22, 

L23, 

L24, 

L25, 

L26 


Inductor, 27000 uh, 34 mA 


363192 


24759 


MR27000 


1 




Choke, 6-turn 


32091 1 


89536 


320911 


REF 




121 


Choke, rf, 22 uh, +20%, 590 mA 


147843 


72259 


WEE22 


REF 




L28 


Inductor, 100,000 uh, 22 mA 


363226 


24759 


MR1 00,000 


1 




L29 


Inductor, 82,000 uh, 23 mA 


363218 


24759 


MRS2,000 


1 




L30, 

L31, 

L32 


Choke, 6-turn 


320911 


89536 


320911 


REF 




QL 

Q2 


Xstr, si, PNP 


340471 


07263 


2N4917! 


4 


1 
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61 GOB 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 




Xstr, si, NPN 

Xstr, si, PNP 
Xstr, si, PNP 
Xstr, si, PNP 
Xstr, si, NPN 

Xstr, si, PNP 

Xstr, si, NPN 

Xstr, si, NPN 

Xstr, si, NPN 

Xstr, si, PNP 

Xstr, si, NPN ’ 

Xstr, si, NPN 
Xstr, si, NPN 

Xstr, si, NPN 
Xstr, si, NPN 
Xstr, si, NPN 

Xstr, si, PNP 
Xstr, si, PNP 
Xstr, si, PNP 

Xstr, si, NPN 

Res, comp, 200ft, ±5%, 

Res, comp, 100ft, ±5%, tfW 
Res, comp, 3 60 £2, ±5%, 14 W 
Res, comp, 270ft, +5%, !4\V 

Res, comp, 1.2k, ±5%, 



FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


248351 


04713 


MPS918 


17 


226290 


04713 


MPS3640 


12 


229898 


04713 


MPS6522 


1 


226290 


04713 


MPS3640 


RFF 


248351 


04713 


MPS918 


REF 


226290 


04713 


MPS3640 


REF 


248351 


04713 


MPS918 


RET 


218396 


04713 


2N3904 


5 


248351 


04713 


MPS918 


RTF 


226290 


04713 


MPS3640 


REF 


248351 


04713 


MPS918 


REF 


218396 


04713 


2N3904 


REF 


218396 


04713 


2N3904 


REF 


248351 


04713 


MPS918 


REF 


218396 


04713 


2N3904 


REF 


248351 


04713 


MPS918 


REF 


226290 


04713 


MPS3640 


REF 


340471 


07263 


2N4917 


REF 


226290 


04713 


MPS3640 


REF 


248351 


04713 


MPS918 


REF 


193482 


01121 


CB201 5 


51 


147926 


01121 


CB1015 


16 


340844 


01121 


CB3615 


5 


160804 


01121 


CB2715 


5 


190371 


01121 


CB1225 


10 
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SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



6160B 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 

1 


TOT 

QTY 


R8 


Res, comp, 3k, ±5%, 


193508 


01121 


CB3025 


5 


R 9 


Res, comp, 270ft, ±5%, %W 


160804 


01121 


CB2715 


REF 


RIO, 

Rll 


Res, comp, 100ft, ±5%, VjW 


147926 


01121 


CB1015 


REF 


R12 


Res, comp, 47k, ±5%, %W 


148163 


01121 


CB4735 


2 


R13 


Res, comp, 2.7k, ±5%, %W 


170720 


01121. 


CB2725 


1 


R14 


Res, comp, 100ft, +5%. k»W 


147962 


01121 


CB1015 


REF 


R15 


Res, comp, 560k, +5%, V * W 


220533 


01121 


CB5645 


1 


R16 


Res, comp, 4.3k, ±5%, 


193375 


01121 


CB4325 


2 


R17 


Res, comp, 7.5k, ±5%, 


193326 


01121 


CB7525 


4 


R18 


Res, mtl flm, 3.92k, +1%, 1/8W 


294801 


91637 


MFF1-83921F 


1 


R19 


Res, mtl flm, 3.83k, ±1%, I/8W 


235143 


91637 


MFF1-83831 


1 


R20 


Res, comp, 62ft, ±5%, 


261842 


01121 


CB6205 


1 


R21 


Res, mtl flm, 750ft, ±1%, #W 


312801 


91637 


MFF1-87500F 


3 


R22 


Res, mtl flm, 9.09k + 1%, 1/8W 


221663 


91637 


MFF1-89091F 


1 


R23 


Res, comp, 1.8k, ±5%, 14W 


175042 


01121 


CB1825 


I 


R24 


Res, comp, 560ft, +5%, !4W 


147991 


01121 


CB5615 


1 


R25 


Res, comp, 200 ft, ±5%, 5 iW 


193482 


01121 


CB2015 


REF 


R27 


Res, comp, 360ft, +5%, %W 


340844 


01121 


CB3615 


REF 


R28 


Res, comp, 5 1ft, ±5%, %W 


221879 


01121 


CB5105 


1 


R29 


Res, comp, 100ft, +5%, J4W 


340844 


01121 


CB3615 


REF 


R30JR31 


Res, comp, 1.2k, ±5%, *4W 


190371 


01121 


CB1225 


REF 


R32 


Res, comp, 3k, ±5%, %W 


193508 


01121 


CB3025 


REF 


R33 


Res, comp, 270ft, ±5%, J /iW 


160804 


01121 


CB2715 


REF 


R34 


Res, comp, 100ft, +5%, %W 


147926 


01121 


CB1015 


REF 


R35 


Res, comp, 300ft, ±5%, 


348276 


01121 


CB1015 


REF 


R36 


Res, comp, 100ft, ±5%, 14W 


147926 


01121 


CB1G15 


REF 


R37,R38 


Res, comp, 820ft, +5%, %W 


148015 


01121 


CB8215 


5 


R39 


Res, comp, 10ft, ±5%, 14W 


147868 


01121 


CB1005 


2 


R40 


Res, comp, lk, ±5%, 


148023 


01121 


CB1025 


2 
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SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


R41 


Res, comp, 6.2k, ±5%, 14W 


221911 


01121 


CB6225 


4 


R42 


Res, comp, 1 5k, ± 5%, !4W 


148114 


01121 


CB1535 


2 


R43 


Res, comp, 22k, ± 5%, 14 W 


148130 


01121 


CB2235 


1 


R44 


Res, cornp, 6 80 £2, ±5%, 14 W 


148007 


01121 


CB6815 


1 


R45 


Res, comp, 2M, ±5%, J4W 


268771 


01121 


CB2055 


1 


R46 


Res, comp, 30k, ±5%, 14 W 


193417 


01121 


CB3035 


1 


R47 


Res, comp, 7.5k, ±5%, 14W 


193326 


01121 


CB7525 


REF 


R4S 


Res, comp, I0k,±5%> 14 W 


148106 


01 121 


CB1035 


2 


R49 


Res, comp, 9.1k, +.5%, 14 W 


193318 


01121 


CB9125 


1 


R50 


Res, comp, 3,9k, ±5%,14W 


148064 


01121 


CB3925 


2 


R51 


Res, comp, 1 2k, ±5%, 14 W 


159731 


01121 


CB1235 


1 


R52 


Res, comp, 1.3k, ±5%, 14W 


234252 


01121 


CB1325 


1 


R53 


Res, comp, 120k, ±5%, 14 W 


193458 


01121 


CB1245 


1 


R54 


Res, comp, 200ft, +5%, 14W 


193482 


01121 


CB20I5 


REF 


R56, 

RS7 


Res, comp, 1.2k, ±5%, 14W 


190371 


01121 


CB1225 


REF 


RS8 


Res, comp, 100ft, ±5%, 14 W 


147926 


01121 


CB1015 


REF 


R59 


Res, comp, 3k, ±5%, 14 W 


193508 


01 121 


CB3025 


REF 


R60 


Res, comp, 270 £2, ±5%, 14W 


160804 


01121 


CB2715 


REF 


R 61 


Res, comp, 150ft, ±5%, 14W 


147934 


01121 


CB1515 


1 


R62 


Res, comp, 180ft, +.5%, 14W 


147942 


01121 


CB 1815 


2 


R63 


Res, comp, 100ft, ±5%, 14 W 


147926 


01121 


CB1015 


REF 


R64 


Res, comp, 820ft, ±5%, 14W 


148015 


01121 


CB8215 


REF 


R65 


Res, comp, 10ft, ± 5 %, 14W 


147868 


01121 


CB1005 


REF 


R66 


Res, comp, Ik, ±5%, 14 W 


148023 


01121 


CBI025 


REF 


R67 


Res, comp, 6.2k, ±5%, 14W 


22191 1 


01121 


CB6225 


REF 


R 68 


Res, comp, 820ft, ±5%, 14 W 


148015 


01121 


CB8215 


REF 


R69 


Res, comp, 100ft, ±5%, 14W 


147926 


01121 


CB1015 


REF 


R70 


Res, comp, 6,2k, ±5%, 14 W 


221911 




01121 


CB6225 


REF 
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61 SOB 









SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


R71 


Res, comp, 15k, ±5%, liW 


148114 


01121 


CB1535 


REF 






R72 


Re$, comp, 360lft, ±5%, kiW 


340844 


01121 


CB3615 


REF 






R73 


Res, comp, 750£2, ±5%, !4W 


218024 


01121 


CB7515 


2 






R74 


Res, comp, 13k, ±5%, !4W 


221598 


01121 


CB1335 


2 






R75 


Res, comp, 1M, ±5%, 


182204 


01121 


CB1055 


1 






R77 


Res, comp, 2000, ±5%, %W 


193482 


01121 


CB2015 


REF 






R78 


Res, comp, 2700, ±5%, 14W 


160804 


01121 


CB2715 


REF 






R79 


Res, comp, 3k, ±5%, J /4W 


193508 


01121 


CB3025 


REF 






R80, 

R81 


Res, comp, 1,2k, +5%, W 


190371 


01121 


CB1225 


REF 






R82, 

RS3 


Res, comp, 1000,±S%, 14W 


147926 


01121 


CB-101 5 


REF 






R84 


Res, mtl flm, 13k, + 1%, 1/8W 


335539 


91637 


MFF1-S1302F 


1 






R85 


Res, comp, 3,9k, +5%, %W 


148064 


01121 


CB3925 


REF 






R86 


Res, comp, 8200^ ±5%, % W 


148015 


01121 


CBS215 


REF 






R87 


Res, mtl flm, 20k, ±5%, W 


221614 


01121 


CB2035 


1 






RS8 


Res, mtl flm, 27k, ±5%, ?4W i • 


148148 


01121 


CB2735 


1 






R89 


Res, mtl flm, 1.3k, ±1%,1/8W 


343921 


91637 


MFFL81301F 


1 






R90 


Res, comp, 1000, ±5%, J4W 


147926 


01121 


CB1015 


REF 






R91 


Res, comp, 3600, ±5%, 


340844 


01121 


CB3615 


REF 






R92 


Res, mtl flm, 2.67k, +1%, 1/8W 


289587 


91637 


MFF 1-82671 


1 






R93 


Res, comp, 6.2M, ±5%, ^W' 


221960 


01121 


CB6255 


1 






R94 


Res, comp, 6.2k, ±5%, JiW 


221911 


01121 


CB6225 


REF 






R9S 


Res, comp, 10k, ±5%, &W 


148106 


01121 


CB1035 


REF 






R96 


Res, comp, 7.5k, ±5%, 14W 


193326 


01121 


CB7525 


REF 






R97 


Res, comp, 2200, ±5%, W 


147959 


01121 


CB2215 


1 






R98 


Res, comp, 1800, ±5%, l AW 


147942 


01121 


CB1815 


REF 






R99, 

R100 


Res, comp, 1.2k, ±5%, !4W 


190371 


01121 


CB1225 


REF 






R10I 


Res, comp, 3k, ±5%, J iW 


193508 


01121 


CB3025 




REF 
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61 80S 



SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


R102, 

R103 


Res, comp, 100^2, ±5%, kjW 


147926 


01121 


CBI015 


REF 


R104 


Res, comp, 2k, + 5%, !4W 


202879 


01121 


CB2025 


1 


R106 


Res, comp, 2000, ±5%, J AW 


147926 


01121 


CB2015 


REF 


R107 


Res, comp, 4.3k> ±5%, >4W 


193375 


01121 


CB4325 


REF 


R108 


Res, comp, 4.7k, ±5%, 14W 


148072 


01121 


CB4725 


1 


R109 


Res, comp, 2.4 M, ±5%, *AW 


221945 


01121 


CB2415 


1 


R1 !() 


Res, comp, 47k, ±5%, 14 W 


148163 


01121 


CB4735 


REF 


Rill 


Res, comp, 1.6k, ±5%, $4W 


266197 


01121 


CB1625 


1 


R112 


Res, comp, 1000, +5%, 14 W 


147926 


01121 


CB1015 


REF 


R1 13 


Res, comp, 3600, + 5%, 14 W 


340844 


01121 


CB3615 


REF 


Rl 14 


Res, comp, 2.4k, ±5%, ^4W 


193433 


01121 


CB2425 


1 


R115 


Res, comp, 7.5k, ±5%, !4W 


193326 


01121 


CB7525 


REF 


Rl 16 


Res, comp, 7500, +5%, 14W 


218024 


01121 


CB7515 


REF 


Tl, 

T2, 

T3, 

T4 


Inductor, type 10k, 1. 4-1. 9 uh @7-9 MHz 


345850 


89536 


345850 


4 


T5 


Inductor, type 10k, .7-1.3 uh @ 7.9 MHz 


339234 


89536 


339234 


1 


U1 


1C, TTL, triple 3-input posAND gate 


340448 


01295 


SN74H11N 


7 


U2 


1C, DTL, SSI, hex inverter 


268367 


04713 


MC836P 


2 


U3 


1C, TTL (Schottky)quad 2-input NAND gate 


363580 


01295 


SN74S00N 


1 


U4 


1C, DTL, SSI, hex inverter 


268367 


04713 


MC836P 


REF 


U5 


1C, TTL, triple 3-input pos AND gate 


340448 


01295 


SN74H11N 


REF 


U6 


IC, TTL, 50 MHz, decade counter 


320754 


01295 


SN74196N 


5 


U7 


1C, DTL, quad 2-input NAND gate 


268375 


04713 


MC846P 


1 


U8 


1C, TTL, 50 MHz, decade counter 


320754 


01295 


SN74196N 


REF 


U9 


IC, TTL, JK flip-flop, AND inputs 


293092 


01295 


SN74H102N 


4 


U10 


1C, TTL, SSI, dual J-K neg. edge-trig. 
Hip-flop w/preset and clear 


293100 


01295 


SN74H106N 


4 


Ull 


IC, TTL, JK flip-flop, AND inputs 


293092 


01295 


SN74H102N 


REF 




5*76 
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SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



61 608 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


U12 


IC, TTL, SSI, dual J-K neg. edge-trig. 


293100 


01295 


SN74H106N 


REF 






flip-flop w/preset and clear 












U13 


IC, operational amplifier 


271502 


07263 


LM301A 


3 


1 


U14 


IC, TTL, phase-frequency detector 


320721 


04713 


MC4044P 


5 


1 


U15 


IC, TTL, MSI, decade counters 


293159 


01295 


SN7490N 


3 


1 


U16 


IC, TTL, quad- 2-input NAND gate 


292953 


01295 


SN7400N 


3 


1 


U17 


IC, TTL, quad 2-input + NAND gates 


293068 


01295 


SN74H00P 


2 


1 


U18 


IC, TTL, triple 3-input pos AND gate 


340448 


01295 


SN74H11N 


REF 




U19 


IC, linear 4-quadrant multiplier, db mix 


363762 


01295 


SN76514N 


2 


i 


U21 


IC, TTL, phase-frequency detector 


320721 


04713 


MC4044F 


REF 




U22 


IC, TTL, MSI, decade counters 


293159 


01295 


SN7490N 


REF 




U23 


IC, operational amplifier 


271502 


07263 


LM301A 


REF 




U24 


IC, TTL, 50 MHz, decade counter 


320754 


01295 


SN74196N 


REF 




U2S 


IC, TTL, triple 3-input pos AND gate 


340448 


01295 


SN74H1 IN 


REF 




U26 


IC, linear 4-quadrant multiplier, db mix 


363762 


01295 


SN76514N 


REF 




U28 


IC, TTL, phase-frequency detector 


320721 


04713 


MC4044P 


REF 




U29 


IC , TTL, MSI, decade counters 


293159 


01295 


SN7490N 


REF 




U30 


IC, TTL, triple 3-input pos AND gate 


340448 


01295 


SN74H1IN 


REF 




U31 


IC, TTL, quad 2-input + NAND gates 


293068 


01295 


SN74H00P 


REF 




U32, 

U45 


IC, digital presettable hi-speed decade/ 
binary counter 


348250 


18324 


N8290A 


2 


1 


U33 


IC, TTL, JK flip-flop, AND inputs 


293092 


01295 


SN74HI02N 


REF 




U34 


IC, TTL, 50 MHz preset decoded binary 
counter/latch 


320770 


01295 


SN74197N 


2 


1 


U35, 

U36 


IC, TTL, SSI, dual J-K neg, edge- trig. 


293100 


01295 


SN74H106N 


REF 




U37 


IC, operational amplifier 


271502 


07263 


LM301A 


REF 




U38 


IC, TTL, phase-frequency detector 


320721 


04713 


MC4Q44P 


REF 




U39 


IC, TTL J-K flip-flop 


296491 


01295 


SN7472N 


2 


1 


U40, 

U41 


IC, TTL, quad 2-input. NAND gate 


292953 




01295 




SN7400N 


REF 
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5-77 












SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 



REF 

DES1G 

OR 

ITEM 

NO. 


■■■■■■■■■■■■ 11 ■ 

DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


U42 


IC, TTL, 35 MHz presettable decade and 
binary counter 


320747 


01295 


SN74176N 


1 


1 


U44 


IC, TTL, triple 3-input pos AND gate 


340448 


01295 


SN74H11N 


REF 




U46 


1C, TTL, 50 MHz, decade counter 


320754 


01295 


SN74196N 


REF 




U47 


1C, TTL, triple 3-input pos AND gate 


340448 


01295 


SN74H11N 


REF 




U48 


IC, TTL, J-K, flip-flop, AND inputs 


293092 


01295 


SN74H102N 


REF 




U49 


1C, TTL, 50 Mil/ preset decoded binary 
counter latch 


320770 


01295 


SN74197N 


REF 




U50 


IC, TTL, phase-frequency detector 


320721 


04713 


MC4044P 


REF 




U51 


1C, TTL, J-K flip-flop 


296491 


01295 


SN7472N 


REF 




2 


Cable, rf 


190322 


89536 


190322 


24 in. 




3 


Conn, body 


295337 


35037 


3402 body 


I 




4 


Conn, cover 


295329 


35037 


3402 cover 


1 




5 


Connector, 34 pin 


325910 


35037 


3424 


1 




6 


Cable, flat 


291807 


35037 


3350 


2,17 

Ft. 




7 


Ferrite tube, choke core 


321 182 


02114 


56-5 90-65-4B 


1 








103424 


12014 


R3647 x 532 


16 






Socket, IC, 14 contact (not illustrated) 


276527 


23880 


TSA-2900-1 6W 


5 






5-78 
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Figure 5-23. SIX DIGIT GENERATOR PCB ASSEMBLY, A9A1 

5-79/5-80 











6160B 



COMPUTER PCB ASSEMBLY, A10 



REF 

DESIG 

OR 

ITEM 

NO. 


* i * * * ™ 

DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


A10 


COMPUTER PCB ASSEMBLY 
Figure 5-24 6160B-4012 


356287 


89536 


356287 


REF 


Cl 












thru 
C9, 
Cl I 
thru 
C19 


Cap, ta, 2.2 uf, +2%, 20V 


161927 


56289 


196D225X0020 


18 


17 


Conn, cable, body 


295337 


35037 


3402 BODY 


1 




Connector, flat cable, 34 contact 


325910 


35037 


3424 


1 




Conn, cover 
(not illustrated) 


295329 


35037 


3402 COVER 


1 


LI 


Choke, rf 


323816 


89536 


323816 


1 


Rl 










32 


thru 

R32 


Res, comp, 6.8k, ±10%, 1/8W 


246967 


01121 


BB6821 


R34 


Re$, comp, 100£2, 14W 


147926 


01121 


CB1015 


1 


UI 












thru 

U6 


IC, DTL, Hex inverter 


320853 


04713 


MC835F 


6 


U7 


IC, DTL, SSI, Hex inverter 


268367 


04713 


MC836P 


2 


US 


IC, DTL, triple 3-input NAND gate 


266312 


04713 


MC862P -6909 


1 


U9 












thru 

U12 


IC, TTL, Data-selector/multiplexer 


320762 


01295 


SN74151N 


4 


U13 










6 


thru 

U16 

U17, 


IC, DTL, gate, quad 2-input NAND 


268375 


04713 


MC846P 


U1S, 

U19 


IC, TTL, BCD-to-Binary/Binary to BCD 


320697 


04713 


MC4001P 


5 


U20 


IC, TTL, 4-bit binary counter 


320739 


01295 


SN7493N 


1 


U21 


IC, TTL, BCD to decimal decoders 


293142 


01295 


SN7442N 


1 


U22 


IC, TTL, MSI, dual 4-bit latch 


293191 


04713 


MC8308P 


5 


U23 


IC, TTL, BCD to decimal decoder 


293142 


01295 


SN7442N 


1 


U25 


IC, DTL, SSI, Hex inverter 


268367 


04713 


MC836P 


REF 
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61 SOB 



COMPUTER PCB ASSEMBLY, AIO 



REF 

DESIG 

OR 

ITEM 

NO. 




IC, TTL, MSI, dual 4-bit latch 

IC, DTL, gate, quad 2-input NAND 

IC, TTL, dual D-type edge trig. 

IC, TTL, quad, 2-input NAND gate 
IC, TTL, BCD-tO'Binary /Binary to BCD 

Bracket hinge 

Cable Assy, #11, 12 
(Not illustrated) 

Cable, clamp 

(Not illustrated) 

Cable, flat 

(Not illustrated) 

Conn, post 

(Not illustrated) 

Rivet 

(Not illustrated) 

Socket, 1C 

(Not illustrated) 



FLUKE 

STOCK 

NO. 



293191 

268375 

310227 

292953 

320697 



MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


04713 


MC8308P 


04713 


MC846P 


01295 


SN7474N 


01295 


SN7400N 


0471.3 


MC4001P 


89536 


3462) 3 


89536 


270280 


06383 


SST-1 


35037 


3350 


00779 


86144-2 


12014 


R3647X5 - 32 


23880 


TSA290016W 




5-82 
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COMPUTER PCB ASSEMBLY 











ue?- 



61 GOB 
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Figure 5-24. COMPUTER PCB ASSEMBLY, A10 

5-83/5-84 










61608 



OUTPUT DIVIDER MODULE ASSEMBLY, All 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


All 


OUTPUT DIVIDER MODULE 
ASSEMBLY 6160A-4111 

Figure 5-25 


AHA1 


Output Divider PCB Assembly 

6160A-4011 


1 


Module Cover, inner 


2 


Module cover, outer 


3 


Screw, 4 - 40 x 14 PNH - Phillips 


4 


Spacer, Hex 4 - 40 x 5/16, Threaded 


5 


Washer, flat #4 


6 


Bracket, Module mounting 


7 


Screw, 4 - 40 x 3/8 PNH - Phillips 


8 


Clamp, cable 


9 


Washer, Flat, #4 S. S. 



FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO, 
OR 
TYPE 


TOT 

QTY 


323758 


89536 


323758 


REF 








1 


323238 


89536 


323238 


1 


323246 


89536 


323246 


1 


129890 


73734 


19022 


5 


275503 


73734 


111410 


2 


110775 


73734 


1442 


2 


324590 


89536 


324590 


1 


152124 


73734 


19024 


2 


100826 


95987 


%■ 6B 


1 


146225 


86928 


ST10-1S-10 


1 
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Figure 5-24. OUTPUT DIVIDER MODULE ASSEMBLY, All 
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6160B 



OUTPUT DIVIDER PCB ASSEMBLY, A11A1 




FLUKE 

STOCK 

NO. 




OUTPUT DIVIDER PCB ASSEMBLY 
Figure 5-26 6160A-4Q11 



Cap, cer, 0.001 2 uf ±10%, 500V 



106732 71590 CF122 



Cap, Ta, 0.22 uf ±20%, 35V 



161331 56289 1 96D224X003 5 3 



Cap, cer, 0,05 uf±80/-20%, 25V 



148942 72982 5855-Y5U-5032 28 



5-86 
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6160B 



OUTPUT DIVIDER PCB ASSEMBLY, A11A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


Cont. 
C96, 
C97, 
C1Q1 
thru 
Cl 06, 
Cl 16 
thru 
Cl 20 


Cap, cer, 0.05 uf ±80/420%, 25V 


148942 


72982 


5855-Y5U- 

5032 


REF 






Cl 6, 
C17, 
C43, 
CS9 


Cap, mica, 22 pf ±5%, 500V 


148551 


53021 


D15E220J 


4 






CIS 


Cap, mica, 39 pf + 5%, 500V 


148544 


53021 


D15E3901 


1 






C20 

C30 


Cap, mica, 33 pf ±5%, 500V 


160317 


53021 


D15E330J 


2 






C25, 

C26, 

C47 


Cap, mica, 390 pf + 5%, 500V 


148437 


53021 


D15F391J 


3 






C27 


Cap, mica, 82 pf + 5%, 500V 


148502 


53021 


D15E820J 


1 






028, 

C33, 

C39, 

C51, 

C57, 

C63 


Cap, cer, .01 uf,±20%, 100V 


149153 


56289 


C023B101F 

103M 


6 






C29 


Cap, mica, 56 pf±5%, 500V 


148528 


53021 


D15F560J 


1 






C34, 

C42 


Cap, mica, 1 80 pf ±5%, 500V 


148460 


53021 


D15F181J 


2 






C35, 

cm 


Cap, mica, 47 pf + 5%, 500V 


148536 


53021 


D15E470J 


2 






C36 


Cap, mica, 130 pf ±5%, 500V 


266205 


53021 


DI5F131J 


1 






C40, 

C4S 


Cap, mica, 360 pf ±5%, 500V 


325878 


53021 


D15F361J 


2 






C4I 


Cap, mica, 110 pf ±1%, 500V 


170415 


53021 


D15F11 IF 


1 






C46 


Cap, mica, 510 pf±5%, 500V 


14841 1 


53021 


D15E511J 


1 
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OUTPUT DIVIDER PCB ASSEMBLY, A11A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 

i 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


C52 


Cap, mica, 1000 pf ±5%, 500V 


148387 


53021 


D19F102J 


CS3 


Cap, mica, 270 pf + 5%. 500V 


148452 


53021 


D15F271J 


C54, 
Cl 09 


Cap, mica, 470 pf ±5%,500V 


148429 


53021 


D19F471 


C58 


Cap, mica, 2000 pf ±5%, 500V 


321158 


53021 


P! 9F202J 


C59 


Cap, mica, 560 pf ±5%, 500V 


170431 


53021 


D19F561J 


C60 

C61, 

C62, 

C73, 


Cap, mica, 820 pf ±5%, 500V 


148395 


53021 


D19F82DJ 


C82, 
C83, 
C86, 
C92, 
Cl 00, 
Cl 14 


Cap, piste, 0.1 uf ±l0%, 250V 


161992 


73445 


C280AE100K 


C64 


Cap, mica, 3900 pf±5%, 500V 


160325 


53021 


D19F 392J 


C65 


Cap, mica, 1075 pf + 1%, 500V 


182899 


53021 


D19F1075F 


C66 

C68, 

C69, 


Cap, mica, 1800 pf + 5%, 500V 


148353 


53021 


D19F1S2J 


C71, 

C75, 

C78 

C70 


Cap, Ta, 2.2 uf ±20%, 20V 


161927 


56289 


196D225 

X0020 


C74, 

C79 


Cap, Ta, 10 uf ±20%, 10V 


176214 


56289 


196D 106 
XOOI 


C77 


Cap, mica, 1 8 pf ±5%, 500V 


266585 


53021 


D15C180J 


C87 


Cap, mica, 2 pf±0.5, 500V 


175208 


53021 


D15C020D 


C88 

C90, 


Cap, var, 1.7 to 01 0 pf +70/-20%, 250V 


321109 


73899 


DVJ300A 


Cl 13 


Cap, cer, 6.8 pf ±0.25 pf, 250V 


272518 


72982 


30 1 OOOC’OH 
06S9C. 


C91 


Cap, mica, 1 5 pf ±5%, 500V 


148569 


53021 


D15C150J 


Clio 


Cap, mica, 120 pf, ±5%, 500V 


148486 


53021 


D15F121J 




QTY QTY CDE 
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6160B 



uni 



OUTPUT DIVIDER PCB ASSEMBLY, All A1 





REF 

DES1G 

OR 

ITEM 

NO. 


I.I...-I.HI..1I "r._ j 

DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


Cl 12 


Cap, mica, 10 pf, ±5%, 500V 


175216 


53021 


D15C100K 


1 






Cl 15 


Cap, piste, 1.0 uf, ±10%, 250V 


190330 


73445 


C280AE/AM 


1 






C121 


Cap, elect, 10 uf +50/- 10%, 25V 


170266 


73445 


C426ARF10 


1 


1 




Cl 22 


Cap, Ta, 39 uf ±20%, 6V 


163915 


56289 


196D396X0006 


1 






Cl 23 

thru 

C131 


Cap, feed thru 


248286 


04222 


BSF-1BB 


9 






CRl 

thru 

CR6 


Diode, germanium, 80 mA, 100 piv 


149187 


93332 


1N270 


6 


2 




CR7, 
CRl 3 


Eftode, pin, silicon 


321216 


28480 


5082*3080 


2 


1 




n o 
?0 
*0 CO 


Diode, silicon, 1 50 mA 


203323 


03508 


1N4148 


2 


1 




CR.10 


Diode, zener, 20 mA 


159798 


04713 


2N 3906 


1 


1 




CRH. 
CRl 2, 
CRl 5, 
CRl 6 


Diode, hot carrier 


313247 


28480 


5082-281 1 


4 


1 




CRM 


Diode, silicon, 75V 


234450 


07910 


CD9049 


1 


1 




CR17, 
CRl 9 


Diode, silicon, 150 mA 


234468 


07910 


CD9039 


2 


1 




CRl 8 


Diode, germanium, 50 mA 


233197 


14433 


G1041 


1 


1 




Jl,J2, 

J4 


Conn, male, coaxial 


207639 


13511 


27875 








L1JL24 


Choke, 0.1 uh +20% 


249110 


72259 


WEE-0-10 








L2,L4 


Inductor, 0,12 uh ±20%, 3350 mA 


256289 


72259 


WEE-0.12 








L3 


Inductor, 0,1 uh + 10%, 3000 mA 


257154 


24759 


MR0.10 


1 






L5 


Inductor, 0.15 uh ±10%, 2600 mA 


256297 


24759 


MR 0.15 


1 






L6,L18, 

L2Q, 

L29 


Inductor, 0.12 uh + 10%, 2860 mA 


272617 


24759 


MR-0.12 


4 






L7 


Inductor, 0.39 uh±20%, 1420 mA 


321026 


72259 


WEE-.39 


1 






L8 


Inductor, 0.27 uh±20%, 2000 mA 


321018 


72259 


WEE.27 


1 
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6160B 



OUTPUT DIVIDER PCB ASSEMBLY, A11A1 



REF 

DESIG 

OR 

ITEM 

NO, 


DESCRIPTION 


19 


Inductor, 0.47 uh±20%, 1400 mA 


LIO 


Inductor, 0,33 uh ±20%, 1900 mA 


LI1 


Inductor, 0.82 uh±10%, 725 mA 


LI 2 


Inductor, 0.68 uh ±10%, 790 mA 


L!3 


Inductor, 1.5 uh±10%, 1420 mA 


L14 


Inductor, 1,2 uh±l0%, 2200 mA 


U5 


Inductor, 3.3 uh±10%, 2030 mA 


LI 6 


Inductor, 2-2 uh ±10%, 1300 mA 


LI 7, 
LI 9, 
L21, 
L22, 
L23, 
L30, 
1.33, 
L34 


Bead, 6 turn 


L35 


Inductor, 2.7 uh±l0%, 1130 mA 


L36 


Bead, ferrite 


Qt,Q5, 

07,09, 

Qll. 

013, 

Ql 5, 
Q16, 
919 
Q21, 
023, 
Q33 


Tstr, silicon, NPN 


02, 

Q24, 

Q29, 

Q32 


Tstr, silicon, NPN 
Traftsipad 



FLUKE 

STOCK 

NO. 



248047 

207605 

320945 

320937 

321034 

245498 

174714 

207571 



MFC MFG 

FED PART NO, TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



72259 WEE-0.47 

72259 WEE-0.33 

24759 MR - 0.82 
24759 MR -0,68 

72259 WEE -1,5 
72259 WEE- 1 .2 

72259 WEE-3-3 

72259 WEE-2.2 



320911 89536 320911 



320978 27459 MR-2.7 

219535 02.114 56-060-85- 

3B 



248351 04713 MPS918 



272930 104713 2N5943 4 1 



152207 07047 10123-DAP 10 2 

Ross 



5-90 



7/74 











6160B 



OUTPUT DIVIDER PCB ASSEMBLY, All A1 



DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFC 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


Tstr, silicon, PNP 


226290 


04713 


MPS3640 


10 


2 


Tstr silicon, PNP 


229898 


04713 


MPS6522 


1 


1 


Tstr, silicon, NPN 


218396 


04713 


2N3904 


1 


1 


Tstr, silicon, PNP 


225599 


07263 


S22650 


1 


1 


T$tr, silicon, PNP, dual 


242016 


11726 


QD401-78E 


1 


1 


Tstr, silicon, PNP 


215897 


04713 


2N4126 


3 


1 


Res, comp, 51 Si + $%, }4W 


221879 


01121 


CB5105 


9 




Res, comp, 22k +5%, 


1.48130 


01121 


CB2235 


2 




Res, comp, 47k +5%, 14W 


148163 


01121 


CB4735 


2 




Res, comp, 15£2±5%, 


147876 


01121 


CB1505 


6 
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6160B 



OUTPUT DIVIDER PCB ASSEMBLY, All A1 




FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



Res, comp, 3900 ± 5 %, 54 W 
Res, met flm, 3.65k ±1%, I/8W 



109082 01121 EB3915 1 

293779 91637 MFFF83-653F 1 



Res, met flm, lk±l%, 1/8W 



168229 91637 MFF1-81001F 1 



Res, comp, 220 + 5%, ‘4W 



147884 01121 CB2205 



Res, comp, 6.8k ±5%, !4W 



148098 01121 CB6825 



Res, comp, 1800 ±5%, l A W 



147942 01121 CB 1815 



Res, comp, 5,60 ±5%, 14W 



208033 01121 CB5605 10 



Res, comp, 8.2k +5%, 54W 



160796 01121 CB8225 



Res, comp, 4700 ±5%, 54 W 



147983 01121 CB4715 



Res, comp, 2700 ± 5 %, J 4W 



160804 01121 CB2715 



5-92 
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61 60S 



OUTPUT DIVIDER RGB ASSEMBLY, AH A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


— 

MFG 

PART NO. 
Oft 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


R57 


. 

Res, comp, 68£2 ±5%, 


147918 


01121 


CB6805 


1 






R58, 

R69, 

R90, 

R94, 

RU3 


Res, comp, 2000 +5%, %W 


193482 


01121 


CR2015 


5 






R60 


Res, comp, 1 10O±5%* 14W 


321166 


01121 


CR1115 


1 






R61 


Res, comp, 10052 +5%, &W 


147926 


01121 


CB1015 


1 






R62, 

R104 


Res, comp, 3.9k +5%, &W 


148064 


01121 


CB3925 


2 






R63 


Res, comp, 3900 ±5%, W 


147975 


01121 


CB3915 


1 






R 65, 
R67, 
R70, 
R84, 
Rl 10 


Res, comp, 2.2k ±5%, % W 


148049 


01121 


CB2225 


5 






R66 


Res, comp, 33£2 + 5%, %W 


175034 


01121 


CB3305 


n 






R68, 

R79 


Res, comp, 1 .8k ±5%, k W 


175042 


01121 


CB1825 


H 






R71 


Res, comp, 6.2k ±5%, W 


221911 


01121 


CB6225 


n 






R72, 

R85 


Res, comp, 3.3k±5%, 14W 


148056 


01121 


CB3325 








R73 


Res, comp, 1GOO ±5%, ?4W 


188508 


01121 


EB1Q15 


i 






R75 . 


Res, comp, 5.1k ±5%, kW 


193342 


01121 


CB5125 


i 






R76 

R91 


Res, comp, 24k ±5%, k W 


193433 


01121 


CB2435 


2 






RS2 

R98, 

R105, 

R107 


Res, comp, 3300 +5%, 14W 


147967 


01121 


CB3315 


4 






R86 


Res, comp, 820 ±5%, %W 


108746 


01121 


EB8205 


1 







7/7 A 
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6160B 



OUTPUT DIVIDER PCB ASSEMBLY, A11A1 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


R87 


Res, comp, 27 £2 + 5%, 14W 


160812 


01121 


R88, 
R1 12 


Res, comp, 390+5%, l iW 


193391 


01121 


R92 


Res, comp, 3.3JT2 ±5%, /4W 


182279 


01121 


R95 


Res, comp, 560 ±5%, 14 W 


147900 


01121 


R101 


Res, comp, 15k ±5%, 14W 


148114 


01121 


Rill 


Res, comp, lk ±5%, 14W 


148023 


01121 


T3,T4 


Transformer 


253278 


89536 


T5 


Transformer 


324400 


89536 


T6J7 


Transformer 


324418 


89536 


T8 


Transformer 


324426 


89536 


U1,U2 

U9 


IC, DTL, Quad 2-Input. NAND Gate 


268375 


01295 


U4 


IC, ECL, 85 MHz AC coupled j-k flip-flop 


320820 


04713 


U5,U6 


IC, selected 


334771 


89536 


U7 


IC, ECL, dual 3-4 input 


320671 


(3471 3 


U8 


IC, ECL, D-type, flip-flop 


320838 


04713 


U10 


IC, selected 


334060 


89536 


XU4, 

XUS, 

XU6, 

XU10 


IC, Socket 


276535 


23880 


1 


Harness, Output Divider 


332742 


89536 



5-94 



MFG 

PART NO. 
OR 
TYPE 

CB2705 

CB3905 

CB33Q5 

CB5605 

CB1535 

CB1025 

253278 

324400 

324418 

324426 

SNI5846N 

MC1032P 

334771 

MC1026P 

MC1034P 

334060 

TSA-2900-16W 

332742 

















6160 B 



fW 

OUTPUT DIVIDER PCB ASSEMBLY, A11A1 






6160B 



POWER SUPPLY PCB ASSEMBLY, A12 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 

( 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 




POWER SUPPLY PCB ASSEMBLY 
Figure 5-27 6160A-4014 


322933 


89536 


322933 


REF 




Cl 


Cap, cer, 0.05 uf +80/-20%, 25V 


148924 


72982 


5855-Y5U- 

503Z 


3 




C2 


Cap, electlt, 400 uf +50/-10%, 6.3V 


187773 


73445 


ET471X6P3A6 


2 


1 


C3, 

C4 


Cap, piste, 0.1 uf, ±10%, 250V 


161992 


73445 


C280AE/A100K 


6 




C5, 

C6, 

07 


Cap, tant, 68 uf,±10%, 15V 


182824 


56289 


15GD686X901 

5R2 


9 




C8 


Cap, piste, 2.2 uf,±lO%, 100V 


306522 


73445 


C280MCH/A 

2M12 


2 




C9 


Cap, mica, 100 pf, ±5%, 500V 


148494 


53021 


D15F101J 


3 




CIO 


Cap, cer, 0,05 uf, +80/-20%, 25V 


148924 


72982 


5855-Y5U- 

503Z 


REF 




cn 


Cap, elctlt, 400 uf, +50/^10%, 6.3V 


187773 


73445 


ET471X6P3A6 


REF 




012 


Cap, mica, 100 pf,±5%, 500V 


148494 


53021 


D15F1Q1J 


REF 




Cl 3, 
014 


Cap, piste, 0.1 uf, ±10%, 250V 


161992 


73445 


C280AE/A 

100K 


REF 




CIS, 
Cl 6, 
C17 


Cap, tant, 68 uf, ±10%, 1 5V 


182824 


56289 


150D686X90- 

15R2 


REF 




CIS 


Cap, piste, 2.2 uf, ±10%, 100V 


306522 


73445 


C280MCH/A2’ 

M12 


REF 




019 


Cap, cer, 0,05 uf, +80/-20%, 25V 


148924 


72982 


5855-Y5U- 

503Z 


REF 




C20 


Cap, mica 1 00 pf, +5%, 500V 


148494 


53021 


D15F101J 


REF 




C21, 

022 


Cap, piste, 0.1 uf, ±10%, 250V 


161992 


73445 


C280AE/A- 

1Q0K 


REF 




023, 

C24, 

C25 


Cap, tant, 68 uf,±10%, 15V 


182824 


56289 


150D6 86X90 
15R2 


REF 




C26 


Cap, tant, 68 uf,±20%, 15V 


193615 


56289 


196D6 86X00 
115LA3 


1 




CRl 


Diode, zener, ±2%, 6.2V 


325803 


15818 


TD333408 


3 


1 



5-96 
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6160B 



POWER SUPPLY PCB ASSEMBLY, A12 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


CR2 


Diode, zcner, + 5%, 6.2V 


325811 


07910 


IN753A 


6 


2 




CR3, 

CR4, 

CR6, 

CR7, 

CRS 


Diode, $i, 1 50 mA 


203323 


03508 


1N4148 


12 


3 




CR5 


Diode, zener, ±10%, 15V 


246033 


07910 


1N965A 


1 


1 




CR9 


Diode, zener, ±5%, 6.2V 


325811 


07910 


1N753A 


REF 






CR10 


Diode, zener, ±5%, 18V 


327973 


07910 


1N967B 


1 


1 




CR1 1 


Diode, zener, ±2%, 6.2V 


325803 


15818 


TD333408 


REF 






CR12 


Diode, zener, +5%, 6,2 V 


325811 


07910 


1N753A 


REF 






CR13, 

CRH 


Diode, si, 1 50 mA 


203323 


03508 


JN414B 


REF 






CR15 


Diode, zener, ±5%, 1 3 V 


110726 


07910 


1N964B 


1 


1 




CR16, 

CR17, 

CR1S 


Diode, si, 150mA 


203323 


03508 


IN414B 


REF 






CR19 


Diode, zener, ±5%, 6.2V 


32581 1 


07910 


1N753A 


REF 






CR20 

CR21 


Diode, zener, ±5%, 15V 
See R38, R39 


266601 


07910 


1N965B 


1 


1 
















CR22 


Diode, zener, ± 2 %, 6.2V 


325803 


15818 


TD333408 


REF 






CR23 


Diode, zener, + 5%, 6.2V 


325S11 


07910 


1N753A 


REF 






CR24 


Diode, si, 150 mA 


203323 


03508 


1N4148 


REF 






CR25 


Diode, zener, ± 5 %, 6V 


325795 


15818 


TD333407 


1 


1 




CR26 


Diode, zener, ±2%, 5.6V 


325787 


15818 


TD333406 


1 


1 




CR2S 


Diode, zener, ±2%. 6.8V 


325845 


04713 


5M6.8ZS2 


1 


1 




CR29 


Diode, zener, +5%, 6.2V 


325811 


07910 


1N753A 


REF 






F) 


Fuse, fast acting, 4 amp 


216846 


71400 


AGC4A250V 


1 


5 




LI, 

L2 


Inductor, 1 5 mh 


182964 


72259 


WEE- 15,000 


2 
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61 60 B 



POWER SUPPLY PCB ASSEMBLY, A12 



REF i 
DESIG 
OR 
ITEM 
NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


Qi, 

Q2, 

03, 

05, 

09, 

on, 

Q12, 

013 


Xstr, si, PNP 


195974 


04713 


2N3906 


8 


2 


04, 

06, 

Q7, 

08, 

Q10, 

Q14, 

015 


Xstr, si, NPN 


21 8396 


04713 


2N3904 


7 


2 


R1 


Res, comp, 1 .8K, ±5%, W 


109140 


01121 


EB 1 825 


5 




R2 


Res, mtl flm, 1 .43K, ±1%, 1/8W 


325662 


91637 


MFF1-81431F 


3 




R3 


Res, mti flm, 26 If 2, ±1%, 1/8W 


328013 


91637 


MFF1-82610F 


1 




R4 


Res, fxd WW, 1 ft, ± 1 %, 1 50V, 2W 


229534 


91637 


RS2C7QGF 


2 




R5 


Res, mtl flm, 1.10K,±1%, 1/8W 


241497 


91637 


MFF1-8U01F 


3 




R6 


Res, comp, 1.8K,±5%, HW 


109140 


01121 


EB1825 


REF 




R7 


Res, comp, 1300, ±5%, 


325704 


01121 


CB1315 


3 




R8 


Res, comp, 3.3K, ±5%, ViW 


165761 


01121 


EB3325 


2 




R9 


Res, comp, IK, ±5%, J /£W 


108597 


01121 


EB1025 


I 




RIO 


Res, comp, 4.7K, ±5%, &W 


148072 


01121 


CB4725 


1 




Rll 


Res, comp, 51 ft, ±5%, 


221879 


01121 


CB5105 


3 




R12 


Res, comp, 12K,±5%,&W 


159731 


01121 


CB1235 


2 




Rl 3 


Res, comp, lQOft, ±5%, %W 


147926 


01121 


CB10I5 


2 




R14 


Res, fxd, WW, 0.1 5ft, ±10%, 2W 


325712 


81483 


BWHRI5K 


2 




Rl 5 


Res, mtl flm, 6.49K, ± 1 %, 1 /8W 


294900 


91637 


MFF1-86491F 


1 




R16 


Res, comp, 820ft, ±5%, J4W 


148015 


01121 


CB8215 


3 




R17 


Res, comp, 3ft, +5%, 14W 


218040 


01121 


CB30G5 


3 




Rl 8, 
R19 


Res, dual, WW, 11.85K X 14K, 1W 
(2 on 1) 


325183 


89536 


325183 


1 






5-98 
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POWER SUPPLY PCB ASSEMBLY, A12 



61 SOB 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


R20 


Res, mtl flm, lOOfi, ±1%, 1/8W 


R21 


Res, var, CERMET, 1 00ft, ±10%, ttW 


R22 


Res, comp, 1 ,8K, ±5%, 14W 


R23 


Res, metl flm, 1.43K,±1%, 1/8W 


R24 


Res, mtl flm, 237ft, + 1%, 1/8W 


R25 


Res, fxd WW, 1 a ±1%, 1 50V, 2W 


R26 


Res, mtl flm, 1.10K,±1%, 1/8W 


R27 


Res, comp, 1 .8K, ±5%, 


R28 


Res, comp, 130ft, ±5%, 14W 


R29 


Res, comp, 3.3K, ±5%, #W 


R30 


Res, comp, 1 .3K, ±5%, !4W 


R31 


Res, comp, 3.9K, ±5%, 14 W 


R32 


Res, comp, 51 a ±5%, 14W 


R33 


Res, comp, 12K, ±5%, !4W 


R34 


Res, comp, 100a ±5%, 14W 


R35 


Res, fxd, WW, 0. 1 5, ±10%, 2W 


R36 


Res, comp, 82011, +5%, 14W 


R37 


Res, comp, 3ft, ±5%, %W 


R38, 

R39, 

CR21 


Reference Assembly 


R40 


Res, var, CERMET, 5012, ±10%, m 


R41 


Res, mtl flm, 2.80K, ±1%, 1/8W 


R42 


Res, mtl flm, 866a ±1 % HW 


R43 


Res, comp, 1.8K, ±5%, m 


R44 


Res, mtl flm, 1.43K,±1%, 1/8W 


R45 


Res, mtl flm, 210a ±1%, 1/8W 


R46 


Res, WW, Q,27ft, +1%, 5W 


R47 


Res, fxd WW, 1ft, ±1%, 150V, 2W 



FLUKE 

STOCK 

NO. 



168195 

285130 

109140 

325662 

328005 

229534 

241497 

109140 

325704 

165761 

109157 

148064 

221879 

159731 

147926 

325712 

148015 

218040 

325266 

285122 

325670 

151233 

109140 

325662 

327999 

325696 



MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


91637 


MFF1-81000F 


1 




36QS-101A 


1 




EB1825 


REF 


91637 


MFF1-81431F 


REF 


91637 


MFF1-82370F 


1 


91637 


RS2C70GF 


REF 


91637 


MFF1-81101F 


REF 


01121 


EB1825 


REF 


01121 


CB1315 


REF 


01121 


EB3325 


REF 


Oil 21 


EB1325 


1 


01121 


CB3925 


1 


01121 


CBS 105 


REF 


01121 


CB1235 


REF 


01121 


CB1G15 


REF 


81483 


BWHR15K 


REF 


01121 


CBS215 


REF 


■ 


CB30G5 


REF 


89536 


325266 


1 


■ 


360S-500A 


1 


91637 


MFF1-82801F 


1 


91637 


MFF 1-2660 


1 


01121 


EB1825 


REF 


91637 


MFF1-S1431F 


REF 


91637 


MFF1-82100F 


1 


11502 


AS-5 


1 


91637 


RS2C70GF 


REF 
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61 GOB 



POWER SUPPLY PCB ASSEMBLY, A12 



REF 

OESIG 

OR 

ITEM 

NO. 


description 


FLUKE 

STOCK 

NO, 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


R48 


Res, comp, 2.7K., ±5%, 1W 


296422 


01121 


GB2725 


1 


R49 


Res, comp, 1 300, ±5%, &W 


325704 


01121 


CBI315 


REF 


R50 


Res, comp, 5100, ±5%, V4W 


218032 


01121 


CBS 1 1 5 


1 


RSI 


Res, comp, 1 .2K, ±5%, 14W 


190371 


01121 


CB1225 


1 


R52 


Res, comp, 510, ±5%, %W 


221879 


01121 


CB5105 


REF 


R53 


Res, comp, 6200, ±5%, &W 


221903 


01121 


CB6215 


1 


R54 


Res, comp, 20, ±5%, % W 


202879 


01121 


CB2025 




R55, 


Res, fxd, WW, 0.300, ±5%, 2W 


219410 


75042 


BWHR30J 


2 


R56 












R57 


Res, comp, 8200, ±5%, 14 W 


148015 


01121 


CB8215 


REF 


R58 


Res, comp, 30, ±5%, 14W 


218040 


01121 


CB30G5 


REF 


R59 


Res, mtl flm, 4.99K, ±.25%, YaW 


267625 


91737 


MFF 1-4499 IP 


i 


R60 


Res, mtl flm, 11.8K,±1%, 1/8W 


325688 


91632 


MFF1-81182F 


1 


R61 


Res, mtl flm, 2000, ±1%, 1/8W 


245340 


91637 


MFF1-82000F 


1 


Ul, 












U2, 


1C, operational amplifier 


271502 


07263 


LM30JA 


3 


U3 














Xstr Fad 


296319 


32559 


T08Q6 


4 



6-100 












61608 



REF 

DESIG 

OR 

ITEM 

NO, 



MOTHER BOARD PCB ASSEMBLY, A13 




FLUKE 

STOCK 

NO. 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



MOTHERBOARD PCB ASSEMBLY 
Figure 5-28 6160B-4013 



356295 89536 356295 REF 



Connector, rcpt, 20 pin 



292912 02660 225-21021-110 5 



Diode, si, 3 Amp 



187716 04713 MR1032B/ 4 1 

1N4999 



Diode, si, rectifier 



325746 04713 MR751 



2 1 



Socket, tube 
Terminal post 



100495 95354 PM465 



267500 00779 86144-2 34 




5-102 
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Figure 5-28. MOTHER BOARD PCB ASSEMBLY, A13 
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61 SOB 



RISER PCB ASSEMBLY, A14 



REF 

DESIG 

OR 

ITEM 

IMO. 



DESCRIPTION 



FLUKE 

STOCK 

NO. 



MFC MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY GTY CDE 
CDE TYPE 






6160B 



H 



TRANSFORMER ENCLOSURE ASSEMBLY, A15 



REF 

DESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO. 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
TYPE 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


A 1 5 


TRANSFORMER ENCLOSURE 
ASSEMBLY 6160A-4116 

Figure 5-30 


323493 


89536 


323493 


REF 






Cl, 
















02, 

C3, 

C4 


Cap, cer, 0.005 uf +20%, 1000V 


105650 


56289 


C023B102H- 

502M 


4 






FI, 

F2 


Fuse, slo-blo, 1.5 A 


109231 


71400 


MDS1R5A250V 


2 


5 




FL1 

Si 


Filter, line,3A 
Switch, 11 5/230V 


321273 

226274 


05245 

82389 


3EF2 

46256-LFR 


1 

1 






T1 


XFmr, power 


324434 


89536 


324434 


1 






XFl, 

XF2 


Fuse holder 


160846 


75915 


342004 


2 






1 


Nut, kep, #8-32 


195263 


78199 


51108180000 


6 






2 


Nut, kep, #6 - 32 


195263 


78199 


51106180000 


2 






3 


PCB, xfmr connector 


323642 


89536 


323642 


1 






4 


Screw, 6 - 32 x 3/8, FLH - Phillips 


114363 


73734 


18244 


6 






5 


Screw, 8 - 32 x 3/8, FLH - Phillips 


114116 


73734 


18264 


4 






6 


Screw, 8 - 32 x 3/8, PNH - Phillips 


114124 


73734 


19064 


4 






7 


Screw, 6 - 32 x 3/8, SEMS 


177022 


73734 


6-32x3/8 SEMS 


4 






8 


xfmr enclosure 


323345 


89536 


323345 


1 






9 


xfmr enclosure, top 


323352 


89536 


323352 


1 
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61 61 OB 



TRANSFORMER ENCLOSURE ASSEMBLY, A15 




5-106 



Figure 5-30. TRANSFORMER ENCLOSURE ASSEMBLY, A! 5 



Vic, 



I 




HEAT SINK ASSEMBLY, A16 



6160B 



REF 

OESIG 

OR 

ITEM 

NO. 


DESCRIPTION 


FLUKE 

STOCK 

NO, 


MFG 

FED 

SPLY 

CDE 


MFG 

PART NO. 
OR 
type 


TOT 

QTY 


REC 

QTY 


USE 

CDE 


A16 


HEAT SINK ASSEMBLY 
Figure 6*31 6160A-4021 


323154 


89536 


323154 


REF 






J1 


Connector, board-edge, rcceptical, 
20 pin 


292912 


02660 


225-21021-1 10 


1 






Q1.Q5 


Xstr, si, NPN 


325720 


04713 


MJE3055 


2 


1 




Q2,Q6 


Xstr, si NPN 


325761 


06001 


D4465 


2 


I 




Q3 


Xstr, si, PNP 


325738 


04713 


MJE2955 


1 


1 




04 


Xstr, si, PNP 


325753 


0600 J 


D4565 


1 


1 




Ri» 

R2, 

R3 


Res, comp, 6200, +5%, J /4W 


221903 


01121 


CB6215 


3 






1 


Heat sink 


252684 


89536 


252684 


1 






2 


Insulator, xstr mounting 


331116 


13103 


47 78 A 


3 






3 


Lug, solder, #6 


132399 


78189 


2104-06-00 


:i 






4 


Screw, 4-40 x 1 , PNR * Phillips 


157008 


73734 


12030 


2 






5 


Screw, 6-32 x % PNH - Phillips 


152140 


73734 


19042 


1 






6 


Screw, nylon with steel core, 
6-32 x X A, RDH - Phillips 


272799 


23050 


6-32x1 -4NYL 
STLRDH 


3 






7 


Screw, 6-32 x 3/8, PNH - Phillips 


152165 


73734 


19044 


3 






8 


Standoff, insulator, #6 


163592 


89536 


163592 


2 






9 


Washer, flat, #4 


110775 


73734 


1442 


2 






10 


Washer, internal lock, #4 


110403 


73734 


99402 


2 






11 


Washer, flat, #6 


1 10270 


73734 


AN960-616L 


1 
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6160B 


REAR PANEL ASSEMBLY, A17 

Hi , , , , i ■ ■ « ' i i — 


1— l I 1 



REF 

DESIG 

OR 

ITEM 

NO. 




REAR PANEL ASSEMBLY 
Figure 5-32 6160A-4452 

Rear Panel, screened 
Washer, flat #8 
Foot, rear 

Screw, 8 - 32 x 5/S PNH- Phillips 
Washer, internal lock, #8 
Hole plug ■ 5/8” 

Hole plug - !4” 

Screw, 6 - 32 x ’/a, PNH - Phillips (SEMS) 
Bracket, card slide 

Connector, BNC, LEVEL CONTROL INPUT 

Cable Assy, RF #2 

Cable Assy, RF #1 

Cable Assy, RF #24 

Cable Assy, RF #23 



FLUKE 

STOCK 

NO. 



324616 

323337 

110288 

324897 

1149S3 

110320 

222711 

101774 

178533 

323287 

152033 

259747 

269969 

270264 

333096 



MFG MFG 

FED PART NO. TOT REC USE 
SPLY OR QTY QTY CDE 
CDE TYPE 



89536 324616 REF 



89536 

73734 

89536 

73734 

73734 

72653 

72653 

73734 

89536 

95712 

$9536 

89536 

89536 

89536 



323337 

97425 

324897 

19067 

99405 

1713 - C 

1712 - C 

6-32xl-4PNH 

S£M$ 

323287 

30355-1 

259747 

269969 

270264 

333096 
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6160B 




5-110 



Figure 5-32. REAR PANEL ASSEMBLY, A17 
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Section 6 

Option & Accessory Information 





6“1, FREQUENCY STANDARD, OPTION -02 

6-2. Introduction 

6-3. The -02 Option is a 5 MHz oscillator assembly 
with a rated stability of 2 parts in 10 9 per 24 hours. The 
oscillator eliminates the need for an external 5 MHz source 
to drive the synthesizer. The oscillator is ovenized for 
stability and temperature is maintained as long as ac power 
is connected to the unit. 

6-4. Operation 

6-5. Operation of the 6160B with the -02 Option in- 
stalled is the same as that described in Section 2 for the 
standard unit, except that no external 5 MHz source need be 
applied. The 5 MHz oscillator is automatically maintained 
at operating temperature when the front-panel FUNCTION 
switch i$ in the OFF position, a$ long as ac power is con- 
nected. 

6-6. Theory of Operation 

6-7, Although the oscillator itself is considered non- 



repayable, the operation of the associated peb is repairable, 
and is described in the following text with reference to the 
A15, Internal Frequency Standard (Option -02) schematic 
diagram, drawing 6160A-1018. During normal operation, 
the 5 MHz oscillator operates from the regulated +1 4-volt 
and —12-volt supplies. The unregulated + 14-volt supply is 
disconnected by means of Ql , which is cut-off by the front- 
panel FUNCTION switch, 

6-8. When the FUNCTION switch is placed in the OFF 
position, Ql conducts to apply the +14«volt unregulated 
supply to the oscillator oven in order to maintain temp- 
erature. Diode CR3 prevents the +14-volt unregulated sup- 
ply from feeding circuits normally powered by the + 14-volt 
regulated supply. 

6-9. List of Replaceable Parts 



6-10. For column entry explanations, part ordering in- 
formation and basic instrument configuration, refer to 
Section 5 of the manual. 
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REF 

DESIG 


DESCRIPTION 


STOCK 

NUMBER 


A15 


INTERNAL FREQUENCY STANDARD 
ASSY. -01. -02 OPTION, (6160A-4018) 
Figure 5-16 






-02 Option, 2x10^ per day drift rate 


315440 


A15A1 


5 MHz standard oscillator (—02 Option) 


285577 


A15A2 


Frequency standard assembly 


324822 




Cable, coax. Jumper assembly 


172809 




Cable, RF, assembly 


259705 


A15A2 


FREQUENCY STANDARD ASSEMBLY 


324822 


C1,C2 


Cap, cer, 0.05 uf +80/-20%, 25V 


148924 


CR1 , 
CR2, 
CR3 


Diode, silicon, 1 amp, 1 00 piv 


! 

116111 


LI , L2 


Bead, 6 turn 


32091 1 


Q1 


Tstr, silicon, PNP 


218537 • 


Rl 


Res, comp, lk ±5%, l/4w 


148023 


R2 


Res, comp, 1.5k ±5%, l/4w 


148031 


XY1 


Socket, tube 


100479 




Cable, RF 


259705 












Figure 6*1, INTERNAL FREQUENCY STANDARD ASSEMBLY, -02 OPTION 
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6-11. REAR PANEL RF OUTPUT, 
OPTION -04 



6-12. The —04 option comprises an rf cable and output 
connector mounted on the rear panel, in place of the stand- 
ard output connector on the front panel. The rt output 
characteristics and specifications for the rear panel connect- 
or are identical to those specified for the standard front 
panel rf output connector. 



6-13. TCXO, OPTION -05 

6-14, The 05 Option for the 6160B is a 5 MHz TCXO 

(temperature compensated crystal oscillator) which has a 
specified stability of five parts in 10^ per year, The TCXO 
eliminates the need for an external 5 MHz source to drive 
the synthesizer. The oscillator is a non-re pairable assembly 
(Fluke part number 362798) which mounts in the rear por- 
tion of the unit, DC power and the 5 MHz output connec- 
tions are all made to terminals on the Mother Board PCB 
Assembly, A13. 
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Section 7 




General Information 



7“ 1 . This section of the manual contains generalized 
user information as well as supplemental information to the 



Lists of Replaceable parts contained in Section 5. The 
following information is presented in this section: 



TABLE TITLE PAGE 

7-1. List of Abbreviations 7-2 

7-2. Federal Supply Codes for Manufacturers 7-3 

7-3. Fluke Technical Service Centers 7-7 

7-4. International Service Centers , - - 7-7 

7-5. Sales Representatives-Domestic 7-8 

7-6. Sales Representatives-lnternational 7-9 




1/76 
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I 

Table 7-1 . LIST OF ABBREVIATIONS AND SYMBOLS - 



s 



A or amp 


ampere 


H 


henry 


pF 


picofarad 


aC 


alternating current 


hd 


heavy duty 


pn 


part number 


af 


audio frequency 


hf 


high frequency 


(+) or pcs 


positive 


s/d 


ana log- to- digital 


HZ 


hertz 


pot 


potentiometer 


assy 


assembly 


1C 


integrated circuit 


P-P 


peak -to -peak 


AWG 


americen wire gauge 


if 


intermediate frequency 


ppm 


parts per million 


B 


bel 


in 


inch(es) 


PROM 


programmable read-only 


bed 


binary coded decimal 


inti 


internal 




memory 


°C 


Celsius 


I/O 


input/output 


psi 


pound-force per square inch 


car* 


capacitor 


k 


kilo (10 3 ) 


RAM 


random-access memory 


ccw 


counterclockwise 


kHz 


kilohertz 


rf 


radio frequency 


cer 


ceramic 


kSl 


kilohm(s) 


rms 


root mean square 


cermet 


ceramic to metal (seal) 


kV 


kiiovolt(s) 


ROM 


read-only memory 


ckt 


circuit 


if 


low frequency 


s or sec 


second (time) 


cm 


centimeter 


LED 


light-emitting diode 


scope 


oscilloscope 


cmrr 


common mode rejection 


LSB 


least significant bit 


SH 


shield 




ratio 


LSD 


least significant digit 


Si 


silicon 


comp 


composition 


M 


mCga (10*’) 


serno 


serial number 


com 


continue 


m 


milli <1 O'' 4 ) 


Sr 


shift register 


ert 


cathode-ray tube 


mA 


milliamperc(s) 


Ta 


tantalum 


Cw 


clockwise 


max 


maximum 


tb 


terminal board 


d/a 


digiral-t.o-analog 


mf 


metal film 


Ic 


temperature coefficient or 


dac 


digitai-to-snalog 


MHz 


megahertz 




temperature compensating 




converter 


min 


minimum 


texo 


temperature compensated 


dB 


decibel 


mm 


millimeter 




crystal oscillator 


dc 


direct current 


ms 


millisecond 


tp 


test point 


dmm 


digital multimeter 


MSB 


most significant bit 


u or pt 


micro ( ID" 1- ’) 


dvrti 


digital voltmeter 


MSD 


most significant digit 


uhf 


ultra high frequency 


elect 


electrolytic 


MTBF 


mean time between 


us Or pt S 


microsecond (s) (10"’) 


ext 


external 




failures 


uut 


unit under test 


F 


farad 


MTTR 


mean time to repair 


V 


volt 


°F 


Fahrenheit 


mV 


millivoltfs) 


V 


voltage 


FF,T 


Field-effect transistor 


mv 


multivibrator 


var 


variable 


ff 


flip-flop 


mS'2 


mcgohm(s) 


VCO 


voltage controlled oscillator 


freq 


frequency 


n 


nano (10” 1 ) 


vhf 


very high frequency 


FSN 


federal stock number 


na 


not applicable 


vlf 


very low frequency 


9 


gram 


NC 


normally closed 


w 


watt(s) 


G 


giga (10 J ) 


(— ) or neg 


negative 


ww 


wire wound 


9d 


guard 


NO 


normally open 


xfmr 


transformer 


Ge 


germanium 


ns 


nanosecond 


xstr 


transistor 


GHz 


gigahertz 


opnl ampl 


operational amplifier 


xtal 


crystal 


gmv 


guaranteed minimum 


P 


pico (1 0 ' " ) 


xtlo 


crystal oscillator 




value 


para 


paragraph 


a 


ohm (s) 


grid 


ground 


peb 


printed circuit board 


V- 


micro 00" ) 



-2 
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Table 7-2. FEDERAL SUPPLY CODES FOR MANUFACTURERS (Continued) 



11711 

General Instrument Corp 
Rectifier Division 
Hickville, New York 

11726 

Qualidyne Corp. 

Santa Clara, California 

12014 

Chicago Rivet & Machine Co. 
Beltwood, Illinois 

12040 

National Semiconductor Corp, 
Danburry, Connecticut 

12060 
Diodes, Inc, 

Chatsworth, California 

1213G 

Philadelphia Handle Co, 

Camden, New Jersey 

12300 

Potter-Brumfield Division 
AMF Canada L TO, 

Guelph, Qnat o, Canada 

1 2323 

Presin Co., Inc. 

Shelton, Connecticut 

12327 

Freeway Corp. formerly 
Freeway Washer 8t Stomping Co. 
Cleveland, Ohio 

12443 

Budd Co. The, Polychem Products 
Plastic Products Div. 

Bridgeport, PA 

12615 

U.5, Terminals Inc, 

Cincinnati, Ohio 

12617 
Hamlin Inc. 

Lake Mills, Wisconsin 

1 269/ 

Clarostat Mfg. Co. 

Dover, New Hampshire 

1 2749 

James Electronics 
Chicago, Illinois 

1 2666 

Micrornet3ls 

Sierra Madru, California 

1 2954 

Dickson Electronics Corp. 
Scottsdale, Arizona 

12969 

Unit rode Corp. 

Watertown, Massachusetts 

13103 

Thermalloy Co., Inc. 

Dallas, Texas 

13327 

•Solitron Devices Inc. 

I appan, Nyw Yoik 

13511 

Amphenol Cadre Div. 
Bunker-Ramo Corp. 

Los Gatos, California 

13606 ■ use 56289 
Sprague Electric Co. 

Transistor Div. 

Concord, New Hampshire 

13839 

Replaced by 23732 



14099 

Semtech Corp. 

Newbury Park, California 

14140 

Edison Electronic Div, 

Me Gray-Edison Co. 

Manchester, New Hampshire 

14193 

Cal-R-Inc. formerly 
California Resistor, Corp. 

Santa Monica, California 

14298 

American Components, Inc. 
an I nsilco Co. 

Conshohocken, Pennsylvania 
14655 

Cornell-Dublier Electronics 
Division of Federal Pacific 
Electric Co. Govt. Control Dept, 
Newark, New Jersey 

14752 

Electro Cube Inc. 

San Gabriel, California 

14869 

Replaced by 96853 
14936 

General Instrument Corp. 

Semi Conductor Products Group 
HicksviHe, New York 

15636 

Elec-Trol Inc. 

Saugus, California 

15801 

Fenwal Electronics Inc. 

Div. 0< Kidde Walter and Co„ Inc. 
Framingham, Massachusetts 

15818 

Teledyne Semiconductors, formerly 
Amalco Semiconductor 
Mountain View, California 

15849 

Litton Systems Inc. UsecO Div, 
formerly Useco Inc. 

Van Nuys, California 

15898 

I niernanonal Business 
Machines Corp. 

Essex Junction, Vermont 

15909 

Replaced by 14140 
16258 

S pace- L ok Inc. 

Burbank, California 

16299 

Coming Glass 

Electronic Components Div. 
Raleigh, North Carolina 

16332 

Replaced by 234 78 
16473 

Cambridge Scientific !nd. 

Div. of Oh cmed Corporation 
Cambridge, Maryland 

16742 

Paramount Plastics Fabricators, Inc, 
Downey, California 

16753 

Delco Electronics 

Div, of General Motors Corp. 

Kokomo, Indiana 

17001 

Replaced by 7 146S 



17069 

Circuit Structures Lab. 

Burbank, California 

17338 

High Pressure E,,g, Co., inc. 
Oklahoma City, Oklahoma 

17545 

Adamic Semiconductors, Inc. 
Asbury Park, New Jersey 

17856 

Siliconijt, Inc, 

Santa Clara, California 

17870 

Replaced by 14140 

18178 
Vactec Inc. 

Maryland Heights, Missouri 
18324 

Signet ics Corp, 

Sunnyvale, California 

18612 

Vishay Resistor Products Div. 
Vishay Intertechnology Inc. 
Malvern, Pennsylvania 

18736 

Vol rronic? Corp. 

Hanover, New Jersey 

18927 

G T £ Syl vonio Inc, 

Precision Material Group 
Parts Division 
Titusville, Pennsylvania 

19451 

Perine Machinery & Supply Co. 
Seattle, Washington 

19701 

Electro-Midland Corp. 
Mepco-Elecira Inc. 

Mineral Wells, T exas 

20584 

Enochs Mfg. Inc. 

Indianapolis, Indiana 

20891 

Self-Organizing Systems, Inc. 
Dallas, Texas 

21604 

Buckeye Stamping Co. 
Columbus, Ohio 

21845 

Solitron Devices Inc. 

Transistor Division 
Riveria Beach, Florida 

22767 

ITT Semiconductors 
Palo Alto, California 

23050 

Product Comp. Corp. 

Mount Vernon. New York 

23732 
Tracor Inc. 

Rockville, Maryland 

23830 

Stanford Applied Engrng. 

Santo Clara, California 

23936 

Pamotor Div., Wm. J. Purdy Co. 
Burlingame, California 

24248 

Replaced by 94222 
24355 

Analog Devices me, 

Norwood, Massachusetts 



24655 

General Radio 
Concord, Massachusetts 

24759 

l-t*n ox -Fugle Electronics Inc. 

South Plainfield, New Jersey 

25083 

Siemen Corp. 
isilen, New Jersey 

26403 

Amperex Electronic Corp. 
Semiconductor & 

Micro-Circuits Div. 

SlatersviMe, Rhode Island 

27014 

National Semiconductor Corp. 

Santa Clara, California 

27264 

Molex Products 
Downers Grove, Illinois 

28213 

Minnesota Mining & Mfg. Co. 
Consumer Products Div, 

$t. Paul, Minnesota 

28425 

Serv-/-Unk formerly 
Bohan nan Industries 
Port Worth, Texas 

2S478 

Deltrol Controls Div. 

Deltrol Corporation 
Mj|wuu keu, Wisconsin 

28480 

Hewlett Packard Co. Corporate H.O. 
Palo Alto, California 

28620 

Heyman Mfg. Co. 

Kenilworth, New Jersey 

29083 

Monsanto, Co., Inc. 

Santa Clara, California 

29604 

Stackpole Components Co. 

Raleigh, Nonh Carolina 

30148 

A B Enterprise Inc. 

AhOSkie, North Carolina 

30323 

I Hi no is Tool Works, Inc. 

Chicago, Illinois 

31091 

Qptimax Inc. 

Colmar, Pennsylvania 

32539 
Mura Corp. 

Great Neck, New York 
32767 

Griffith Plastic Corp. 

Hurl ingame, California 

32879 

Advanced Mechanical Components 
NOrthridge, California 

32897 

Erie 7 echo olog leal Products, Inc. 
Frequency Control Div. 

Carlisle, Pennsylvania 

3299? 

Bourns Inc. 

I'rimpot Products Division 
Riverside, California 

33173 

General Electric Co. 

Products Dept. 

Owensboro, Kentucky 
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Table 7-2. FEDERAL SUPPLY CODES FOR MANUFACTURERS {Continued) 



34333 


70563 


73293 


77969 


Silicon General 


Amperite Company 


Hughes Aircraft Co. 


Rubbercraft Corp. of CA. LTD. 


Westminister, California 


Union City, New Jersey 


Electron Dynamics Div, 


Torrance, California 


34335 


70903 


Torrence, California 


73139 


Advanced Micro Devices 


Belden Corp, 


7344* 


Shakeproof 


Sunnyvale, Californio 


Geneva, Illinois 


Amperex Electronic Corp. 


Div. of Illinois Tool Works Inc, 


34302 


71002 


Hicksvilla, Ll, New York 


Elgin, Illinois 


Electromotive Inc. 


Simbach Radio Co., Inc. 


73559 


78277 


Kenilworth, New Jersey 


Freeport, LI New York 


Carling Electric Inc, 


Sigma instruments, Inc. 


37942 


71400 


West Hartford, Connecticut 


South Braintree, Massachusetts 


Mallory, P,R. Si Co,, Inc, 


BuSSmOfin Mfg, 


73586 


78488 


Indianapolis, Indiana 


Div. of Me G raw- Edison Co. 


Circle F Industries 


Stockpole Carbon Co, 


42498 


Saint Louis, Missouri 


T renton. New Jersey 


Saint Marys, Pennsylvania 


National Radio 


71450 


73734 


73553 


Melrose, Massachusetts 


CTS Corp. 


Federal Screw Products, Inc. 


Eaton Corp. Engineered 


43543 


Elkhart, Indiana 


Chicago, Illinois 


Fastener Div, 


Nytron’cS Inc, 
Transformer Co. Div. 


71468 

ITT Cannon Electric Inc. 


73743 

Fischer Special Mfq. Co, 


Tinnerman Plant 
Cleveland, Ohio 


Geneva, New York 


Santa Ana, California 


Cincinnati, Ohio 


79136 


44655 

Ohmite Mfg, Co, 


71482 

Clare, C.P.& Co. 


73399 

JED Electronics Co, 


Waldes Kohinoor Inc. 

Long Island City, New York 


Skokie, Illinois 


Chicago, Illinois 


Components Corp 


79497 


41- ■ 1 

RCA Corp, 


71590 


Brooklyn, New York 


Western Rubber Company 


Centrelab Electronics 


73949 


Goshen, Indiana 


New York, New York 


Div, of Globe Union Inc, 


Guardian Electric Mfg, Co, 


79963 


49956 


Milwaukee, Wisconsin 


Chicago, Illinois 


Zierick Mfg. Corp, 


Raytheon Company 


71707 


74199 


Mt. Kisko, New York 


Lexington, Massachusetts 


Coto Coil Co., Inc. 


Quan Nichols Co. 


8003 1 


50083 

Mustek Corp, 
Carrollton, Texas 


Providence, Rhode Island 


Chicago, Illinois 


Electro-Midland Corp,, Mepca Div. 


71744 

Chicago Miniature Lamp Works 


74217 

Radio Switch Corp. 


A North American Phillips Co. 
Morristown, Nsw Jersey 


50579 

Litronix Inc. 
Cupertino, California 


Chicago. Illinois 


Marlboro, New Jersey 


80145 


71735 

TRW Electronics Components 


74276 

Signal ite Div. 


LFE Corp., Process Control Div, 
formerly API Instrument Co, 
Chested and, Ohio 


51605 

Scientific Components Inc, 
Linden, New Jersey 

53021 

Sangamo Electric Co. 

Springfield, Illinois 

54294 

Cutler-Hammer Inc. formerly 
ShallcrOss, A Cutter-Hammer Co, 


Cinch Connector Operations Div. 


General Instrument Corp, 


Elk Grove Village, Chicago, Illinois 
72005 

Driver, Witber B., Co. 


Neptune, New Jersey 
74306 

Piezo Crystal Co. 


80183 - use 56289 

Sprague Products 

North Adams, Massachusetts 


Newark, New Jersey 

72092 

Replaced by 06980 


Carlisle, Pennsylvania 
74542 

Hoyt Elect, Instr, Works 


30294 

Bourn? Inc., Instrument Div. 
Riverside, California 


72136 

Electro Motive Mfg. Co. 


Penacook. New Hampshire 
74970 


80583 

Hcmmarlund Mfg. Co., Inc. 
Red Bank, New Jersey 


Selma, North Carolina 


Williamantic, Connecticut 


Johnson E,F,, Co, 


55026 

Simpson Electric Co. 

Div. of Am. Gage and Mach. Co. 


72259 

NytrOnics Inc. 

Pelham Manor, New Jersey 


Waseca, Minnesota 
75042 

TRW Electronics Components 


SO640 

Stevens, Arnold Inc. 

South Boston, Massachusetts 


Elgin, Illinois 


72619 

Di alight D>v, 

Amperex Electronic Corp. 


IRC Fixed Resistors 


31Q73 


56239 

Sprague Electric Co. 


Philadelphia, Pennsylvania 
75376 


Grayhill, Inc. 

La Grange, Illinois 


North Adams, Massachusetts 


Brooklyn, New York 


Kurz-Kasch Inc, 


31312 


58474 

Superior Electric Co, 
Bristol, Connecticut 


72653 

G.C, Electronics 

Div. of Hydrometals, Inc. 


Dayton, Ohio 
75378 

CTS Knights Inc. 


Winchester Electronics 
Div, of Litton Industries Inc. 
Oakville, Connecticut 


60^99 


Brooklyn, New York 


Sandwich, Illinois 


81439 


Torin Corp, formerly 


72665 


75382 


Therm-O-Disc Inc. 
Mansfield, Ohio 


Torrington Mfg, Co. 


Replaced by 90303 


Kulka Electric Corp. 


Torrington, Connecticut 


72794 

Dzus Fastener Co., Inc. 
West Is! ip, New York 


Mount Vernon, New York 


81483 


63743 

Ward Leonard Electric Cq„ Inc. 


75915 

Uttlcfuse Inc, 


International Rectifier Corp. 
Los Angeles, California 


Mount Vernon, New York 
64334 

West Mfg. Co. 


7292S 

Gulton md. me. 
Gudeman Div. 


Des Plaines, Illinois 
76354 

Oak Industries IrtC. 


81590 

Korry Mfg. Co. 
Seattle, Washington 


San Francisco, Californai 


Chicago, Illinois 


Switch Div. 


SI 741 


65092 


72982 


Crystal Lake, Illinois 


Chicago Lock Co. 


Weston Instruments Inc. 


Erie Tech. Products Inc. 


77342 


Chicago, Illinois 


Newark, New Jersey 


Erie, Pennsylvania 


AMF Inc. 


32305 


66150 

Winslow Tela-Tronics Inc, 


73138 

Beckman Instruments Inc, 


Potter & Brumfield Div. 


Palmer Electronics Corp. 


Princeton, Indiana 


South Gate, California 


Eaton T own, New Jersey 


Helipot Division 


77638 


82339 


70485 

Atlantic India Rubber Works 
Chicago, Illinois 


Fullerton, California 


General Instrument Corp. 


SwitchCraft Inc, 




Rectifier Division 
Brooklyn, New York 


Chicago, Illinois 
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Table 7-2. FEDERAL SUPPLY CODES FOR MANUFACTURERS (Continued) 



$2415 

North American Phillips 
Controls Corp, 

Frederick, Maryland 

32872 

Roanwell Corp. 

New York, New York 

32877 

fiotron Inc. 

Woodstock, New York 

32379 

ITT Royal Electric Div. 

Pawtucket, Rhode Island 

83003 

Vero Inc. 

Gar I end, Texas 

33058 

Carr Co., The United Can Div. 
ot TRW 

Cambridge. Massachusetts 

83298 

Bend ix Cor- 
Electric Power Division 
Eatontown, New Jersey 

83330 

Smith, I lertn.in H„ I III:, 
ftrooklyn, New York 

83478 

Rubbers r aft Corp. of America, Inc, 
West Haven, Connecticut 

33594 

Burroughs Corp. 

Electronic Components Div. 
Plainfield, New Jersey 

83740 

Union Carbide Corp. 

Battery Products Div, 
formerly Consumer Products Div. 
New York, New York 

841 / I 

Arco Electronics 
Great Neck, New York 

344 1 1 

TRW Electronic Components 
f RW Capacitors 
Opal lata, Nebraska 

84813 

F : u so: Indicator Curp. 

Rockville, Maryland 

84682 

Essex International Inc. 

Industrial Wire Div, 

Peabody , Massachusetts 

8657 / 

Precision Metal Products, 
of Malden Inc. 

Stoneham, Massachusetts 

86634 

Radio Corp. of America 
Electronic Components Div. 
Harrison, New Jersey 

86928 

Seastrom Mlg. Co., Inc. 

Glendale, California 

8/034 

Illuminated Products Inc. 
Subsidiary of Oak Industries Inc. 
Ana hi cm. California 

88219 

Gould Inc. 

Industrial Div. 

Trenton, New Jersey 



88245 

Litton Systems Inc. 

Useco Div. 

Van Nuys, California 

83419 

Cornell-Dubitier Electronic Div. 
Federal Pacific Co. 
Fuquay-Varian, North Carolina 

88486 

Plastic Wire & Cable 
Jewiti City, Connecticut 

88690 

Replaced by 04217 
89536 

Fluke, John Mfg. Co., Inc. 
Seattle, Washington 

39730 

G.E. Co., Newark Lamp Works 
Newark, New Jersey 

90201 

Mallory Capeciror Co. Div of 
P.R . Mallory Co,, Inc, 
Indianapolis, Indiana 

90211 - use 56365 
Square D Co. 

Chicago, Illinois 

90215 

Best Stamp & Mfg. Co, 

Kansas City, Missouri 

90303 

Mallory Battery Co, 

Div. of Mallory Co., Inc. 
Tarrytown, New York 

91094 

Essex International Inc. 
Suglex/IWP Div. 

Newmarket, New Hampshire 

91293 

Johynson Mfg. Co. 

Soonton, New Jersey 

91407 

Replaced by 58474 
91502 

Associated Machine 
Santa Clara, California 

91506 
Augat Inc, 

Attleboro, Massachusetts 
91637 

Dale Electronics Inc. 
Columbus, Nebraska 

91662 
Elco Corp. 

Willow GrOve, Pennsylvania 

91/37 -use 71468 
Gremar Mfg, Co., Inc. 

ITT Cynnon/Gremar 
Santa Ana, California 

91802 

Industrial Devices, Inc. 
Edgewaier. New Jersey 

91833 

Keystone Electronics Corp. 
Mew York, New York 

91836 

King's Electronics Co., Inc. 
Tuckahoe, New York 

91929 

Honeywell Inc. 

Micro Switch Dtv. 

Freeport, Illinois 



91934 

Miller Electric Co., Inc. 

Div of Aunet 

Woonsocket, Rhode Island 
92194 

Alpha Wire Corp. 

Elizabeth. New Jersey 

93332 

Sylvania Electric Products 
Semiconductor Products Div. 
Woburn, Massachusetts 

94145 

Replaced by 49956 

94154 -use 94938 
Wagner Electric Corp. 

Tung-Sol Div. 

Newark, New Jersey 

94222 

Southco Inc. formerly 
South Chester Corp. 

Lester, Pennsylvania 

95146 

Alco Electronic Products Inc. 
Lawrence, Massachusetts 

95263 

Leecraft Mfg. Co. 

Long Island City, New York 

95264 

Replaced by 98278 
95275 

Vitryrnon Inc. 

Bridgeport, Connecticut 

95303 
RCA Corp. 

Receiving Tube Div. 

Cincinnati, Ohio 

95348 

Gordo's Corp. 

Bloomfield, New Jersey 

95354 

Methode Mfg. Corp. 

Rolling Meadows, Illinois 

95712 

Bendix Corp. 

Electrical Components Div. 
Microwave Devices Plant 
Franklin, Indiana 

95987 

Weckesser Co. Inc. 

Chicago, Illinois 

96733 

San Fernando Electric Mfg. Co. 

San Fernando, California 

96353 

Gulton Industries Inc, 

Measurement and Controls Div, 
formerly RustrOk Instalments Co. 
Manchester, New Hampshire 

96881 

Thomson Industries, Inc. 
Manhasset, New York 

97540 

Master Mobile Mounts 

Div. of Whitehall Electronics Corp. 

Ft. Meyers, Florida 

97913 

Industrial Electronic HdwareCorp. 
New York, New York 

9/945 

Penwalt Corp. 

S3 White Industrial Products Div. 
Fiscal e way, New Jersey 



97966 

Replaced by 1 1358 
98094 

Replaced by 49956 
93159 

Rubber-Teck, Inc. 

Gardena, California 

98278 

Mai co A Microdot Co., Inc. 
Connector & Cable Div. 

Pasadena, California 

98291 

Soalectro Corp. 

Mamaroneck, New York 

98388 

Royal Industries 
Products Div. 

San DiegO, California 

98743 

Replaced by 12749 
98925 

Replaced by 14433 
99120 

Plastic Capacitors, Inc. 

Chicago, Illinois 

99217 

Bell Industries Elect- Comp. Div. 
formerly Southern tied, Div, 
Burbank, California 

99392 

STM 

Oakland, California 
99515 

ITT Jennings Monrovia Plant 
Div. of ITT Jennings formerly 
Marshall Industries Capacitor Div, 
Monrovia, California 

99779 - use 29587 
Bunker-Ramo Corp. 

Barnes Div, 

Lyndsdowne, Pennsylvania 
99800 

American Precision Industries Inc 

Delevan Division 

East Aurora, New York 

99942 

Cenfrelab -Semiconductor 
Cent relab Electronics Div, of 
Globe-Union Inc, 

El Monte, California 

Toyo Electronics 
(R-Ohm Corp.) 

Irvine, California 

National Connector 
Minneapolis, Minnesota 
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Schematic Diagrams 



FIGURE NO. 
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DRAWING NO. 
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8-L 


Model 6160B Troubleshooting Chart 


. . 6160B-1600 


8-3 


8-2. 


Model 61 60B Block Diagram 


. . 6160B-1501 


84 


8-3. 


Al A 1 Front Panel PCB Assembly ...... 


. . 61 60 B- 1 051 


8-5 


84. 


A2A1 10 MHz Main Loop VCQ PCB Assembly . . 


. . 6160A1010 


8-6 


8-5 


A3A1 10 MHz Main Loop Phase Detector PCB 
Assembly 


. . 6160-1009 


8-7 


8-6. 


A4A1 10 MHz IF Mixer PCB Assembly .... 


. . 6160A-1008 


8-8 


8-7. 


A5A1 10 MHz Step Loop VCO PCB Assembly . . 


. . 6160A-1007 


8-9 


8-8. 


A6A1 10 MHz Step Loop Phase Detector PCB 
Assembly 


. . 6160A-100 6 


8-10 


8-9. 


A7A1 Input Filter PCB Assembly 


. . 6160A-1001 


8-11 


8-10. 


A8A1 Al 1 MHz Step Loop PCB Assembly . . . 


. . 616QB-1053-1 


8-12 


8-11. 


ASA 1 A2 1 MHz Main Loop PCB Assembly . . . 


. . 6160B-1053-2 


8-13 


8-12. 


A8A2A1 1 MHz Main Loop Phase Detector PCB 
Assembly 


. . 6040A-1004 


8-14 


8-13. 


A9A1 Six Digit Generator PCB Assembly (1 of 5) . 


. . 6040A-1002 


8-15 
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A9A1 Six Digit Generator PCB Assembly (2 of 5) . 


. . 6040 A- 1002 


8-16 


8-13. 


A9A1 Six Digit Generator PCB Assembly (3 of 5) . 


. . 6040A-1002 


8-17 
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A9A1 Six Digit Generator PCB Assembly (4 of 5) 


. . 6040A-1002 


8-18 


8-13. 


A9A1 Six Digit Generator PCB Assembly (5 of 5) . 


. . 6040A-1002 


8-19 


8-14. 


A10 Computer PCB Assembly (1 of 2) 


. . 6160B-1012 


8-20 


8-14. 


A10 Computer PCB Assembly (2 of 2) .... 


. . 6160B-1012 


8-21 


8-15. 


Al 1A1 Output Divider PCB Assembly .... 


. . 6 160 A- 101 1 


8-22 


8-16. 


A 12 Power Supply PCB Assembly 


. . 6160A-1014 


8-23 


8-17. 


Al 3 Mother Board PCB Assembly ...... 


. , 6160B-1013 


8-24 


8-18. 


A18 Internal Frequency Standard PCB 
Assembly - Option 02 ......... , 


. . 6160A-1018 


8-25 
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5 MHz SOURCE CONNECTED, 
POWER ON, LEVEL *=+13 dbra, 
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BUFFER 


NO 


OUTPUT 


YES ^ 


Fl - 

OUTPUT 
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OUTPUT — 
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v „ DC VOLTAGE 
• AT 4111-J2- 
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ENTER 

S MHz SOURCE CONNECTED, 
POWER ON. LEVEL = +13 dbm, 
80,000000 OIALED 



BUFFER 
5 MHz OUTPUT 
CORRECT 



OUTPUT 

AT 

1-160 MHz PORT 



OUTPUT 

LEVEL 

CORRECT 



4110-J3 vc- 
OUTPUT j-LES- 
PRESENT 



v ,_ DC VOLTAGE 
— — =^-lAT 4111— J2- 



OUTPUT 

SYMTI4E«f7Pn 



DIAL 

80.0000XX 
SEE NOTE C 
XaO to 9 
SYNTH OK 



DIAL 

80.00 XXOO 
X!=0 to 9 
SYNTH OK 



I dial 
80. XXOO 
X=0 to 
SYNTH r. 
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NOTES: 

1. Alphabetical notes referenced in 
above blocks described in para- 
graph 4-85. 

2. Connect J3 of 4153-1 to J2 of 
4153-2. 



FIGURE 8-1 MODEL 6160B TROUBLESHOOTING 
CHART (6160B-1600) 



8-3 













HE As T 5IKJVC. 
























6160B 



p\G- £-2 
SffT- _2 OF 2 





ZR 

»Y 



FIGURE 8-2 MODEL 6160B BLOCK DIAGRAM 
(6160B-1501) 



I-I60MHZ 

OUT 




84 













Fi6- ?'3 

SHT. j. - 





6160B 



FI 6- Z'2> 

SHT. 2 OF Z 




21.8 



1. ALL CAPACITOR VALUES ARE IN uf 
UNLESS OTHERWISE NOTED. 

2. ALL RESISTOR VALUES ARE IN OHMS. 

3. ALL INDUCTOR VALUES ARE IN uh. 

4. jW\ INDICATES PRINTED CIRCUIT 

BOARD INDUCTOR. 

5. (£) DENOTES INTERNAL ADJUSTMENT. 

6. | ) FRONT PANEL DESIGNATION. 



FIGURE 8-3 A1A1 FRONT PANEL PCB ASSEMBLY 
(6160A-1051) 




6160B 



f=|6.- ^'4 

Sttr- z of ?• 




NOTES: 

1. ALL CAPACITOR VALUES ARE IN uf 
UNLESS NOTEO OTHERWISE. 

2. ALL RESISTOR VALUES ARE IN OM OHMS. 

3. ALL INDUCTOR VALUES ARE IN uh. 

4 j-rv'L. INDICATES PRINTED CIRCUIT BOARD 
INDUCTOR. 

5. (£) DENOTES INTERNAL ADJUSTMENT. 

6. * FACTORY SELECTEO. 

FIGURE 8-4 A2A1 10 MHz MAIN LOOP VCO PCB 
ASSEMBLY (6160A-1010) 



' 8-6 





s.zkS 



17 

70 

vV— 



?' 8 s 



v 

:C30 

18 



V V 



1 

-12V 



*34 

220 

-Wv 



NOTES: 

1. ALL CAPACITOR VALUES ARE IN uf 
UNLESS NOTED OTHERWISE, 

2. ALL RESISTOR VALUES ARE IN OHMS. 

3. ALL INDUCTOR VALUES ARE IN uh. 

4. jvn INDICATES PRINTfD CIRCUIT BOARD 

INDUCTOR. 

5. (£) DENOTES INTERNAL ADJUSTMENT. 




6 . 



FACTORY SELECTED. 






RCj- %'& 
sht: 3 of 3 



6160B 




i +-HV 



RM 

220 



f 



CR9 

-M- 



C32 

.005 



XCR10 



VALUES ARE IN OHMS 
JR VALUES ARE IN oh. 



CATES PRINTED CIRCUIT 80ARD 
pCTOR. 



IS INTERNAL ADJUSTMENT 



Q13 



,C25 

r 



C« (0 
l- W» 

-JF- 



iCRt2 



±CRU 



J_C33 
~ *.005 



R36 

12K 



+ I4V 




FIGURE 8-5 A3A1 10 MHz MAIN LOOP PHASE 
DETECTOR PCB ASSEMBLY 
(6160A-1009) 




ELECTED. 
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f{G- 

SHT- I OP 2 ; 




a 






240 p r z4 °P f 



i -L.CM Z-UC 

T X-“ r 

V V V 



C46 

250Chpf 


W 


LW 

READ 


c 

— 

( 


CM X 


"1 r 6T V “ 




"J ■ 


■12V 



1. ALL CAPACITOR VALUES ARE IN uf UNLESS 
NOTED OTHERWISE. 

2. ALL RESISTOR VALUES ARE IN OHMS. 

3. ALL INDUCTOR VALUES ARE IN ub. 

4. y'/ylL INDICATES PRINTED CIRCUIT 80AR0 

INDUCTOR. 

5. DENOTES INTERNAL ADJUSTMENT. 

4 . • FACTORY SELECTED. 






FlG' 7 

$UT ? 9 - 



>R7 

> I OK I 02 



R2 

390 CRI 



C! LI 

24 5pf )T 



70- J4GMHz 
OUTPUT 



R5 

I.7K CR9 

4" J — W— 



R3 

390 CR4 



C4 L2 

13.5pf yj- 







R26 

+ i4V 220 



C 14 _LT <*27 

2. 2 T S 220 



L 16 j 

C 16 11 

0.0012 [ 



R30 

10 Q14 



1 C 15 
'TMX °5 

>T3 V 



C I2 Q 12 

0.0012 



70- 140MHz 
OUTPUT 



.R 29 ^ 

»470 +T 2- 2 





( 




2.2K 


T 

R20 


*1 


< 


\ 

* R17 


100 




< 


! 2.7K 


< 


► R21 


. , < 

cio -L 




< 

< 


► 270- 


0. os | -12Vp) 






V 




IT 2,2 < 


! R22 






< 


> 220 








I. ALL CAPACITOR VALUES ARE IN uf UNLESS 
NOTED OTHERWISE 



2. ALL RESISTOR VALUES ARE IN OHMS. 



3. ALL INDUCTOR VALUES ARE IN uh 
UNLESS OTHERWISE NOTED. 

4. (0 DENOTES INTERNAL ADJUSTMENT 



FIGURE 8-7 A5A1 10 MHz STEP LOOP VCO PCB 
ASSEMBLY (6160A-1007) 





pife- 

61 BOB S«T. 5 OF 3 



C 13 

5-50pf 0 




R14 < <>RI5 SR16 

6.8KCC18 S5.4K>3.3K 
\ 0.05 S I 



oTj (QT^o.m si S C22 J — I 

r7 \J 330K ? 'ML CR9 CR10 



C20 

430pf CR3 



0,01 >6.8K K SK 



rr; C39 -± 

,5 P f 13.5pf| 



CRI7 CR15 



yOC CONTROL 

Tn OUTPUT 



>R50 
IQ1S 090 



tOpf 1. ALL CAPACITOR VALUES ARE IN uf 
UNLESS NOTED OTHERWISE. 



2. ALL RESISTOR VALUES ARE IN OHMS. 



3. ALL INDUCTOR VALUES ARE IN uh 
UNLESS NOTED OTHERWISE. 

0 DENOTES INTERNAL ADJUSTMENT. 



,014 R 4? 

N 12K 




10 MHz COMMAND 
INPUT 



FIGURE 8-8 A6A1 10 MHz STEP LOOP PHASE 
DETECTOR PCB ASSEMBLY 
(6160A-1006) 



8-10 




CHANGES: 



0 R16 WAS 59Si ON S/N Oil 

NOTES: THRU 036 AND 123 THRU 193 

J. ALL CAPACITOR VALUES ARE IN uf 
UNLESS SPECIFIED OTHERWISE, 

2. ALL RESISTOR VALUES ARE IN OHMS. 

3. ALL INDUCTOR VALUES ARE IN oh. 

4. INDICATES PRINTED CIRCUIT BOARD 
INDUCTOR. 

5. (£) DENOTES INTERNAL ADJUSTMENT. 

6 . * FACTORY SELECTED. 







61608 



f r (0> . &-io 
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74HIQ6 
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+ 5V 
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rHK. PR^U- 
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UNLESS OTHERWISE KiOTED. 

Z. ALL WHOLE NUMBER CAPAOTOR VALUES ARE 1W 
PS- UNLESS OTHERWISE NOTED. 

3. ALL RESISTOR VALUES ARE IW OHMS. 
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(l MHz STEP LOOP) 
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SEE SHEET 2 FOR folfcOEHi 



FIGURE 8-10 A8A1 A1 1 MHz STEP LOOP PCB 
ASSEMBLY (6160B-1053-1) 
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notes; 

I. ALL DECIMAL CAPACITOR VALUES ARE IN ^4 i/ULESS 
OTHERWISE NOTED 

Z. ALL WHOLE NUMBER CAPACITOR VALDES ARE IN 
P4 UNLESS OTHERWISE NOTED. 

3. ALL RESISTOR VALUES ARE 1W OHMS, 

4 ALL INDUCTOR VALUES ARE IKI jmV>. 
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FIGURE 8-11 A8A1A2 1 MHz MAIN LOOP PCS 
ASSEMBLY (61 60B- 1053-2) 
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NOTES'- 

1. UNLESS OTHERWISE MOTEOi 

RESISTOR VAUJES ARE VU OHMS. 

CAPACITOR VAUJES ARE IN MICROFARADS, 

OIOOE5 ARE OF 203323. 

2. LAST USED REFERENCE DESIGNATIONS ARE AS FOUOWS: 

CR6,CZ3, L 10, Q€>, 231. U4 . 
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FIGURE 8-12 A8A2A1 1 MHz MAIN LOOP PHASE 
DETECTOR PCB ASSEMBLY 
(6040A-1004) 
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>S OTHERWISE ^>PeOF=IED: 

|U CAPACrrOR VALUES AREin MICROFARADS. 
_U RESISTOR VALUES ARE. * SI OHMS. 

INDUCTOR VALUES ARE IN MlCROHEMRlES. 




FIGURE 8-13 {1 of 5) A9A1 SIX DIGIT GENERATOR 
PCB ASSEMBLY (6040A-1002) 
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FIGURE 8-13 (3 of 5) A9A1 SIX DIGIT GENERATOR 
PCB ASSEMBLY (6040A-1002) 
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FIGURE 8-13 {4 of 5) A9A1 SIX DIGIT GENERATOR 
PCB ASSEMBLY (6040A-1002) 
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FIGURE 8-14 (1 of 2) A10 COMPUTER PCB 
ASSEMBLY (6160B-1012) 
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